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I.  INTRODUCTION 
1.  RELATION  OF  ABSOLUTE  TO  INTERNATIONAL  UNITS 

The  three  fundamental  units  in  electrical  measurements  are  the 
ohm,  the  ampere,  and  the  volt.  By  means  of  Ohm's  law  any  one 
can  be  fixed  from  the  other  two.  Hence,  at  the  London  confer- 
ence of  1908  it  was  agreed  to  define  the  international  ohm  in  terms 
of  the  resistance  of  a  specified  column  of  mercury  and  the  inter- 
national ampere  in  terms  of  the  amount  of  silver  deposited  per 
second  in  the  silver  voltameter,  while  the  international  volt  is  to 
be  derived  from  these  two  independent  units,  being  defined  as  the 
electromotive  force  which  will  cause  an  international  ampere  to 
flow  through  an  international  ohm. 

The  important  distinction  between  the  ohm,  which  is  equal  to 
10®  cgs  units  in  the  electromagnetic  system,  and  the  international 
ohm,  which  is  the  resistance  of  a  certain  column  of  mercury  (and 
similarly  for  the  ampere,  volt,  watt,  etc.),  was  clearly  drawn  by 
the  London  conference.  Heretofore,  there  has  often  been  con- 
fusion in  this  respect,  and  the  international  ohm  has  sometimes 
been  defined  both  as  lo^  cgs  units  and  as  the  resistance  of  a  cer- 
tain column  of  mercury  (and  similarly  for  the  other  tmits) . 

The  international  ohm,  ampere,  volt,  coulomb,  and  watt, 
therefore,  all  depend  upon  the  two  concrete  standards,  the  mer- 
cury ohm  and  the  silver  voltameter,  and  not  upon  absolute 
measurements  of  resistance  and  current.     However,  it  is  very 
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important  that  we  know  the  value  of  the  small  difference  between 
the  ohm  and  the  international  ohm  and  between  the  ampere  and 
the  international  ampere,  in  order  that  we  may,  by  applying  the 
proper  corrections,  obtain  absolute  units  of  power,  energy,  etc., 
from  the  international  electrical  units.  The  watt  is  a  rate  of 
work  equal  to  10^  ergs  per  second;  the  international  watt  is  the 
rate  of^  work  when  an  international  ampere  flows  through  an 
international  ohm.  If  we  know  accurately  the  correction  to  be 
applied  to  convert  international  ohms  into  ohms  and  international 
amperes  into  amperes,  we  can  obtain,  with  very  high  precision, 
the  rate  of  work  in  an  electric  circuit  in  watts,  or  the  total 
work  in  joules  or  ergs.  Owing  to  the  close  interrelation  of  all 
physical  phenomena  and  the  increasing  accuracy  demanded  in 
physical  measurements,  it  has  become  much  more  necessary  to 
be  able  to  do  this  now  than  formerly. 

Inasmuch  as  precise  electrical  measurements  are  usually  made 
in  terms  of  standard  resistances  and  standard  cells,  it  would 
simplify  the  problem  if  a  voltage  instead  of  a  current  were 
directly  determined  in  absolute  measure.  The  direct  determination 
of  the  volt  with  precision  in  absolute  measure,  however,  presents 
very  formidable  difficulties  and  has  never  been  made.  It  was 
largely  for  this  reason  that  the  ampere  was  chosen  as  the  second 
independent  unit  instead  of  the  volt.  Many  absolute  measure- 
ments of  the  ampere  and  of  the  ohm  have,  however,  been  made 
since  Gauss  and  Weber  first  showed  in  1832  that  a  system  of 
absolute  units  is  possible.  These  determinations,  having  been 
made  at  different  times  and  at  different  places,  can  be  com- 
pared only  by  comparing  the  various  concrete  standards  adopted 
at  the  different  times.  As  there  can  be  no  concrete  standard 
ampere,  two  expedients  have  been  adopted  for  preserving  the 
results  of  the  absolute  measurement  of  current.  That  most 
favored  in  the  past  is  to  determine  the  mass  of  silver  deposited 
per  second  in  a  silver  voltameter  by  a  current  of  one  ampere; 
the  other,  which  in  many  cases  in  the  past  served  as  intermediary 
between  the  absolute  determination  and  the  silver  voltameter 
measurement,  is  to  determine  the  electromotive -force  of  a  certain 
standard  cell  in  terms  of  a  standard  of  resistance  and  the  absolute 
ampere  determined  by  the  balance. 
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Until  quite  recently,  the  constancy  and  reproducibility  of  these 
concrete  representations  of  the  results  scarcely  surpassed  i  in 
10  000,  and  the  construction  of  the  absolute  instruments  was 
such  as  to  give  an  accuracy  inferior  to  this.  Indeed,  previous  to 
1907  many  thought  that  an  accuracy  of  i  in  10  000  was  the  ideal 
to  be  aimed  at,  and  that  its  achievement  would  be  a  triumph. 

In  that  year,  however,  appeared  the  report  of  the  work  on  the 
absolute  measiu-ement  of  current  by  means  of  the  new  ciurent 
weigher  of  the  National  Physical  Laboratory.  *  This  work, 
claiming  an  accuracy  (exclusive  of  errors  in  the  value  of  the 
acceleration  of  gravity)  of  i  in  100  000,  marks  the  beginning  of  a 
new  epoch  in  the  history  of  the  absolute  measurement  of  electrical 
quantities.  No  work  of  this  kind  begun  after  the  publication  of 
the  above  can  be  considered  satisfactory  unless  it  attempts  to 
attain  an  accuracy  considerably  siupassing  i  in  10  000. 

The  extreme  acciuracy  claimed  for  the  work  done  at  the  Na- 
tional Physical  Laboratory  exceeds  the  reproducibility  of  the 
silver  voltameter  when  used  according  to  any  specifications  as  yet 
officially  adopted.  It  is  somewhat  better  than  the  reproducibility 
of  the  standard  cell,  or  of  the  international  ohm  from  its  specifica- 
tions in  terms  of  the  resistance  of  a  column  of  merctiry.  It  thus 
gives  promise  of  an  early  realization  of  the  conditions  under  which 
our  electrical  standards  can  be  determined  in  terms  of  the  absolute 
units,  with  an  accuracy  equaling  that  with  which  we  can  trust 
our  concrete  standards,  unless,  indeed,  as  we  hope  may  be  the 
case,  the  constancy  and  reproducibility  of  oiu:  concrete  electrical 
standards  shall  be  appreciably  improved  in  the  near  futtue. 

2.  RECENT  ABSOLUTE  MEASUREMENTS   OF   CURRENT 

The  results  of  the  various  absolute  measiurements  of  ciurent 
made  prior  to  the  appearance  of  the  paper  of  which  we  have  been 
speaking,  having  been  discussed  in  that  and  other  papers  and  be- 
longing to  a  distinctly  different  epoch,  need  not  be  considered 
here.  This  leaves  but  five  determinations  to  be  considered,  all 
of  which  were  begun  prior  to  1907. 

(a)  Ayrton,  Mather,  and  Smith  ^. — In  the  measurements  made 
at  the  National  Physical  Laboratory,  a  beautifully  constructed 

1  Ayrton,  Mather,  and  Smith:  Phil.  Trans.,  207A,  pp.  463-544;  1908. 

2  See  note  i. 
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current  weigher,  with  single  layer  cylindrical  coils  wound  upon 
marble  forms,  was  used.  The  balance  was  a  double  instrument, 
symmetrical  with  reference  to  the  plane  through  the  central  knife 
edge  and  normal  to  the  beam.  The  entire  instrument  was  carried 
by  a  massive  stand  of  phosphor  bronze,  which  had  satisfactorily 
undergone  tests  for  magnetic  impurities.  When  in  adjustment, 
each  moving  coil  was  situated  so  that  its  end  planes  coincided 
with  the  mean  planes  of  two  fixed  coils  of  the  same  length,  wound 
upon  opposite  ends  of  the  same  hollow  marble  cylinder.  The 
axes  of  the  moving  coils  were  vertical,  and  coincided  with  the 
axes  of  the  fixed  coil.  The  constant  of  such  a  balance  is  deter- 
mined from  direct  measurements  of  the  linear  dimensions  of  the 
coils.  These  meastirements  can  be  made  for  single-layer  coils 
with  much  greater  acciuracy  than  is  possible  for  multiple-layer 
coils.  The  accuracy  of  measiu'ement  required,  however,  to  give 
the  desired  precision  in  the  result  is  extraordinary,  even  for  the 
most  favorable  case  of  single-layer  coils.  From  data  given  in  the 
paper,  however,  it  appears  probable  that  sufiicient  accuracy  has 
been  secured.  All  weighings  were  made  within  the  first  30  min- 
utes after  putting  on  the  current,  because  when  the  ciurent  was 
kept  on  for  a  longer  period  the  behavior  of  the  balance  became 
erratic,  on  account  of  the  heating  due  to  the  ctirrent.  Working 
in  this  way,  under  rather  rapidly  changing  temperature  conditions, 
it  would  appear  that  the  dimensions  of  the  coils,  and  so  the  con- 
stant of  the  balance,  might  be  subject  to  some  uncertainty.  The 
detection  of  a  minute  quantity  of  magnetic  material  in  a  large  mass 
of  nonmagnetic  metal,  such  as  the  stand  on  which  the  balance  and 
coils  rest,  is  difficult;  and  one  can  not  avoid  thinking  that  the 
presence  of  this  stand  may  possibly  be  a  source  of  very  slight 
error.  A  direct  indication  of  the  existence  or  nonexistence  of 
such  an  error  can  be  obtained  by  measuring  the  difference  in  the 
forces  exerted  upon  either  moving  coil  by  the  two  fixed  coils  in 
which  it  is  hung,  then  interchanging  these  fixed  coils  (turning 
the  cylinder  end  for  end)  and  repeating.  If  the  stand  is  without 
effect,  these  two  values  will  be  the  same.  We  have  found  such  a 
procedure  of  great  value  in  the  work  to  be  described  in  this  paper. 
This  most  elaborate  and  excellent  piece  of  work  gave  for  the 
value  of  the  Weston  normal  cell,  at  17°  C,  in  terms  of  the  inter- 
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national  ohm,  and  the  absolute  ampere,  the  value  1.018  30,  which 
corresponds  to  the  value  i. 01 8  19  at  2o?oo  C.  Somewhat  more 
recent  but  as  yet  unpublished  measurements,  kindly  communi- 
cated by  the  Director  of  the  National  Physical  Laboratory,  gave 
1. 01 8  18  as  the  value  at  20?oo  C. 

(b)  Janet,  Laporte,  and  Jouaust  ^ — The  next  article  upon  this 
subject  that  appeared  described  the  work  done  at  the  Labora- 
toire  Central  d'Electricite.  The  authors  used  a  current  balance 
of  the  Rayleigh  type.  The  distance  between  the  fixed  coils  was 
greater  than  that  which  would  give  the  maximum  force  upon  the 
moving  coil,  and  hence  the  force  varied  less  rapidly  in  the  region 
occupied  by  the  moving  coil.  This  permitted  a  less  exact  placing 
of  the  moving  coil,  but  requires  that  the  distance  between  the 
mean  planes  of  the  fixed  coils  be  determined  with  greater  accuracy; 
an  error  in  this  case  of  o.oi  mm  in  this  distance  produces  an  error 
of  5  parts  in  100  000.  The  radii  of  the  coils  were  determined 
from  the  measiirement  of  the  length  of  the  wire  wound  on  them. 
As  stated  in  a  note  appended  to  the  article,  and  as  verified  since 
(Bull.  Soc.  Int.  d'Elec. ;  1910),  the  international  ohm  as  used  at 
the  Laboratoire  Central  is  i  in  10  000  smaller  than  that  used  in 
England,  Germany,  and  America.  Further,  in  calculating  the 
constant  of  their  instrument,  the  authors  assumed  that  the  axial 
breadth  of  a  coil  was  given  by  the  total  breadth  of  the  channel  in 
which  it  was  w^oimd;  but  that  the  radial  depth  was  given  by  the 
distance  from  the  axis  of  the  wire  in  the  bottom  layer  to  the  axis 
of  the  wire  in  the  top  layer.  This  assinned  radial  depth  is  evi- 
dently too  small  (p.  373).  In  a  recent  paper*  the  authors  have 
given  the  result  of  a  complete  recomputation  of  the  constant  of 
their  balance  using  the  correct  sectional  dimensions.  They  now 
find  for  the  value  of  the  Weston  normal  cell  at  2o°.oo  C,  taking 
into  accoimt  the  difference  between  the  French  ohm  and  those  of 
the  other  countries,  the  value  i. 01 836. 

(c)  A.  Guillet — The  next  paper  in  order  appears  in  the  same 
volume  as  the  preceding  (pp.  535-561),  and  describes  work  car- 
ried out  at  the  Sorbonne.     This  work  was  done  by  the  method 

3  p.  Janet,  F.  Laporte,  and  R.  Jouaust:  Bull.  de.  la  Soc.  Intemat.  des  ^lectriciens  (2),  8,  pp.  459-522; 
1908. 
*  Comptes  rendus,  153,  p.  718,  Oct.  16,  1911. 
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suggested  by  Prof.  G.  Lippmann  in  1906.  Here  again  the  instru- 
ment is  of  the  attracted-coil  type,  but  the  multiple-layer  fixed 
coils  are  placed  very  close  together  and  the  multiple-layer  moving 
coils  are  but  slightly  smaller  than  the  fixed  coils.  The  constant 
of  the  instrument  is  not  determined  from  its  dimensions,  but  the 
mutual  inductance  of  the  fixed  coils  with  respect  to  the  moving 
coil,  for  various  positions  of  the  latter,  is  determined  by  direct 
comparison  with  absolute  standards  of  mutual  inductance.  From 
these  observations,  an  empirical  equation,  connecting  the  mutual 
inductance  with  the  position  of  the  moving  coil,  is  determined; 
whence,  by  differentiation,  we  get  the  force  for  any  given  position 
of  the  coil.  The  difficulty  in  carrying  out  the  method  in  practice 
is  due  to  the  rapid  variation  in  the  mutual  inductance  with  the 
displacement  of  the  moving  coil.  From  the  data  given,  it  appears 
that  the  relative  positions  of  the  moving  coil  can  not  be  deter- 
mined with  an  accuracy  exceeding  about  i  micron.  By  using 
the  mean  of  several  readings  carried  out  to  o.i/i,  Guillet  finds  for 
the  factor  a  in  his  notation  the  value  1.660  91  X  lo^  If  these 
values  for  the  relative  positions  of  the  coil  be  rounded  off  to  the 
nearest  micron  (which  involves  an  increase  of  0.4/^  in  the  first 
and  third  values  and  no  change  in  the  second  value)  we  find  for 
the  constant  a  the  value  1.660  58X10^  Since  a  is  proportional 
to  the  force,  we  see  that  this  slight  change  will  produce  a  change 
of  about  I  in  10  000  in  the  current.  The  balance  being  double 
and  symmetrical,  there  are  two  groupings  of  the  currents  that 
may  be  used;  the  constant  was  independently  determined  for 
each  of  these  groupings,  and  thus  two  independent  determina- 
tions were  obtained.  As  only  a  single  value  was  given  for  each 
grouping,  it  is  impossible  to  determine  the  reproducibility  of  the 
observations.  The  value  found  for  the  Weston  normal  cell,  at 
20? 00  C,  after  applying  the  correction  of  i  in  10  000  for  the  differ- 
ence in  the  French  ohm,  was  1.018  12. 

{d)  Pellat. — In  the  same  volume  (pp.  573-633)  there  is  still  a 
third  paper  on  this  subject.  In  this  paper  Prof.  Pellat  gives  a 
thorough  discussion  of  the  construction,  the  computation  of  the 
constant,  and  the  result  obtained  by  him  with  a  radically  different 
type  of  instrument.  This  consists  of  a  long  multiple-layer  sole- 
noid, placed  with  its  axis  horizontal,  in  the  interior  of  which  is 
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placed  a  small  single-layer  coil  with  its  axis  vertical.  The  center 
of  the  two  coils  coincide.  The  small  coil  is  supported  on  a  knife- 
edge,  normal  to  the  axes  of  the  two  coils.  The  torque  which  the 
current  in  the  long  solenoid  exerts  upon  the  small  coil  is  balanced 
by  means  of  weights  applied  to  the  end  of  an  arm  attached  to  the 
small  coil.  Thus  it  belongs  to  the  type  of  instrument  usually 
denoted  by  the  term  electrodynamometer,  although  the  torque 
which  balances  the  effect  of  the  current  is  due  to  gravity  instead 
of  being  produced  by  the  torsion  of  a  wire.  The  result  obtained 
for  the  electromotive  force  of  the  Weston  normal  cell  at  2o?oo 
C,  corrected  for  the  difference  in  the  ohm,  is  i. 018  31  ±  0.000  15. 

In  all  of  the  papers  so  far  considered  it  is  implied,  if  not  ex- 
plicitly stated,  that  the  constant  of  the  instrument  has  a  zero 
temperature  coefficient  if  all  parts  are  constructed  of  the  same 
material.  Consequently  little  or  no  attention  has  been  paid  to 
the  temperature  of  the  instrument.  That  the  coefficient  is  zero 
imder  these  conditions  is  true,  provided  that  all  parts  of  the  instru- 
ment are  at  the  same  temperature.  But  in  practice  this  condition 
is  never  fulfilled;  the  coils  are  heated  by  the  current,  and  in 
general  they  are  not  all  heated  to  the  same  extent,  and  in  the  last 
case  considered  the  balance  arm,  from  which  the  weight  is  sus- 
pended, is  undoubtedly  at  a  different  temperature  from  the  coils. 
In  the  absence  of  the  necessary  data  it  is  impossible  to  form  an 
estimate  of  the  errors  that  may  thus  be  introduced;  but  in  order 
to  obtain  the  highest  accuracy  of  which  an  instrument  is  capable 
it  is  very  necessary  to  study  carefully  the  temperatures  of  its 
various  parts. 

{e)  Haga. — ^The  most  recent  work  on  the  subject  is  that  by 
Prof.  Haga,  carried  out  at  the  University  of  Groningen.^  He  has 
measured  the  cm-rent  in  absolute  units  by  means  of  a  tangent 
galvanometer,  and  has  thus  based  it  upon  the  calculated  constant 
of  the  galvanometer  and  the  absolute  determination  of  the  hori- 
zontal component  of  the  earth's  magnetic  field.  Owing  to  con- 
tinual variations  in  the  latter,  the  method  is  exceedingly  diffi- 
cult, but  Prof.  Haga  appears  to  have  brought  the  work  to  a  very 
satisfactory  conclusion.  He  finds  for  the  Weston  normal  cell  in 
terms  of  the  international  ohm  and  the  absolute  ampere,  as  given 

s  Prof.  H.  Haga  and  J.  Boerema:  Konink.  Akad.  Wetensch.  Amsterdam  Proc,  p.  587;  1910. 
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by  his  instruments,  the  value  i. 01836  ^t  i7?oo  C,  or  1.01825  at 

20?00  C. 

Collecting  these  values,  we  have 
N.  P.  L.  1.018  18 

L.  C.  E.  1.018  36 

Guillet  1.018  12 

Pellat  1. 018  31 

Haga  1. 01 8  25 


Mean  1.018  24  semiabsolute  volts.« 

Considering  all  the  circumstances,  this  agreement  is  very  strik- 
ing and  leaves  no  doubt  that  the  value  1.0182  is  correct  to  at 
least  I  in  10  000. 

3.   TYPES  OF  INSTRUMENTS  AVAILABLE 

In  all  absolute  measurements  of  electric  current  a  force  or  torque 
produced  by  the  current  is  balanced  against  another  force  or 
torque,  which  in  turn  is  determined  in  dynamical  units.  In 
choosing  an  instrument  to  be  used  in  the  absolute  measurement 
of  current  the  first  thing  to  be  considered  is  the  natiure  of  the 
auxiliary  force  or  torque  that  is  to  be  employed.  There  are  three 
available  methods:  (a)  Using  a  known  magnetic  field,  (b)  using 
an  elastic  deformation  of  some  body,  (c)  using  the  gravitational 
attraction  of  the  earth.  The  only  magnetic  field  for  which  the 
value  of  the  force  or  torque  produced  can  be  at  all  readily  deter- 
mined in  dynamical  units  is  that  due  to  the  earth;  and,  owing  to 
the  continual  variations  in  the  strength  of  this  field,  an  accurate 
determination  of  its  strength  at  any  given  time  and  place  involves 
many  difficulties  and  scarcely  gives  promise  of  an  accuracy  superior 
to  I  in  10  000.  Though  the  recent  determination  by  Haga,  using 
this  method  (with  a  tangent  galvanometer),  gave  excellent  results, 
it  would  appear  that  any  method  based  upon  the  direct  measure- 
ment of  a  given  magnetic  field  would  involve  many  difficulties 
when   extreme  accuracy  is  desired. 

Measiurements  based  upon  the  second  method  involve  a  direct 
determination  of  the  force  of  restitution  of  the  deformed  body  at 
the  time  and  under  the  exact  conditions  under  which  it  was  used 

8  See  footnote  to  p.  ^62. 
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in  the  electrical  measurements,  and  in  addition  are  subject  to 
some  uncertainty  introduced  by  the  elastic  after  effect  shown  by 
all  material  bodies.  While  these  difficulties  are  not  insuperable, 
Dr.  Guthe^  and  others  have  shown  that  they  are  quite  formidable. 

In  measurements  based  upon  the  third  method  the  evaluation 
of  the  force  or  torque  can  be  reduced  to  the  direct  comparison  of 
two  masses  and  the  determination  of  the  acceleration  of  gravity. 
The  first  can  be  readily  done  with  extreme  precision;  the  second 
involves  many  difficulties,  but  these  are  largely  offset  by  the  facts 
that  we  have  every  reason  to  believe  that  in  any  region,  geologically 
stable,  the  value  of  the  acceleration  of  gravity  remains  unaltered 
over  long  epochs  and  that  relative  values  of  the  acceleration  of 
gravity  at  any  two  places  can  be  readily  determined  with  high 
precision.  The  latter  fact  enables  the  results  obtained  by  this 
method  at  different  times  and  places  to  be  rendered  strictly  com- 
parable with  one  another ;  the  former  renders  the  results  obtained 
capable  of  correction  at  any  future  time  when  the  absolute  value 
of  the  acceleration  of  gravity  shall  have  been  determined  to  a 
higher  accuracy  than  that  with  which  it  is  now  known. 

For  these  reasons  it  appeared  desirable  that  the  work  should  be 
based  on  the  third  or  gravitational  method.  Furthermore,  it 
appeared  on  the  whole  desirable  that  the  construction  should  be 
such  that  a  force  rather  than  a  torque  be  measured.  Accordingly 
a  current  weigher,  or  current  balance,  was  constructed. 

4.   THE  RAYLEIGH  BALANCE 

The  particular  type  decided  upon  was  that  used  by  Lord  Ray- 
leigh  in  1884,  and  since  employed  by  Janet,  Laporte,  and  Jouaust, 
at  Paris.  It  consists  essentially  of  a  pair  of  multiple  layer  fixed 
coils  placed  coaxially,  with  their  planes  horizontal,  and  at  such 
a  distance  apart  that  the  vertical  force  which  they  exert  for  a  given 
current  upon  a  smaller  coil  placed  coaxially  with  the  fixed  coils,  and 
midway  between  them,  either  is  a  maximum  or  varies  at  a  mini- 
mum rate  for  small  vertical  displacements.  The  smaller  coil  is  sus- 
pended from  one  pan  of  a  balance,  being  counterpoised  by  equal 
weights  in  the  other  pan.  The  force  exerted  ilpon  it  is  counter- 
poised by  additional  weights  placed  on  one  pan  or  the  other, 

^  This  Bulletin,  2,  p.  33;  1906, 
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according  to  the  direction  of  the  force.  Preferably,  however,  the 
weight  is  equivalent  to  twice  the  force,  which  is  the  change  pro- 
duced by  reversing  the  current  in  the  fixed  coils.  The  earth's 
magnetic  field  causes  a  torque  which  will  not  affect  the  measiured 
force ;  local  disturbances  of  the  magnetic  field  would  be  ehminated 
by  taking  the  mean  of  the  two  forces  observed  for  currents  in 
direct  and  in  reversed  directions  through  the  fixed  coils,  the  direc- 
tion in  the  moving  coil  being  the  same  in  both  cases.  The  most 
striking  featiu-e  of  the  balance,  theoretically,  is  the  fact  that  the 
principal  constant  need  not  be  determined  by  direct  measurements 
upon  the  coils,  but  may  be  determined  by  an  electrical  method. 
This  eliminates  the  difficulties  incident  to  the  direct  measurement 
of  the  mean  diameter  of  a  multiple  layer  coil,  and  enables  the 
constant  to  be  determined  with  extreme  precision  and  to  be  rede- 
termined at  any  time.^ 

Rayleigh  used  a  single  balance,  consisting  of  one  pair  of  fixed 
coils  and  one  moving  coil.  Janet,  Laporte,  and  Jouaust  used  a 
double  current  balance,  with  two  pairs  of  fixed  Coils  and  two 
moving  coils,  one  suspended  from  each  pan  of  a  balance.  There 
are  both  advantages  and  disadvantages  in  a  double  balance,  and 
after  careful  consideration  we  decided  to  use  a  single  balance. 
The  force  is  doubled  by  a  double  balance,  or  for  the  same  force 
one  can  use  coils  of  smaller  cross  section.  But,  as  some  of  our 
coils  were  much  larger  than  those  of  Janet,  Laporte,  and  Jouaust, 
it  would  have  required  a  beam  at  least  75  cm  long  instead  of 
30  cm,  as  used  by  us.  The  balance  would  have  been  much  more 
complicated,  and  harder  to  manipulate  and  adjust  accurately,  and 
we  feel  now,  as  we  did  four  years  ago  when  considering  the  ques- 
tion, that  for  work  of  the  highest  precision  the  simplification  gained 
by  using  a  single  balance  of  this  type  more  than  overbalances  the 
disadvantage  of  having  a  larger  cross  section  of  the  fixed  coils  for 
the  same  force. 

The  coils  of  such  a  balance  must  have  a  large  number  of  turns 
of  wire  in  order  to  give  a  force  large  enough  to  be  measiu-ed  with 
precision.  Lord  Rayleigh 's  balance,  as  he  used  it,  gave  a  change 
of  force  of  about  i  g  on  reversal  of  the  current,  and  Janet,  Laporte, 

8  Janet,  Laporte,  and  Jouaust,  however,  calculated  the  constant  from  the  radii  obtained  by  counting 
the  turns  and  mep.suring  the  length  of  the  wire  as  it  was  wound  on  the  coils. 
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and  Jouaust's  about  4  g.  The  coils  of  our  balance  have  been 
wound  in  such  a  way  that  with  a  current  not  exceeding  i  ampere 
the  force  (on  reversal  of  the  current)  would  be  from  3  to  6  g.  This 
is  a  large  enough  force  to  be  measured  with  the  necessary  pre- 
cision, if  the  conditions  are  favorable.  It  would  have  been  pos- 
sible to  make  the  force  10  or  20  g,  and  that  would  have  been 
favorable  to  the  weighing,  but  there  would  have  been  a  loss  of 
accuracy  in  other  directions.  The  resistance  of  the  windings 
increases  as  the  square  of  the  nrunber  of  turns  for  a  given  size 
and  cross  section  of  the  coil.  One  soon  reaches  a  limit  in  attempt- 
ing to  increase  the  force  by  increasing  the  number  of  turns. 
First,  the  heat  developed  should  not  be  allowed  to  become  exces- 
sive, as  it  would  if  the  number  of  turns  be  greatly  increased; 
second,  the  voltage  required  to  overcome  the  resistance  should  not 
be  large  enough  to  give  rise  to  serious  electrostatic  attractions  due 
to  differences  of  potential  between  the  parts  of  the  balance;  and, 
third,  the  current  must  be  maintained  uniform  to  an  extraordinary 
degree  if  very  accurate  measiirements  are  to  be  made.  This 
requires  a  special  storage  battery,  used  for  no  other  purpose,  and  a 
ballast  resistance  of  small  temperature  coefficient  can  be  employed 
advantageously  if  the  instrument  resistance  is  small  enough. 

One  can  not  use  a  small  enough  resistance,  howxver,  to  make 
the  heating  effect  negligible,  without  making  the  cross  section  of 
the  coils  too  great  or  the  force  to  be  measured  too  small. 

If  the  cross  section  of  the  winding  of  the  coils  is  large,  the  cor- 
rection for  section  will  be  relatively  large,  and  it  will  be  difficult 
to  determine  its  value  with  sufficient  precision.  After  careful 
study  of  the  theory  of  the  balance,  we  decided  to  use  a  square 
cross  section  of  2  by  2  cm  for  the  large  fixed  coils  (50  cm  radius) ; 
1 .4  by  1.4  cm  for  the  small  fixed  coils  (40  cm  radius) ;  and  i  by  i 
cm  for  the  moving  coils  (20  and  25  cm  radius). 

To  reduce  the  error  due  to  the  heating  of  the  fixed  coils,  a 
system  of  water  cooling  was  designed  to  carry  away  the  heat  as 
fast  as  generated,  so  that  a  state  of  equilibrium  could  be  attained, 
and  weighings  could  be  made  deliberately  for  an  indefinite  period 
with  the  dimensions  and  temperatures  of  the  coils  constant. 
There  is,  of  course,  a  difference  in  temperatiu-e  between  the  wire 
of  the  windings  and  the  brass  form  on  which  it  is  wound,  and 
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hence  a  careful  study  had  to  be  made  of  the  effect  of  the  load. 
The  ratio  of  the  radii  of  the  fixed  and  moving  coils  was  determined 
with  water  flowing  through  the  cooling  system  precisely  as  when 
the  balance  was  used  in  the  weighings,  so  that  the  heating  effect 
of  the  ciurent  was  known  with  great  accuracy  and  could  be  per- 
fectly controlled. 

The  moving  coil  can  not  be  water-cooled.  The  heat  generated 
in  it  is  made  small  by  using  a  coil  of  low  resistance.  The  number 
of  watts  varied  from  0,6  to  1.2,  heating  the  coil  from  1.7  to  3.3 
degrees  centigrade  above  the  surrounding  temperature.  Even 
this  slight  increase  of  temperature  sets  up  convection  currents 
which  are  affected  b}^  any  changes  in  the  temperature  of  the  fixed 
coils  or  of  the  instrument  case.  To  protect  the  moving  coil  from 
outside  influences,  and  to  permit  the  convection  currents  to  become 
constant  so  that  their  lifting  force  on  the  moving  coil  should  be 
sufficiently  constant  to  be  eliminated  by  successive  weighings  with 
the  current  in  fixed  coils  reversed,  the  moving  coil  was  inclosed 
in  a  water  jacket,  through  which  water  at  a  constant  temperature 
was  passed.  This  gives  almost  ideal  conditions.  The  fixed  coils 
being  held  at  a  definite  known  temperature,  and  the  moving  coil 
being  suspended  in  a  constant-temperature  chamber  and  carrying 
a  constant  current,  a  constant  circulation  of  air  is  set  up  in  this 
chamber,  which  removes  the  heat  from  the  moving  coil  and  exerts 
a  constant  lifting  force  upon  the  moving  coil.  This  force  is  com- 
pletely eliminated  by  the  method  of  weighing. 

In  order  to  obtain  checks  upon  the  work  and  a  final  result  of 
greater  weight,  several  pairs  of  fixed  coils  have  been  used  and 
several  different  moving  coils,  with  two  different  radii  both  in  the 
fixed  and  in  the  moving  coils. 

The  details  of  the  construction  of  the  balance  are  given  in  Section 

II,  the  measurements  of  the  ratio  of  the  radii  are  given  in  Section 

III,  the  theory  of  the  instrument  and  calculation  of  the  constants 
are  given  in  Section  IV,  and  the  tests  of  the  balance  and  the 
measiurement  of  the  current  are  given  in  Section  V.  It  is  intended 
to  give  in  this  section  only  a  general  outline  of  the  main  features 
of  the  balance,  and  reasons  for  choosing  this  type  of  balance. 
Some  of  the  advantages  of  the  balance  as  we  have  used  it  may 
now  be  stated  briefly,  by  way  of  a  summary  of  what  precedes. 
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(a)  The  only  direct  length  measurements  that  have  to  be  made 
are  those  of  the  sectional  dimensions  of  the  coils,  and  these  are 
used  only  in  the  calculation  of  correction  terms.  The  principal 
term  in  the  constant  of  the  instrument  depends  upon  the  ratios  of 
the  radii  of  the  fixed  coils  to  that  of  the  moving  coil,  and  these 
ratios  may  be  obtained  by  an  electrical  method,  based  upon  that 
described  by  Bosscha  and  used  by  Lord  Rayleigh.  This  method 
is  capable  of  giving  results  of  extraordinary  precision. 

(b)  The  coils  being  compact  and  readily  replaced  in  the  instru- 
ment, a  number  of  coils  can  be  constructed  and  used  interchange- 
ably, thus  giving  not  only  great  flexibility  to  the  instrument,  but 
also  a  number  of  independent  determinations,  thus  affording  a 
better  indication  of  the  magnitude  of  the  errors  in  the  work. 

(c)  A  feature  which  we  believe  to  be  of  great  importance  in  a 
balance  which  is  to  be  used  at  intervals  throughout  a  long  term 
of  years,  is  the  ease  with  which  the  ratio  of  the  radii  of  the  coils,  and, 
consequently,  the  constant  of  the  balance,  can  be  redetermined 
from  time  to  time,  as  a  check  upon  the  constancy  of  the  coils. 
This  has  proved  to  be  of  great  importance  in  our  instrument. 

(d)  The  balance  lends  itself  readily  to  the  water-cooling  of  its 
fixed  coils,  so  that  their  temperature  can  be  controlled  and  main- 
tained constant,  not  only  in  the  current  weighings  but  also  in  the 
determinations  of  the  ratio  of  the  radii,  permitting  a  more  exact 
determination  of  the  constant  of  the  balance  and  more  accurate 
weighings.  The  moving  coil  can  also  be  readily  inclosed  in  a 
constant-temperature  chamber,  so  that  the  convection  currents 
in  the  air,  by  means  of  which  the  heat  generated  in  the  moving  coil 
is  carried  away,  can  become  steady,  and  the  lifting  force  of  these 
air  currents  will  be  constant  enough  to  be  successfully  eliminated 
by  the  method  of  weighing. 

Other  types  of  balances  undoubtedly  possess  some  of  these  fea- 
tures, and  perhaps  others  of  importance  not  possessed  by  this 
balance;  but  it  was  because  the  Rayleigh  balance  if  improved  in 
the  way  indicated  would  possess  so  many  good  qualities  that  we 
chose  it  in  1906  when  the  work  was  first  taken  up. 

The  results  obtained  (given  on  pp.  357-363)  have  more  than 
justified  our  expectations,  although  it  has  required  a  very  large 
amount  of  time  and  labor  to  carry  out  the  work. 
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n.  DESCRIPTION   OF  THE  BALANCE  AND   OF  THE   ELEC- 
TRICAL  CONNECTIONS 

5.   THE  PHYSICAL  BALANCE 

A  2-kg  precision  balance  by  Rueprecht,  with  a  30-cm  beam, 
was  modified  in  the  shop  of  this  Bureau  so  as  to  adapt  it  to  tliis 
work.  Certain  magnetic  portions  of  the  balance  case  and  of  the 
balance  itself  were  replaced  by  brass  or  by  phosphor  bronze. 
Each  piece  of  the  balance,  as  finally  constructed,  except  the 
knife-edges  and  the  blocks  holding  the  agate  planes,  was  tested 
by  a  very  sensitive  astatic  magnetometer,  and  all  were  found  to 
be  satisfactorily  nonmagnetic.  As  used,  the  knife-edges  were 
always  at  least  70  cm  above  the  upper  coil,  and,  during  the  latter 
portion  of  the  work,  they  were  100  cm  above  it.  It  was  proved 
by  actual  tests  that  a  much  larger  mass  of  steel  at  this  distance 
produced  no  appreciable  effect  upon  the  force.  For  further  dis- 
cussion of  the  magnetic  tests  of  the  balance,  see  pages  345-348. 

A  mirror  was  moimted  on  the  beam  over  the  central  knife-edge, 
and  the  deflections  of  the  balance  were  read  by  means  of  a  tele- 
scope and  vertical  scale  about  two  and  a  half  meters  distant. 
With  this  arrangement,  i-mm  scale  deflection  corresponds  to  a 
difference  in  the  force  of  0.36  mg,  and  to  a  displacement  of  the 
moving  coil  of  0.025  t^^^^^^-  l^he  time  for  a  single  swing  of  the 
balance  with  i-kg  load  (the  weight  of  the  moving  coil  and  suspen- 
sion system)  is  15  seconds. 

The  weights  employed  were  of  platinum,  and  were  compared 
at  intervals  with  the  standards  of  this  Bureau.  They  have 
remained  constant  throughout  the  work.  By  a  simple  device,  the 
weights  could  be  placed  on  the  pan,  or  removed,  without  opening 
the  balance  case.  A  correction  for  the  buoyancy  of  the  air  was, 
of  course,  applied. 

The  moving  coil  was  suspended  from  the  lower  end  of  a  tube 
passing  through  the  center  of  the  right  pan,  and  the  weighings 
were  accomplished  by  the  addition  or  the  removal  of  weights  from 
this  pan.  Consequently,  neither  the  ratio  of  the  lever  arms  nor 
the  flexure  of  the  beam  enters  into  the  discussion  of  the  results. 
46905°— 12 4 
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Three  pair  of  fixed  coils  were  used.  All  were  wound  bifilarly, 
with  enamel-insulated  wire,  upon  brass  forms  having  sections  as 
shown  in  Figs,  i  and  2.  Care  was  taken  to  make  the  faces  of  the 
forms  normal  to  the  axis  of  the  form.  Two  wires  were  wound 
side  by  side  in  36  layers  of  18  double  turns  in  each  layer  in  the 
larger  coils,  and  28  layers  of  14  double  turns  in  each  layer  in  the 
smaller  coils. 

There  are  several  advantages  in  a  bifilar  winding:  (a)  It 
enables  the  insulation  resistance  from  one  wire  to  the  other  to  be 

measured,  and  any  leakage  from  one  turn 
to  the  next  can  be  detected  by  a  simple 
test.  (6)  It  permits  the  coils  to  be  joined 
in  series  or  parallel,  and  so  permits  dif- 
ferent currents  to  be  used  with  the  same 
heating  effect.     It  is  also  convenient,  in 

...^ ^.,., ^^^^,    measuring  the  ratio  of  the  radii,  to  be  able 

J  ^p      ^    to  vary  the  number  of  turns,  as  is  done 

effectively  when  the  coils  are  joined  in 
parallel  instead  of  m  series,  {c)  By  send- 
ing the  current  in  opposite  directions  in 
the  two  windings,  the  full  heating  effect 
may  be  produced  without  any  magnetic 
effect.  This  is  convenient  in  testing  the 
balance,  and  in  detecting  a  change  in  the 
radius  of  the  coil  with  different  currents. 
The  enamel  covering  of  the  wire  has  the  advantage  over  a  silk 
covering  in  being  thinner,  as  well  as  hard  and  unyielding,  and  of 
very  uniform  thickness.  It  can  be  wound  as  uniformly  as  bare 
wire,  although  it  should  be  handled  carefully  to  prevent  injury 
to  the  insulation.  'WHien  thoroughly  dry,  the  insulation  resistance 
is  very  high. 

For  every  coil  the  insulation  resistances  between  the  two  wires, 
and  between  each  wire  and  the  form,  were  frequently  tested  with 
a  potential  difference  of  40  volts,  and  were  found  to  be  very 
good  throughout  the  work,  the  insulation  seldom  falling  below  100 
megohms. 


Fig.  1. — Section  of  small  fixed 
coil  showing  first  form  of  ter- 
minal block 

A  is  the  water  channel.     B  is  the 
channel  for  the  wire 
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The  ends  of  one  wire  are* brought  out  through  two  small,  axial 
holes  bushed  with  ebonite  and  lying  accurately  upon  the  same 
radius  of  the  form;  the  ends  of  the  other  wire  of  the  bifilar  are 
similarly  brought  out  at  the  other  extremity  of  the  same  diameter. 
After  passing  through  the  brass  forms,  the  ends  of  the  wires 
either  are  attached  by  spade  terminals  and  small  screws  to  short 
brass  rods,  supported  in  a  radial  and  axial  plane  by  ebonite  posts 
attached  to  the  form  (Fig.  i)  and  forming  the  true  terminal 
blocks  of  the  coil,  or  they  pass  through  an  ebonite  box  attached 
to  the  form,  as  shown  in  Fig.  2,  connections  to  the  leads  being 
made  by  drops  of  solder.  These  forms 
of  terminals  were  adopted  because  of 
the  facility  with  which  they  allow  one 
terminal  of  the  coil  winding  to  be 
disconnected  from  the  leads,  and  the 
latter  short-circuited  (for  measuring 
the  lead  effect)  without  disturbing  the 
position  of  the  leads. 

Two  pair  of  coils,  known  as  5i,  5*2, 
Li,  and  L2,  were  woimd  in  1907  upon 
forms  of  cast  brass.  A  specimen  of 
the  brass,  cast  as  a  bar,  was  tested  by 
means  of  an  induction  balance,  and 
the  forms  were  tested  by  a  magneto- 
meter, and  were  pronounced  good. 
I^ater,  by  means  of  the  extremely  sensitive  instrument  described 
below,  these  coils  were  found  to  be  slightly  magnetic.  In  order 
to  determine  whether  or  not  this  might  be  an  appreciable  source 
of  error  it  was  deemed  advisable  to  build  a  pair  of  coils  having 
forms  that  were  still  less  magnetic,  and  accordingly  coils  Lt,  and 
L4  were  built.  The  forms  for  these  coils  were  built  up  entirely 
of  rolled  brass,  riveted  together,  and  soft  soldered.  These  forms 
are  somewhat  better  than  5i,  the  best  of  the  old  coils,  and  only 
about  one-eightieth  as  magnetic  as  Li,  the  worst  of  the  old  coils. 

The  most  satisfactory  means  found  for  testing  the  magnetic 
properties  of  conductors,  especially  of  various  portions  of  large 
masses,  is  a  dehcately  suspended  astatic  magnetic  system,  so 
arranged  that  the  body  under  test  can  be  brought  very  close  to 


Fig.  2.— Section  of  large  fixed  coil 
showing  second  form  of  terminal 
block 

Connections  are  made  as  desired  by 
drops  of  solder 
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one  pole.  The  instrument  used  had '  needles  about  6  mm  long 
mounted  on  opposite  ends  of  a  slender  glass  rod  5  cm  long.  The 
whole  was  suspended  by  a  silk  fiber  10  cm  long.  The  suspen- 
sion was  completely  inclosed  and  the  lower  needle  hung  near  the 
bottom  of  a  glass  tube  i  cm  in  diameter.  By  suitably  leveling 
the  instrument,  one  pole  of  the  lower  needle  can  be  placed  very 
near  the  wall  of  the  tube  so  that  the  test  object  can  be  brought 
within  a  few  millimeters  of  the  pole.  The  deflections  were  read 
by  means  of  a  mirror,  telescope,  and  scale. 

With  such  an  instrument,  and  with  a  scale  distance  of  2  meters, 
deflections  of  5  cm  were  obtained  when  a  tube  containing  ferrous 
sulphate  was  presented  to  the  needle.  This  sensibility  is  ample  for 
our  purpose,  but  it  could  undoubtedly  be  increased  without  very 
great  trouble.  Though  we  have  tested  many  kinds  of  brass,  we 
have  never  found  a  specimen  that  did  not  produce  a  slight  deflec- 
tion, nor  one  that  could  not  be  permanently  magnetized  by  sub- 
jecting it  to  a  strong  magnetic  field.  We  have  found  rolled  brass 
to  be  the  most  uniformly  good  magnetically,  though  excellent 
cast  brass  can  be  obtained,  as  is  shown  by  5i. 

In  order  to  improve  the  insulation  of  the  coils,  the  wire  channels 
of  the  forms  were  lined  with  paper  attached  to  the  metal  with 
thin  shellac ;  in  the  case  of  L3  and  L4  thin  paper,  soaked  in  hot 
paraffin,  was  ironed  down  to  the  bottoms  of  the  channels.  As 
each  layer  of  wire  was  wound  it  was  covered  with  a  strip  of  onion- 
skin paper  (0.05  mm  thick).  Owing  to  the  fact  that  the  coils 
were  not  sealed  air  tight,  the  paper  absorbed  moisture  to  a  degree 
depending  on  the  average  humidity  of  the  atmosphere,  and  swelled 
slightly  in  consequence.  This  caused  very  slight  but  appreciable 
changes  in  the  mean  radii  of  the  coils.  Consequently,  in  the 
summer  of  19 10  the  paper  covering  the  outer  layer  of  wire  was 
saturated  with  paraffin  melted  in  with  a  clean  hot  soldering 
copper,  the  paraffin  being  well  melted  to  the  sides  of  the  form. 
Then  a  strip  of  muslin,  well  soaked  in  a  hot  mixture  of  beeswax 
and  Venice  turpentine,  was  wrapped  around  the  coil  and  melted 
to  the  underlying  paraffin ;  over  the  whole  was  wrapped  a  strip  of 
binder's  cloth  soaked  in  hot  paraffin  and  melted  to  the  musHn 
and  form.  This  sealed  the  coils  very  effectually  against  the 
absorption  of  moisture  from  the  air. 
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The  width  of  the  channels  after  Uning  was  designed  to  take  an 
integral  number  of  turns  of  the  bifilar  winding.  Owing,  how- 
ever, to  sUght  variations  in  the  thickness  of  the  insulated  wire, 
the  fit  was  better  in  some  places  than  in  others.  In  all  cases  the 
wire  was  transferred  from  one  layer  to  the  next  at  points  previ- 
ously determined  upon. 

The  wire  was  approximately  0.5  mm  in  diameter,  and  was 
wound  under  a  tension  of  about  i  kilogram.  The  diameters  of 
the  forms  and  of  each  layer  of  wire  were  measured  as  the  coils 
were  woimd,  so  as  to  obtain  a  very  approximate  measure  of  the 
mean  diameter  of  each  coil,  and  to  keep  a  check  on  the  uniformity 
of  the  winding.  These  measurements  are  given  in  the  appendix, 
page  385,  but  were  not  used  in  the  calculation  of  the  constants  of 
the  balance  because  they  can  not  compare  in  accuracy  with  the 
measurements  by  the  electrical  method.  In  winding  the  earHer 
coils  (5i,  52,  Li,  L2)  din  integral  number  of  turns  of  each  wire 
was  placed  in  each  layer.  This  necessitated  bringing  up  the  wire 
from  one  layer  to  the  next,  always  at  the  extremities  of  the  same 
diameter,  and  gradually  the  winding  became  sUghtly  elUptical 
with  the  long  axis  along  this  diameter.  Consequently,  when 
winding  L3  and  L4,  the  wire  was  brought  up  from  one  layer  to 
the  next  at  a  point  one  thirty-sixth  of  a  revolution  short  of  the 
point  at  which  it  was  brought  up  the  layer  before.  Thus,  the 
coil  is  kept  circular  and  each  winding  has  one  turn  less  than  by 
the  old  method. 

7.   THE  MOVING   COILS 

Four  moving  coils  have  been  built  at  various  times  during  the 
progress  of  the  work.  They  are  all  wound  bifilar,  as  were  the 
fixed  coils,  of  enamel  insulated  wire  upon  brass  forms  finished 
dead  black  and  having  a  section  as  shown  in  Fig.  4.  The  black 
finish  and  the  winglike  projections  facilitate  the  dissipation  of 
heat.  The  two  windings  of  the  moving  coils  were  generally  joined 
in  parallel  during  the  weighings,  but  were  used  in  series  in  some 
cases  to  obtain  a  check  upon  the  work.  The  method  of  connecting 
the  windings  to  the  leads  is  shown  in  Figs.  3  and  4.  Here  also  the 
leads  may  be  short-circuited  by  drops  of  solder,  and  their  effect 
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in   situ   determined   without   any   current   flowing   through   the 
windings. 

The  three  coils,  Mi,  M2,  and  M3,  are  wound  upon  forms  of 
cast  brass,  the  winding,  the  treatment  of  the  terminals,  and  the 
sealing  being  done  in  essentially  the  manner  already  described  for 
the  fixed  coils.  The  fourth  coil,  M4,  was  wound  upon  a  form  cast 
of  rolled  brass.  Its  windings  differed  from  the  others  in  that  the 
windings  in  each  layer  were  not  uniformly  distributed,  but  in 
adjacent    layers   were   crowded    toward   opposite   sides   of    the 

channel ;  hot  paraffin  was  painted 
on  and  into  each  layer. 

Over  each  layer  a  strip  of  onion- 
skin paper  (0.03  mm  thick)  soaked 
in  paraffin  was  pressed  down  closely 
with  a  hot  copper;  over  the  top 
layer  the  coil  was  sealed  like  the 
others.  Thus  the  windings  of  this 
coil  are  embedded  in  a  solid  block 
of  paraffin,  and  most  effectively 
protected  from  atmospheric  action. 
As  shown  in  Section  III,  the  failure 
to  distribute  the  wires  uniformly 
across  the  channel  was  a  source  of 
uncertainty  not  recognized  at  the 
time. 

These  coils  were  tested  by  the  magnetometer  in  the  same  man- 
ner as  were  the  fixed  coils,  and,  excepting  Mi,  were  found  to  be 
very  good.  Mi  was  much  worse  than  Li,  and  so  was  not  used  in 
the  later  work. 

The  insulation  was  frequently  tested  as  for  the  fixed  coUs,  and 
always  found  to  be  very  high. 

The  results  of  the  direct  measurements  of  the  coils  will  be  found 
in  the  appendix,  page  386. 


4. — Section   of  moving  coil  showing 
third  form  of  teminal  block 

Connections  are  made  as  desired  by  drops 
of  solder,  A  are  flanges  to  secure  stiff- 
ness.    B  Is  channel  for  the  wire 


8.  THE  COOLING  SYSTEM 


As  shown  in  Figs,  i  and  2,  each  form  on  which  a  fixed  coil  is 
wound  has  back  of  the  slot  in  which  the  wire  is  wound  a  channel 
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through  which  water  can  be  passed  to  remove  the  heat  generated 
by  the  current  and,  therefore,  to  control  the  temperature  of  the 
coils. 

During  the  weighings,  the  moving  coil  is  surrounded  by  a  cylin- 
drical copper  jacket,  double- walled  on  the  sides,  completely  closed 
at  the  bottom,  and  covered  by  a  lid  having  a  hole  about  a  centi- 
meter in  diameter  in  its  center,  through  which  passes  the  tube 
from  which  the  moving  coil  is  suspended.  The  space  between  the 
two  cylindrical  walls  is  filled  with  circulating  water,  which  carries 
away  the  heat  generated  by  the  current  in  the  moving  coil,  and 
maintains  the  jacket  at  a  constant  temperature  so  that  a  tempera- 
ture equilibrium  can  be  attained  without  imdue  delay.  Such  an 
equilibrium  is  exceedingly  important,  for,  unless  the  convection 
currents  set  up  by  the  heating  of  the  moving  coil  are  maintained 
constant,  the  weighings  will  be  erratic.  By  the  use  of  such  a 
jacket  we  have  succeeded  in  obtaining  weighings  of  such  con- 
cordance that  the  mean  departure  of  the  individual  results  from 
the  mean  of  a  group  is  only  about  i  per  cent  of  the  total  force 
exerted  by  the  convection  air  currents. 

Water  from  a  cylindrical  tank,  25  cm  in  diameter  by  40  cm 
deep,  is  forced,  by  means  of  an  electrically  driven  turbine  pump, 
through  three  pipes  to  the  water  channels  in  the  forms  of  the  two 
fixed  coils,  and  to  the  space  between  the  walls  of  the  water  jacket. 
After  passing  through  the  channels  and  the  jacket,  respectively, 
the  water,  nr^w  warmed  a  few  degrees  by  the  heat  generated  by 
the  current,  is  conveyed  by  three  pipes,  each  provided  with  a 
valve,  to  a  small  trough  at  the  top  of  a  second  tank  similar  to  the 
first.  From  this  trough  it  passes  through  a  pipe  immersed  in 
iced  water  contained  in  the  second  tank.  During  its  passage 
through  this  pipe  the  water  is  cooled  to  a  temperature  somewhat 
lower  than  the  water  in  the  first  tank  into  which  it  then  enters. 
This  overcooling  of  the  water  is  compensated  for  by  electrical 
heating,  thermostatically  controlled,  thus  giving  a  supply  of  water 
at  a  constant  temperature.  Since  the  two  coils  and  the  jacket 
are  all  supplied  in  parallel,  the  two  coils  may  be  maintained  at 
very  nearly  the  same  temperature. 

The  water  tanks  and  connections  may  be  seen  in  Fig.  5. 
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Fig.  6. — Section  of  the  assembled  balance 

The  fixed  coils  are  suspended  from  the  marble  slab.     The  water  circulation  through  the  jack^ 
surrounding  the  moving  coil  and  through  the  channels  of  the  fixed  coils  is  shown 
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9.   THE  ASSEMBLED  CURRENT 
BALANCE 

The  assembled  balance  is  shown 
in  Figs.  5  and  6.  As  may  be  seen, 
three  brass  rods  suspend  the  fixed 
coils  from  the  marble  top  of  the 
case  which  surrounds  them.  This 
case  has  no  magnetic  material  in 
its  construction,  and  all  the  ma- 
terial used  in  the  supports,  pipes, 
etc.,  was  tested  with  the  mag- 
netometer and  foimd  to  be  good. 
The  balance  rests  on  oak  pyra- 
mids fastened  to  the  marble  top 
of  the  coil  case. 

The  method  of  supporting  the 
large  fixed  coils  is  shown  in  Fig.  7. 
C  is  one  of  the  rods  bolted  to  the 
marble  top  of  the  case;  it  carries 
two  collars,  M  and  K,  to  which 
are  attached  arms  carrying  the 
leveling  screws  F  and  F' ,  between 
which  the  coils  and  their  distance 
piece  B  are  clamped.  A  light 
brass  rod,  /,  which  fits  rather 
snugly  into  holes  drilled  through 
the  coils,  passes  through  the  coils 
and  their  distance  piece  and  into 
holes  of  the  proper  size  in  the  ends 
of  the  leveling  screws.  The  ends 
of  the  distance  piece  B  are  faced 
accruately  parallel  to  one  another. 
By  proper  manipulation  of  the 
three  pairs  of  leveling  screws  it  is 
easy  to  level  the  coils  and  to  clamp 
them  rigidly  together. 
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The  holes  through  the  coil  forms  having  been  accurately  spaced 
when  the  forms  were  made,  the  coils  will  be  very  nearly  coaxial 
when  they  are  thus  clamped.  An  electrical  method  for  testing  the 
accuracy  of  this  adjustment  is  described  in  Section  V.  Here  it 
will  suffice  to  say  that  in  no  case  was  this  adjustment  found  to  be 
sufficiently  in  error  to  cause  an  error  of  5  parts  in  a  million  in  the 
force.  The  collar  M  rests  upon  a  shoulder  N,  and  when  adjusted 
it  can  be  clamped  to  the  rod  C  by  means  of  the  set  screw  H.  D  is 
a  flange  attached  to  a  collar  fitting  C  and  resting  upon  an  ad- 
justable collar  0.  It  can  be  tinned  out  under  the  upper  coil  so 
as  to  support  it  while  the  lower  coil  is  being  put  in  place.    By  using 


SECTION    OF 
FIXED     coil. 
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■Perspective  drawing  of  the  coils.     The  dotted  line  shows  the  position  of  the  water-jacket 


collars  (L)  of  different  lengths,  distance  pieces  (B)  of  various 
lengths  may  be  used.  The  three  rods  (C)  are  connected  to  one 
another  both  above  and  below  the  coils  by  means  of  light  triangles 
of  brass,  /,  /',  so  that  the  entire  mounting  is  very  rigid. 

The  mounting  for  the  smaller  fixed  coils  differs  from  that  just 
described  merely  in  having  the  lower  portions  of  the  rods  C  offset 
with  reference  to  the  upper  so  that  they  can  go  inside  the  coils 
and  still  be  attached  to  the  m^arble  at  the  same  places. 

To  the  inner  flange  (Fig.  3)  of  the  moving  coil  is  attached  a 
light  three-armed  star  A,  having  a  3-mm  hole  at  its  center,  and 
to  this  star  is  attached,  by  means  of  three  long  leveling  screws,  a 
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tripod  B  carrying  a  short  section  of  thin-walled  5 -mm  brass 
tubing.  By  means  of  a  collar  and  a  pair  of  brass  links  this  piece 
of  tubing  may  be  attached  to  a  collar  on  a  piece  of  similar  tubing, 
which  passes  through  the  center  of  the  right  pan  of  the  balance 
and  is  supported  by  a  n.ut  which  rests  on  the  top  of  the  pan.  By 
means  of  the  three  screws  attaching  the  tripod  to  the  star  the 
height  of  the  moving  coil  can  be  adjusted  and  the  coil  leveled. 
When  in  position  and  leveled,  the  axis  of  the  coil  passes  through 
the  tube  at  the  top  of  the  tripod.  By  undoing  the  links  it  is  very 
easy  to  replace  one  moving  coil  by  another. 

Since  the  fixed  coils  are  rigidly  attached  to  the  coil  case,  the 
lateral  adjustment  of  the  moving  coil  can  be  accomplished  only 
by  moving  the  balance.  In  order  to  be  able  to  make  changes  of 
known  amount  in  this  adjustment,  the  plates,  on  which  the  front 
leveling  screws  of  the  balance  rest,  are  provided  with  screw  motion 
(Fig.  5),  the  left  plate  in  a  direction  parallel  to  the  leligth  of  the 
case  and  the  right  plate  in  a  direction  perpendicular  to  the 
latter.  In  order  to  eliminate  any  trouble  from  the  springing  of 
the  leveling  screws,  they  are  connected  to  one  another  near  their 
lower  ends  by  means  of  collars  and  a  rigid  frame  of  brass. 

The  water  jacket  used  with  the  large  fixed  coils  is  supported  by 
the  rods  carrying  the  fixed  coils;  a  smaller  one  used  with  Si  and 
52  is  supported  on  oak  blocks  resting  on  the  pier  top. 

Connections  between  the  brass  pipes  of  the  water-circulating 
system,  and  the  coils  and  the  water  jacket,  are  made  by  means 
of  glass  and  rubber  tubing. 

The  coil  case  rests  on  a  marble  slab  152  by  76  by  7.5  cm,  sup- 
ported by  two  heavy  oak  piers  resting  on  the  concrete  fioor.  In 
the  earlier  part  of  the  work  piers  of  white  enameled  brick  set 
in  Portland  cement  were  used ;  but  as  the  brick,  and  especially  the 
sand  used  in  the  cement,  were  later  found  to  be  slightly  magnetic, 
it  was  deemed  advisable  in  the  subsequent  work  to  replace  these 
piers  by  wooden  ones.  With  the  coils  situated  as  shown  in  Figs. 
5  and  6,  this  change  produced  a  perceptible  but  very  slight  change 
in  the  force.  The  iron  in  the  floor  construction  has  been  found 
to  produce  no  effect  upon  the  measurement  of  current.    (See  p.  347 .) 
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10.   THE  ELECTRICAL   CONNECTIONS 

The  two  windings  of  each  fixed  coil  are  connected  in  parallel  by 
means  of  a  pair  of  closely  twisted  enamel-insulated  wires,  passing 
halfway  around  the  circumference  of  the  coil;  a  similar  pair  of 
twisted  leads  runs  from  the  nearer  terminals  to  binding  posts  set 
in  the  left  wall  of  the  coil  case  and  connected  with  the  commutator 
on  the  outside  of  the  case.  These  posts  and  their  connections 
to  the  commutator  are  carefully  insulated  with  ebonite.  Where 
the  twisted  leads  expand  into  loops  to  connect  with  the  coil, 
terminals,  the  planes  of  the  loops  are  carefully  adjusted  so  as  to 
lie  as  nearly  as  possible  in  a  radial-axial  plane.  The  outstanding 
effect  of  these  loops  is  determined  experimentally  by  measuring 
the  force  exerted  upon  the  moving  coil  when  the  leads  are  short- 
circuited  (without  changing  their  positions)  and  a  rather  heavy 
current  is  passed  through  them,  with  no  current  passing  through 
the  fixed  coils  and  with  the  normal  working  current  flowing  in  the 
moving  coil.  The  effect  is  always  very  small,  but  the  proper 
correction  has  been  applied  to  the  observations. 

Twisted  leads  pass  from  the  terminals  of  the  moving  coil  along 
a  diameter  of  the  coil  to  the  axis,  where  they  are  soldered  to 
twisted  leads  passing  along  the  axis  of  the  coil  through  the  sus- 
pending tube  into  the  balance  case  above  the  right  pan  of  the 
balance.  Here  they  are  connected  to  the  terminals  of  two  sets 
of  silver  leads,  one  above  the  other,  each  consisting  of  25  wires 
0.02  mm  in  diameter  and  8  cm  long.  The  terminals  at  the 
other  ends  of  these  leads  are  connected  by  means  of  twisted  leads 
to  the  commutator  on  the  end  of  the  coil  case. 

Where  the  leads  pass  through  the  brass  tube,  they  are  wrapped 
with  a  strip  of  paraffined  paper  so  as  to  protect  them  from  abra- 
sion by  the  tube.  They  have  soldered  joints  at  the  point  A,  Fig. 
6,  so  that  the  coil  and  the  lower  section  of  the  leads  may  be 
removed  without  disturbing  the  upper  section.  Wherever  loops 
occur,  they  are  placed  as  nearly  as  may  be  in  radial-axial  planes, 
and  the  outstanding  effect  is  determined  and  allowed  for  by  a 
method  analogous  to  that  described  for  the  fixed  coils.  In  order 
to  be  able  to  measure  the  resistance  of  the  moving  coil  when 
carrying  the  working  current,  a  pair  of  fine  twisted  leads  runs 


Rosa, 
DoTsey,  Miller. 


]      International  Ampere  in  Absolute  Measure 


295 


up  the  tube  with  the  current  leads  from  the  axial  junction  of  the 
latter,  and  is  connected  with  the  outside  terminals  by  means 
of  a  single  pair  of  fine  silver  wires. 

The  terminals  of  the  two  sets  of  silver  leads  are  insulated  from 
one  another  by  a  block  of  ivory;  the  outer  pair  of  terminals  is 
carried  by  a  stand  which  rests  upon  the  floor  of  the  balance  case 
and  can  be  moved  so  as  to  adjust  the  slackness  of  the  wires. 
These  leads  affect  the  sensibility  of  the  balance  only  slightly.  The 
sensibility  given  on  page  283  is  with  the  leads  in  position. 

The  mercury  commutator  attached  to  the  end  of  the  coil  case 


TO  THE 
FIXED  COILS 


Fig.  8. — Circular  reversing  switch 

As  the  handle  is  rotated  from  AA^  to  DL/,  the  current  is  gradually  reduced,  reversed  through 
the  fixed  coils,  and  then  increased  to  its  original  value 

enables  the  current  in  any  coil  to  be  reversed  without  changing 
the  direction  of  the  current  in  any  other  coil.  From  suitable 
terminals  of  this  commutator,  leads  run  to  the  circular  reversing 
switch  shown  in  Fig.  8.  By  means  of  this  switch,  which  is 
placed  on  the  end  of  the  coil  case  where  it  can  be  readily  reached 
by  the  observer  at  the  balance,  the  current  can  be  rapidly  and 
smoothly  reduced  to  a  very  low  value,  reversed  through  the  fixed 
coils  only,  and  then  increased  to  its  normal  value.  A  reversal  of 
this  nature  eliminates  the  danger  of  damaging  the  coils  by  a  high 
induced  electromotive  force,  and  greatly  facilitates  the  manipula- 
tion of  the  balance. 
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From  the  commutator,  twisted  leads  with  hea\y  rubber  insiila- 
tion  run  to  the  floor,  and  then  through  a  condtiit,  one  going 
directly  to  one  terminal  of  a  25-ampere  120- volt  storage  battery, 
and  the  other  to  the  standard  resistance,  regulating  resistances, 
small  fuse  block,  and  switch,  to  the  other  terminal  of  the  batter^'. 
The  complete  set-up  is  shown  in  Fig.  9.  The  resistances  and 
potentiometer  for  measuring  the  current  in  terms  of  the  inter- 
national ohm  and  the  Weston  normal  cell  are  on  the  table  placed 
parallel  to  the  pier,  with  its  nearer  end  about  1.5  meters  west  of 
the  axis  of  the  coils.  The  working,  standard  of  electromotive  force 
was  given  by  four  Weston  normal  cells  kept  in  a  thermostatically 
regulated  kerosene  bath  on  the  small  table  in  front.  These  cells 
and  the  working  standard  of  resistance — an  Otto  ^\'olfF  i-ohm 
coil — were  frequently  compared  with  the  standards  of  this  Bureau, 
and  have  been  foim.d  to  remain  very  constant. 

The  potentiometer  was  frequently  calibrated  and  has  been 
found  to  remain  ver}'  constant.  Its  coils  have  been  dipped  in  hot 
paraffin  to  prevent  changes  in  resistance  due  to  changes  in  atmos- 
pheric humidity.  During  the  first  portion  of  the  work,  the  poten- 
tiometer was  used  to  measure  directly  the  voltage  at  the  terminals 
of  the  I -ohm  coil;  during  the  latter  portion  it  has  been  customars^ 
to  measiire  the  small  difference  between  this  voltage  and  that  of 
the  standard  cell,  the  two  being  connected  in  series  and  in  opposi- 
tion. This  increases  the  sensibility  and  minimizes  the  errors 
introduced  by  slight  variations  in  the  potentiometer  current. 

By  using  as  a  source  of  current  a  storage  batter}'  of  large  capacity, 
which  is  entirely  disconnected  from  all  other  circuits,  and  by 
waiting  until  temperature  equilibrium  of  the  coils  of  the  balance 
and  the  ballast  resistance  has  been  attained,  it  has  been  possible 
to  obtain  a  ver}'  constant  current.  Normally,  it  is  possible  to 
control  the  current  so  that  its  oscillations  will  amount  to  not  more 
than  one  or  two  millionths  of  an  ampere. 

In  order  to  facilitate  the  balance  work,  the  current  has  always 
been  adjusted  so  as  to  give  a  force  of  i  .5  or  of  3.0  g,  giving  a  change 
of  force  on  reversal  of  the  current  of  3.0  or  6.0  g,  respectively. 
A  single  platinum  weight,  of  3  or  of  6  g,  can  therefore  be  used  in 
each  case  in  weighing  the  force. 
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III.   THE  RATIO    OF  THE  RADII 

11.  DEVELOPMENT  OF  THE  METHOD 

Since  the  mutual  force  between  given  currents  in  two  coaxial 
circular  circuits  varies  in  such  a  way  as  to  become  a  maximum  for 
a  certain  value  of  the  distance  between  the  planes  of  the  circuits, 
the  distance  for  maximum  force,  as  well  as  the  magnitude  of  this 
maximum  force,  must  be  a  function  solely  of  the  radii  of  the  coils. 
(That  the  force  has  a  maximum  is  at  once  evident  from  the  fact 
that  it  is  zero  both  when  the  planes  of  the  coils  coincide  and  when 
they  are  at  an  infinite  distance  apart,  but  is  finite  for  intermediate 
positions.)  Furthermore,  knowing  that  the  dimensions  of  the 
square  of  a  current  in  electromagnetic  units  are  the  same  as  those 
of  a  force,  and  that  the  force  between  two  circuits  such  as  we  are 
considering  is  equal  to  the  product  of  the  two  currents  into  some 
function  of  the  radii  of  the  circuits  and  of  their  distance  apart,  it  is 
evident  that  this  maximum  force,  of  which  we  have  spoken,  is  a 
function  solely  of  the  ratio  of  the  radii  of  the  two  circuits. 

Excepting  for  correction  terms  depending  upon  their  finite 
section,  the  same  is  true  for  coaxial  circular  coils.  Hence,  the 
determination  of  the  constant  of  the  balance,  in  which  the  coils  are 
so  spaced  as  to  exert  their  maximum  mutual  force,  depends  solely 
upon  a  knowledge  of  the  sectional  dimensions  of  the  coils  and 
upon  the  ratios  of  the  mean  radii  of  the  fixed  coils  to  the  mean 
radius  of  the  moving  coil. 

The  value  of  this  ratio  can  be  obtained  from  the  direct  meas- 
urement of  the  mean  radii  of  the  coils,  but  such  measurements  for 
multiple-layer  coils  are  very  difficult  to  obtain  and  are  at  best  of 
a  relatively  low  order  of  accuracy. 

A  far  better  and  more  accurate  method  is  to  measure  directly 
the  ratio  of  the  galvanometer  constants  of  the  two  coils.  From 
this  ratio  and  a  knowledge  of  their  sectional  dimensions  we  obtain 
at  once  the  ratio  of  the  two  mean  radii,  the  quantity  upon  which 
the  constant  of  the  balance  depends. 

In  taking  account  of  the  sectional  dimensions  of  the  coils  in  the 
computation  of  the  constant  of  the  balance,  it  is,  however,  sim- 
pler— at  least,  the  steps  appear  more  tangible — ^if  we  deal  with  the 
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radii  directly  rather  than  with  their  ratios.  In  order  to  obtain 
numbers  corresponding  to  the  mean  radii,  the  absolute  values  of 
these  radii  affecting  only  the  correction  terms  necessitated  by  the 
finite  sectional  areas  of  the  coils,  it  is  allowable  to  assume  any 
approximate  value  for  the  mean  radius  of  one  coil,  and  from  this 
and  the  measured  ratios  to  deduce  the  corresponding  radii  for  the 
other  coils. 

In  the  present  work  we  have  assumed  that  the  mean  radius; 
corrected  for  the  temperature,  of  the  coil  designated  as  5i  is,  and 
has  always  remained,  exactly  that  calculated  from  the  direct 
measurements  made  upon  the  various  layers  of  the  coil  as  it  was 
woimd. 

Methods — In  1854  Bosscha  ^  described  a  method  for  the  deter- 
mination of  the  ratio  of  the  galvanometer  constants  of  two  coils. 

This  method,  which  was  employed  by  Lord  Rayjeigh  to  obtain 
the  radius  of  the  moving  coil  of  his  balance  in  1884,  consists  in 
placing  the  two  coils  concentric  and  with  their  planes  in  the  mag- 
netic meridian;  in  connecting  the  coils,  with  suitable  resistance 
in  series  with  each,  in  parallel  and  in  such  a  way  that  when  a 
current  is  passed  through  this  compound  circuit  the  magnetic 
fields  at  the  center  of  the  coils  will  be  opposed;  and  then  in  adjust- 
ing the  resistance  in  one  branch  of  the  compound  circuit  until 
the  torque  exerted  upon  a  small  magnetic  needle  suspended  at 
the  center  of  the  coils  is  zero.  When  this  condition  is  attained,  the 
ratio  of  the  current  in  the  two  circuits,  and  consequently  the 
inverse  ratio  of  the  resistances  of  the  two  circuits,  will  be  equal 
to  the  inverse  ratio  of  the  two  galvanometer  constants  (except  for 
a  correction  term  depending  upon  the  length  of  the  magnetic 
needle  employed) .  Hence,  excepting  for  this  correction  term,  the 
ratio  of  the  galvanometer  constants  is  equal  to  the  ratio  of  the  two 
resistances,  which  can  be  measured. 

The  method  as  described  is  ideally  simple  and  easy  of  applica- 
tion where  extreme  accuracy  is  not  needed.  When,  however,  an 
accuracy  of  i  in  a  million,  or  even  of  i  in  100  000  is  desired,  the 
heating  of  the  coils  by  the  measuring  current  introduces  almost 
insuperable  difficulties. 

3  Pogg.  Ann.,  93,  p.  402;  1854. 
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In  order  to  minimize  these  difficulties,  Lord  Rayleigh  so  arranged 
the  coils  and  standard  resistances  that,  after  the  balancing  of  the 
magnetic  fields,  the  removal  of  a  single  link  sufficed  to  convert 
the  resistances,  of  which  we  desire  the  ratio,  into  the  adjacent 
arms  of  a  Wheatstone  bridge,  the  opposite  arms  of  which  were 
composed  of  standard  coils.  Thus,  it  was  possible  to  pass  rapidly 
from  one  measurement  to  the  other,  and  so  to  reduce  the  change 
of  temperature  to  a  relatively  small  amount.  He  was  thus  able 
to  obtain  an  accuracy  that  was  ample  at  that  period. 

In  order  to  increase  the  acciiracy  still  further,  the  Hnk  used  by 
Rayleigh  was  omitted  (thus  keeping  the  coils  in  the  Wheatstone 
net  during  the  process  of  balancing  the  magnetometer),  and  a 
simultaneous  balance  of  both  the  bridge  and  the  magnetometer 
was  obtained.  Then  the  ratio  of  the  resistances  in  the  arms 
containing  the  coils  will,  at  the  instant  of  balance,  be  exactly 
that  of  the  ratio  of  the  other  two  arms  of  the  bridge.  These, 
which  we  shall  call  the  ratio  arms,  must  be  of  low  resistance,  and 
must  have  small  temperature  coefficients,  as  they  carry  the  full 
currents  passing  through  the  coils.  They  must  further  be  capable 
of  fine  adjustment  in  order  to  obtain  an  exact  magnetometer 
balance. 

These  conditions  can  scarcely  be  fulfilled  by  coils  designed  for 
precision  resistance  measurements,  so  arrangement  was  made  for 
quickly  transferring  these  ratio  arms  to  a  second  bridge  in  which 
they  can  be  measured  against  precision  resistances. 

This  method,  though  workable  and  yielding  results  of  higher 
accuracy  than  those  previously  used,  was  abandoned  early  in  the 
work  for  three  reasons:  (a)  It  is  slow,  and  therefore  variations 
in  the  earth's  field  are  a  grave  source  of  error;  {h)  it  is  difficult  to 
avoid  slight  trouble  due  to  the  heating  of  the  ratio  arms;  and, 
most  important  of  all,  {c)  the  current  being  alternately  off  and 
on,  the  coils  to  be  compared  never  attain  a  stationary  tempera- 
ture condition,  and  hence  an  exceedingly  accurate  interpretation 
of  the  results  is  not  possible. 

In  recent  times  the  facilities  for  the  meastuement  of  current 
have  improved  to  such  an  extent  that  it  is  now  almost  as  easy  to 
measure  two  currents  by  means  of  potentiometers  and  to  determine 
46905°— 12 5 
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their  ratio  as  it  is  to  measure  the  ratio  of.  two  resistances.  This 
very  obvious  change  in  the  details  of  the  method  involves  simul- 
taneous observations  by  three  observers,  but  is  capable  of  the 
most  extreme  accuracy.  This  may  be  called  the  potentiometer 
method. 

Another  modification  of  the  details  of  the  method  renders  it 
even  more  simple  than  as  used  by  Bosscha,  but  is  applicable 
only  to  coils  having  very  nearly  the  same  galvanometer  constant. 
Two  such  coils  are  connected  in  series,  and  the  coil  with  the 
larger  galvanometer  constant,  together  with  an  added  resistance, 
is  shunted  so  as  to  obtain  a  zero  field  at  the  center  of  the  coils. 
If  the  galvanometer  constants  of  the  coils  differ  by  a  small  amount 
it  is  easy  to  adjust  the  resistance  in  series  with  the  shunted  coil 
so  that  the  shunt  is  large  enough  to  give  the  desired  sensibility  of 
balance.  Neither  the  shunt  nor  the  shimted  resistance  need  be 
known  accurately,  since  a  very  small  part  of  the  total  current 
flows  through  the  shunt. 

This  method  may  be  called  the  shunt  method;  it  requires  but  a 
single  observer.  By  using  the  shimt  as  a  volt  box  it  is  easy  to 
determine  under  working  conditions  the  resistance  of  the  circuit 
shimted  in  terms  of  a  standard  coil  through  which  the  total  cur- 
rent passes.  Since  the  galvanometer  constants  are  assumed  to 
be  very  nearly  equal,  very  little  current  will  flow  through  the 
shunt  and,  consequently,  it  will  not  be  appreciably  heated. 

Under  certain  conditions  a  combination  of  these  two  methods 
may  be  desirable.  This  may  be  called  the  combination  method. 
It  is  described  in  a  later  portion  of  the  paper. 

In  order  to  obtain  the  best  results  it  is  necessary  to  make  the 
observations  at  a  time  when  the  earth's  magnetic  field  is  as  steady 
as  possible.     This  is  usually  at  night. 

12.   THE  POTENTIOMETER  METHOD 

The  connections  for  the  potentiometer  method  are  shown  in 
Figure  lo.  M  and  F  are  the  two  coils;  they  are  actually  coplanar 
and  concentric,  though,  for  simplicity,  shown  otherwise.  R^  and 
i?2  are  two  standard  resistances  from  which  leads  run  to  the 
potentiometer  for  measuring  the  currents.  From  that  resistance 
w^hich  is  in  series  with  the  fixed  coil,  auxiliary  leads  rim  to  a 
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second  potentiometer.  By  means  of  this  potentiometer  and  a 
continuously  variable  resistance  in  circuit  with  the  fixed  coil  the 
current  can  be  held  constant  at  any  desired  value.  C^  is  a  com- 
mutator by  means  of  which  the  two  resistances  may  be  inter- 
changed with  reference  to  the  coils  M  and  F;  r,  r^,  and  r^  are 
adjusting  resistances.  L  is  a  self -inductance.  C^  is  a  pair  of 
commutators  for  reversing  the  current  through  the  coils.  Since 
it  is  impossible  to  so  construct  Cj  that  it  will  make  and  break 
both  circuits  at  identically  the  same  time,  it  is  connected  with 
the  switch  5  so  that  they  can  all  be  thrown  at  one  operation,  and 


Fig.  10. — Connections  for  the  potentiometer  method  of  measuring  the  ratio  of  the  radii 

SO  that  5  is  opened  before  C^  and  closed  after  Cj,  thus  avoiding 
severe  deflections  of  the  magnetometer. 

In  the  present  case  the  coils  M  and  F  are  wound  on  metal  forms, 
and,  consequently,  owing  to  eddy  currents,  the  time  constant 
of  the  field  at  the  center  of  each,  when  alone,  is  quite  large.  But 
as  adjusted  for  the  ratio  of  the  radii  work,  the  field  inside  M  is 
very  small,  being  largely  neutralized  by  the  field  due  to  F;  that 
inside  F,  but  outside  M,  is  much  greater  than  it  would  be  if  M 
were  absent.  Hence,  as  thus  adjusted,  the  eddy  currents  in  the 
form  of  M  will  be  small,  while  those  in  the  form  of  F  will  be  about 
as  strong  as  if  M  were  absent.  Hence,  the  time  constant  of  the 
field  of  F  will  be  much  greater  than  that  of  the  field  of  M.  This 
will  cause  a  deflection  of  the  magnetometer  whenever  the  current 
■  is  stopped  or  started.  Furthermore,  when  the  coils  are  con- 
nected for  the  two-potentiometer   method  there    is  an  interval 
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between  the  opening  of  S  and  that  of  C^,  during  which  the  circuit 
of  F  is  closed  through  M  so  that  the  induced  electromotive  force 
in  the  former  gives  rise  to  a  current  through  both  F  and  M  in 
such  directions  that  the  two  fields  thus  produced  at  the  center 
are  in  the  same  direction.  This  adds  to  the  effect  just  mentioned, 
and  causes  a  very  violent  deflection  of  the  magnetometer  when- 
ever the  current  is  made  or  broken  during  the  use  of  this  method. 
To  reduce  this  deflection,  and  so  increase  the  speed  of  the  work,  a 
suitable  large  inductance  L  is  introduced  in  the  moving-coil 
circuit.  It  is  placed  at  a  distance  from  the  magnetometer  so  as 
to  reduce  its  effect  upon  the  needle,  it  being  desirable  to  have 
the  zero  of  the  magnetometer  on  closed  circuit  the  same  as  on 
open  circuit.  However,  by  the  procedure  adopted  in  this  work, 
in  no  case  can  the  field  of  the  inductance  produce  any  effect  upon 
the  observed  ratio  of  the  galvanometer  constants. 

The  method  of  procedure  was  as  follows:  The  resistances  r,  r^, 
and  r^  were  adjusted  so  as  to  make  the  two  fields  approximately 
equal  and  of  such  a  strength  as  to  give  the  desired  magnetometer 
sensibility  (a  change  in  reading  of  i  mm  on  reversal  correspond- 
ing to  a  difference  in  the  twd  fields  of  about  3  or  4  in  a  million). 
The  current  was  then  left  on  continuously,  with  water  of  the 
proper  temperature  circulating  through  the  fixed  coil,  for  about  an 
hour  before  observations  were  begun.  Then  the  resistances  of 
the  coils  were  measured,  the  thermometers  attached  to  the  coils 
were  read,  and  while  one  observer  held  the  current  through  the 
fixed  coil  constant  and  at  the  desired  value,  a  second  observer, 
with  a  potentiometer  which  could  be  connected  to  either  R^  or 
R2,  connected  his  potentiometer  across  the  standard  resistance  in 
series  with  the  fixed  coil,  and  adjusted  the  potentiometer  current 
until  he  obtained  the  nearest  possible  balance  with  some  even 
setting  of  the  potentiometer  dials;  the  lack  of  exact  balance  was 
measured  by  the  galvanometer  deflection  and  allowed  for  in  the 
reduction.  He  then  threw  his  potentiometer  across  the  standard 
resistance  in  the  moving-coil  circuit,  adjusted  this  current  approxi- 
mately to  its  correct  value,  and  then  allowed  it  to  drift  slowly 
toward  his  potentiometer  balance,  while  a  third  observer  damped 
and  read  the  magnetometer.     The  third  observer  gave  a  signal  at 
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the  instant  of  reading  the  magnetometer,  and  the  second  observer 
noted  the  galvanometer  deflection  at  that  instant.  The  first 
observer  thoughout  this  time  held  the  current  through  the  fixed 
coil  at  a  constant  value.  The  switches  C^  are  now  thrown  so  as 
to  reverse  the  currents  through  both  coils,  and  the  operation  is 
repeated.  After  taking  several  such  pairs  of  observations,  the 
second  observer  again  puts  his  potentiometer  across  the  standard 
resistance  in  the  fixed-coil  circuit,  and  observes  the  deflection 
when  the  dials  are  set  as  at  first,  and  the  first  observer's  indi- 
cating apparatus  is  balanced  as  at  the  start.  The  very  sHght 
difference  between  this  and  the  deflection  observed  at  the  start  is 
due  to  the  relative  change  in  the  two  potentiometer  currents,  and 
is  allowed  for  in  the  reduction.  The  thermometers  are  then  read, 
C2  is  reversed  so  as  to  interchange  the  standard  resistances  with 
reference  to  the  balance  coils,  and  the  operation  is  repeated.  Tak- 
ing the  mean  of  these  two  sets  of  observations  eliminates  the 
values  of  the  two  standard  coils,  and  hence  makes  it  unnecessary 
to  know  their  values  accurately.  Two  such  sets,  each  of  five 
pairs  of  magnetometer  readings,  takes  from  15  to  20  minutes. 
The  resistances  of  the  coils  are  then  measured. 

By  this  method  of  procedure,  it  is  evident  that  the  only  stray 
field  that  can  affect  our  results  is  that  due  to  the  leads  from  C^ 
to  the  coils.  The  effect  of  these  is  always  very  small,  and  was 
always  measured  by  noting  the  magnetometer  deflection  produced 
by  reversing,  through  the  leads  alone,  short-circuited  at  the  coil 
terminals,  a  current  of  4  or  5  amperes.  Of  course,  one  terminal 
of  each  winding  was  entirely  disconnected  from  the  leads,  so  that 
there  was  no  possibility  of  any  of  the  current  passing  through 
the  coil  itself. 

The  relative  values  of  the  standard  resistances  R^  and  R2  can 
be  eliminated  by  interchanging  them  only  if  they  are  of  the  same 
denomination.  In  some  cases  standard  resistances  of  different 
denominations  would  have  to  be  used  for  the  measurement  of  the 
ratio  of  the  galvanometer  constants;  in  which  cases  the  relative 
values  of  i^j  and  R^  would  have  to  be  known  with  high  preci- 
sion. The  necessity  of  using  standard  resistances  of  different 
denominations  arises  from  the  fact  that  the  lower  setting  on  the 
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potentiometer  must  be  great  enough  for  its  value  to  be  determined 
to  the  required  degree  of  accuracy,  and  the  higher  one  must, 
of  course,  not  exceed  the  range  of  the  instrument. 

13.  THE  SHUNT  METHOD 

In  the  present  work  M3  was  so  constructed  that  when  its  wind- 
ings are  in  series  it  has  very  nearly  the  same  galvanometer  con- 
stant as  Si  or  S2,  when  their  windings  are  in  parallel.  Conse- 
quently, the  ratio  of  its  constant  to  that  of  either  Si  or  S2  could 
be  determined  by  the  shunt  method.  In  fact,  both  methods  were 
used,  and  checked  very  closely. 

The  connections  used  for  the  shunt  method  are  shown  in  Fig.  1 1 . 
As  in  the  previous  method  C^  and  5  were  thrown  simultaneously 
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Fig.  11. -^Connections  for  the  shunt  method 

and  in  such  a  way  that  S  broke  circuit  before  either  of  the  commu- 
tators Cj,  and  closed  circuit  after  C^. 

After  the  temperature  equilibrium  had  been  reached,  the  shimt 
was  adjusted  for  approximate  balance,  and  the  magnetometer  was 
read;  then  the  currents  through  the  coils  were  reversed,  and  the 
magnetometer  was  read  again,  and  so  on.  About  nine  such  pairs 
of  observations  can  be  made  in  five  minutes. 

14.   THE   COMBINATION  METHOD 

If  the  constants  differ  so  much  that  in  order  to  obtain  the 
accuracy  required  in  the  value  of  the  ratio  it  is  necessary  to  know 
r^  (Fig.  11)  to  an  inconveniently  high  degree  of  accuracy,  we  can 
use  the  same  schematic  arrangement,  but  by  m.eans  of  a  potenti- 
ometer and  of  standard  coils  in  r^  and  in  r  we  can  measure  directly 
the  currents  in  the  two  coils,  as  in  the  potentiometer  method;  or, 
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if  the  constants  are  quite  different  we  can  incorporate  the  standard 
coils  with  rj,  and  with  the  shunt,  so  that  we  can  measure  the  cur- 
rents in  these  branches.  This  is  an  especially  desirable  arrange- 
ment if  the  constant  of  F  is  twice  that  of  M. 

In  these  combination  methods,  it  is  desirable  that  the  observer 
who  holds  the  current  constant  should  have  his  potentiometer  so 
connected  as  to  control  the  total  current.  The  second  observer, 
with  his  potentiometer  across  a  standard  coil  in  r^,  will  then 
observe  practically  no  drift,  and  so  can  read  his  deflection  at  the 
desired  instant  with  a  maximum  of  accuracy;  he  then  throws  his 
potentiometer  across  the  other  standard  coil  and  measures  that 
current.  If  the  constant  of  F  is  very  nearly  equal  to  twice  that  of 
M,  then  these  two  standard  coils  should  have  the  same  value  and 
the  two  potentiometer  settings  will  be  nearly  the  same;  everything 
will  be  suitable  for  a  well-balanced  measiu-ement.  The  main  objec- 
tion to  this  method  is  the  purely  practical  one  of  f  aciUty  in  manipu- 
lation. As  every  change  in  r^  or  in  the  shtmt  affects  the  current 
through  M,  the  balancings  of  the  two  potentiometers  have  to  pro- 
ceed simultaneously.  This  makes  the  attainment  of  a  balance  dis- 
tinctly slower  than  in  the  potentiometer  method,  where  the  two 
circuits  are  almost  independent  of  one  another. 

All  of  these  methods  have  been  used,  but  as  no  case  existed  in 
which  the  ordinary  potentiometer  method  could  not  be  satisfac- 
torily employed,  we  have  in  the  final  work  used  that  and  the  shunt 
method  only. 

15.  ADJUSTMENTS  OF  COILS  AND  NEEDLE 

As  shown  in  Fig.  1 2 ,  the  coils  were  clamped  concentric  with  one 
another  by  means  of  three  brass  blocks  fastened  to  a  marble  slab. 
The  slab  is  supported  vertically  on  a  wooden  stand  having  leveling 
screws.  All  portions  of  the  moimting  were  tested  by  the  astatic 
magnetometer  and  were  found  to  be  satisfactory.  The  magnet- 
ometer needle  was  of  ttmgsten  steel,  about  1.9  mm  long,  i  mm 
wide,  and  not  over  0.2  mm  thick,  fastened  to  a  slender  glass  rod, 
to  the  lower  end  of  which  was  attached  a  small  plane  mirror.  By 
means  of  a  quartz  fiber,  about  5  cm  long,  the  whole  was  suspended 
in  a  brass  tube,  17  mm  in  diameter,  which  was  attached  to  the 
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Fig.  12. — Mounting  for  the  determination  of  the  ratio  of  the  radii 

A  is  suspended  magnet  and  mirror,  B  is  screw  for  adjusting  height  of  magnet,  C  is  hole  in 
marble  slab  with  cross-hairs  for  preliminary  adjustment  of  magnet,  D  is  fixed  mirror  for  deter- 
mining position  of  stand,  E  is  20-cm  moving  coil,  F\s  50-cm  fixed  coil,  G,  G^,  Gj  are  brass 
blocks  attached  to  the  marble  slab,  H,  H'  are  clamps,  /  is  slot  for  40-cm  fixed  coil,  J  are  micro- 
meters for  rotating  fixed  coils  around  a  vertical  axis,  L  is  removable  block  for  admitting  25-cm 
moving  coil 
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marble  so  that  the  needle  hung  near  the  axis  of  the  coils.  By  means 
of  a  screw  B  (having  a  graduated  head)  the  vertical  position  of  the 
needle  could  be  adjusted  over  a  range  of  several  millimeters.  The 
needle  could  be  displaced  horizontally  parallel  to  the  planes  of  the 
coils  by  means  of  the  leveling  screws  i  and  2.  By  means  of  a 
graduated  series  of  brass  liners,  each  coil  could  be  independently 
adjusted  so  that  its  plane  passed  through  the  needle.  By  means  of 
the  micrometer  screws  /  with  threads  of  0.5-mm  pitch,  the  large 
coil  could  be  delicately  adjusted  by  rotation  about  a  vertical  axis 
so  as  to  place  its  plane  parallel  to  the  plane  of  the  small  coil;  and  by 
rotating  the  entire  stand  the  planes  of  the  coils  could  be  set  parallel 
to  the  needle. 

Now  it  is  evident  that  if  the  mean  planes  of  the  two  coils  exactly 
coincide,  then  the  ratio  of  the  moments  exerted  on  the  needle  for 
given  currents  in  the  two  coils  will  be  independent  of  the  angular 
position  of  the  needle  with  reference  to  the  coils,  except  for  a  very 
small  second-order  correction  term,  depending  upon  the  variation 
in  the  correction  for  the  length  of  the  needle. 

If  the  needle  lies  along  the  bisector  of  the  angle  between  the 
planes  of  the  two  coils,  then  the  ratio  of  the  moments  will  be  inde- 
pendent of  this  angle,  except  for  the  same  small  correction  term. 

But  if  neither  of  these  conditions  is  fulfilled,  then  that  coil  which 
is  the  more  nearly  parallel  to  the  needle  will  exert  a  relatively 
greater  moment,  and  for  two  reasons.  First,  the  poles  of  the  nee- 
dle lie  in  a  field  which,  relative  to  the  other  coil,  is  stronger;  and, 
second,  the  direction  of  this  field  is  more  nearly  normal  to  the 
length  of  the  needle  than  is  that  of  the  other  coil.  The  first  of  these 
effects  is  very  small,  as  it  concerns  the  second-order  correction  term 
spoken  of  above.  The  second  effect  results  from  the  fact  that  the 
moment  which  either  coil  exerts  upon  the  needle  is  proportional  to 
the  cosine  of  the  angle  between  the  magnetic  axis  of  the  needle  and 
the  plane  of  the  coil,  so  that  the  ratio  of  the  two  moments  is  pro- 
portional to  the  ratio  of  these  two  cosines.  For  example,  suppose 
the  needle  makes  an  angle  of  2°  with  the  plane  of  one  coil  and  2°  i' 
with  the  plane  of  the  other — that  is,  the  planes  of  the  coils  are  in- 
clined at  an  angle  of  i ' — ^then  the  value  of  the  ratio  of  the  galvanom- 
eter constants,  calculated  from  the  cturents  on  the  assumption 
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that  the  adjustments  are  perfect,  will  be  in  error  by  a  factor  equal 
to  the  ratio  of  cos  2°  to  cos  2°  i ' — that  is,  it  will  be  in  error  by  i  in 
100  000. 

With  a  needle  but  2  mm  long,  and  a  fiber  which  must  be  stout 
in  order  to  withstand  the  rather  rough  treatment  to  which  it  is 
necessarily  subjected,  it  is  evident  that  the  adjustment  of  the 
needle  to  within  2°  by  any  process  of  inspection  is  out  of  the  ques- 
tion. The  same  is  true  with  respect  to  the  adjustment  of  the  coils 
to  within  a  single  minute  of  arc.  But,  by  making  use  of  this  very 
error  due  to  nmladjustment,  it  is  a  comparatively  simple  process 
to  set  both  coils  and  needle  in  parallel  planes.  We  have  adopted 
the  following  procediu-e: 

The  coils  are  adjusted  so  that  their  planes  are  vertical  and  ap- 
proximately coincide  in  the  magnetic  meridian.  The  planes  of 
the  coils  are  made  vertical  with  sufficient  precision  by  means  of  a 
plumb  line.  The  vertical  height  of  the  needle  is  adjusted  so  that 
the  latter  lies  on  a  level  with  the  centers  of  the  coils,  and  the  fiber 
is  free  from  torsion.  The  large  coil  is  rotated  about  a  vertical 
axis  through  an  angle  of  a  few  minutes  by  means  of  the  adjusting 
screw.  Then,  by  means  of  an  auxiliary  coil,  suitably  placed,  and 
a  constant  battery,  the  needle  is  deflected  from  its  normal  position 
by  about  24°,  and  the  apparent  ratio  of  the  galvanometer  constants 
is  measured  with  the  needle  in  this  deflected  position.  The  cur- 
rent through  the  auxiliary  coil  is  now  reversed  so  as  to  deflect  the 
needle  by  about  the  same  amount  in  the  other  direction,  and  the 
ratio  is  again  measured.  Suppose  the  angle  between  the  coils  is 
3' ;  then,  when  the  needle  was  deflected  (with  reference  to  the  small 
coil)  in  the  same  direction  as  the  large  coil,  the  moment,  exerted 
by  the  latter  relative  to  that  exerted  by  the  small  coil  was  approxi- 
mately 39  parts  in  100  000  too  great;  when  deflected  in  the  other 
direction,  it  was  too  small  by  the  same  amount,  provided  that  the 
undeflected  position  of  the  needle  bisected  the  3'  angle  between 
the  coils  and  the  deflections  were  equal  in  both  directions.  Other- 
wise one  of  these  quantities  will  be  increased,  and  the  other  de- 
creased, by  slightly  different  amounts.  If  we  plot  these  observed 
ratios  of  the  galvanometer  constants  as  ordinates  against  angular 
positions  of  the  needle  as  abscissae,  the  straight  line  connecting 
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them  will  pass  very  nearly  through  the  point  representing  the 
correct  ratio  at  that  abscissa  which  corresponds  to  the  position 
of  the  needle  when  it  bisects  the  angle  between  the  two  coils. 

Now  rotate  the  fixed  coil  in  the  opposite  direction,  and  repeat 
the  measurements,  and  (if  the  coil  has  been  turned  beyond  the 
position  where  they  are  coplanar)  we  obtain  a  line  sloping  in  the 
other  direction.  The  abscissa  of  the  intersection  of  these  two  lines 
is  very  nearly  that  setting  of  the  needle  which  makes  it  parallel  to 
the  moving  coil.  It  is  exactly  that  setting  if  the  lines  intersect 
at  their  middle  points.  Then  the  stand  carrying  the  coils  and  mag- 
netometer is  rotated  in  the  proper  direction  through  an  angle,  as 
indicated  by  the  reflection  of  the  scale  from  a  mirror  fixed  to  the 
magnetometer  tube,  that  is  equal  to  the  ascertained  angle  between 
the  coils  and  the  needle.  The  observations  are  then  repeated  in 
order  to  test  the  accuracy  of  the  setting.  Thus,  the  needle  is 
placed  in  the  plane  of  the  coils  to  within  the  accuracy  with  which 
we  can  adjust  the  stand.  In  practice,  i  cm  on  the  scale  was  con- 
sidered sufficiently  accurate;  at  a  scale  distance  of  3  m  this  cor- 
responds to  an  angle  of  about  6'.  With  an  error  of  this  magnitude 
in  the  position  of  the  needle,  an  angle  of  2'  between  the  planes  of 
the  coils  will  give  an  error  of  i  in  a  million  in  the  result.  Hence, 
it  is  necessary  to  assure  oiu-selves  that  the  coils  are  parallel  to 
within  this  limit. 

From  what  has  been  said  above,  it  is  evident  that  it  is  impossible 
for  the  apparent  ratio  with  the  needle  deflected  +25°  to  be  the 
same  as  that  with  the  needle  deflected  — 25°,  unless  the  coils  are 
parallel  to  one  another.  Hence,  all  that  is  necessary  in  order  to 
set  the  coils  parallel  to  one  another  is  to  rotate  the  large  coil 
until  this  condition  is  fulfilled.  The  amount  and  sense  of  this  ro- 
tation are  indicated  by  the  slopes  of  the  two  lines  on  the  plot. 
Using  a  25°  deflection,  and  i  in  100  000  as  an  accuracy  rather  easily 
obtained  without  refined  reductions,  we  see  that  we  can  detect 
an  angle  of  2.4 X  io~^  radians,  or  about  5"  between  the  planes  of 
the  coils.  This,  for  the  mounting  of  the  small  fixed  coils,  corre- 
sponds to  an  advance  of  the  adjusting  screw  of  only  7  microns. 
Occasionally  an  accuracy  of  this  amount  was  accidentally  at- 
tained, but  usually  the  accirracv  of  setting  was  about  one-fifth  of 
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this,  or  25  seconds.  "With  an  error  of  6'  in  the  setting  of  the 
needle,  and  25''  between  the  coils,  the  obser\^ed  ratio  of  the  gal- 
vanometer constants  will  be  in  error  by  2  in  ten  million.  This 
is  about  the  error  that  this  maladjustment  may  introduce  into 
our  latest  determinations  of  the  ratio  of  the  radii. 

In  the  earlier  work  the  importance  of  this  adjustment  was  not 
recognized,  and  as  a  consequence  those  measurements  may,  from 
this  cause,  be  in  error  by  over  i  in  100  000. 

Besides  the  orientation  of  the  coils,  four  other  adjustments 
must  be  made,  viz,  the  vertical  adjustment  of  the  needle,  the 
adjustment  of  each  coil  so  that  its  mean  plane  passes  through  the 
needle,  and  the  lateral  adjustment  of  the  needle  in  the  plane  of  the 
coils.  In  each  case  measurements  of  the  ratio  were  made  for 
various  adjustments  of  the  type  under  investigation  and  the 
results  were  plotted.  The  theoretical  curve,  representing  the 
variation  of  the  ratio  with  variations  in  this  type  of  adjustment 
and  calculated  from  the  known  dimensions  of  the  apparatus,  was 
fitted  as  well  as  possible  to  the  plotted  results,  and  the  particular 
adjustment  was  made  to  correspond  to  the  vertex  of  the  curve. 
Any  shght  failure  in  reahzing  this  exact  adjustment,  at  the  time 
the  observations  were  taken,  was  allowed  for  in  the  final  precise 
reductions. 

The  adjustment  of  the  angle  between  the  planes  of  the  coils 
was  always  repeated  after  all  other  adjustments  had  been  made. 

16.   CORRECTION  TERMS 

In  addition  to  the  corrections  already  considered,  there  are 
three  others  of  prime  importance. 

(a)  Needle  correction. — This  depends  upon  the  distance  be- 
tween the  effective  poles  of  the  needle.  For  large  magnets  this 
has  been  found  to  be  about  five-sixths  the  total  length  of  the 
magnet.  This  value  was  used  in  the  earlier  portion  of  the  work. 
Later  it  was  noticed  that  the  amount  of  the  correction  can  be 
determined  directly  by  a  comparison  of  the  apparent  ratio  of  the 
constants  when  the  needle  is  deflected  with  that  found  when  the 
needle  is  not  deflected.  A  series  of  obser^^ations  has  been  made 
with  this  object  in  view,  and  the  corrections  to  the  obser^'ed  ratios 


nVrVey,  Miller]      International  Ampere  ifi  Absolute  Measuve  311 

as  determined  experimentally  are  given  in  Table  I.  The  effect 
of  the  length  of  the  needle  is  such  as  to  increase  the  measured 
ratio  of  the  radii  of  the  larger  to  the  smaller  coil,  and  the  correction, 
therefore,  has  the  negative  sign. 

TABLE  I 

Correction  for  the  Length  of  the  Needle  (Needle  Length  =  2.0  mm) 


Radii  of  coils 

Parts  per  million 

20  cm        10  cm 
25              10 
25               12.5 

-56.3 
-63.0 
-35.9 

These  corrections  correspond  to  a  polar  distance  of  2.00  mm; 
five-sixths  of  the  total  length  of  the  needle  is  1.93  mm,  but  it  is 
evident  that  the  vertical  width  of  the  needle  must  increase  its 
effective  length;  hence  the  discrepancy  between  the  observed 
polar  distance  and  that  calculated  from  data  obtained  with  much 
larger  magnets  is  but  3  per  cent.  We  are  not  acquainted  with  any 
previous  attempt  to  measure  the  polar  length  of  such  small 
magnets. 

(6)  Correction  for  the  temperatures  of  the  coils. — Since  it  was 
found  that  the  temperature  indicated  by  a  thermometer  attached 
to  the  form  of  a  fixed  coil  varied  appreciably  as  the  position  of 
the  thermometer  was  changed,  and  as  it  was  obviously  impossible 
to  read  a  thermometer  attached  to  the  moving  coil  when  the 
latter  was  surrounded  by  the  water  jacket,  it  was  deemed  best  in 
the  latest  work  to  derive  all  temperatures  from  the  resistances  of 
the  coils.  This  involves  a  knowledge  of  the  resistances  of  the  coils 
at  some  known  temperature  and  of  the  temperature  coefficient 
of  the  resistance  of  the  coil.  The  first  is  easily  obtained,  and  the 
latter  can  be  found  by  a  preliminary  measurement.  But,  as  it  is 
necessary  to  determine  experimentally  the  coefficient  of  expansion 
of  the  coils,  it  was  considered  simpler  and  better  to  assume  a  value 
of  the  resistance  temperature  coefficient  that  is  approximately 
right,  and  to  determine  the  coefficients  of  expansion  in  terms  of 
the  temperatures  calculated  on  the  basis  of  this  coefficient.     Then 


312  Bulletin  of  the  Bureau  of  Standards  [Voi.8,no.2 

any  error  in  the  assumed  resistance  coefficient  will  be  exactly 
compensated  for  by  the  observed  coefficient  of  expansion.  We 
have  taken  as  our  temperature  of  reference  22°  C,  and  as  the 
assumed  resistance  temperature  coefficient  per  1°  C  the  value 
3.9  X  io~^  of  the  resistance  at  22°.o  C.  We  have  called  the  tem- 
peratures thus  determined  the  "electrical  temperatures"  of  the 
coils. 

The  values  of  the  coefficients  of  expansion  of  the  coils  have 
been  determined  from  measurements  of  the  ratio  of  the  galva- 
nometer constants  for  various  temperatures  of  one  coil,  the  other 
changing  in  temperature  but  little.  The  temperatures  of  the 
fixed  coils  were  regulated  by  the  temperature  of  the  water  circu- 
lating through  them;  those  of  the  moving  coils  by  the  tempera- 
trnre  of  the  room.  It  was  found  experimentally  that  the  tem- 
perature coefficients  as  thus  determined  are  independent  of  the 
actual  temperattue  and  of  the  rapidity  of  the  flow  of  the  water 
within  the  limits  of  accuracy  with  which  we  are  concerned.  The 
resistance  of  a  coil  at  any  time  was  determined  by  potentiometer 
measurements  of  the  current  through  it  and  of  the  drop  of  poten- 
tial across  its  terminals.  The  values  of  the  coefficients  of  expan- 
sion of  the  coils  are  given  in  Table  VII,  page  322. 

(c)  Correction  for  the  load. — It  is  evident  that  the  wire  when 
carrying  a  current  will  be  at  a  higher  temperature  than  the  form 
on  which  it  is  woimd,  and  this  excess  will  be  proportional  to  the 
load — that  is,  to  the  number  of  watts  expended  upon  the  coil. 
But  the  radius  of  the  coil  is  determined  by  neither  of  these  tem- 
peratures, but  by  some  temperature  between  them.  Hence  the 
radius  of  a  coil  will  not  be  determined  solely  by  its  electrical 
temperature,  but  after  the  latter  correction  is  applied  there  will 
be  still  another  one  needed  to  take  account  of  the  load.  The 
amount  of  the  latter  correction  will  depend  upon  the  heat  insu- 
lation of  the  windings  from  the  form  and  may  be  expected  to 
vary  greatly  from  coil  to  coil. 

To  determine  this  correction,  it  is  sufficient  to  measiu-e  the  ratio 
of  the  galvanometer  constants  with  various  loads  on  one  coil  and 
a  constant  load  on  the  other.  To  realize  such  a  condition,  we 
have  made  use  of  the  property  of  conjugate  conductors  in  a 
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Wheatstone  bridge.  The  leads  from  the  reversing  switch,  C'„  of 
Fig.  10  (p.  301),  instead  of  going  directly  to  the  terminals  of  F, 
with  its  two  windings  in  parallel,  nm,  as  shown  in  Fig.  13,  to  the 
opposite  comers  of  a  Wheatstone  net.  Two  arms  of  this  net  are 
composed  of  the  two  windings  A  and  B  of  the  coil  F,  the  others 
of  resistances  r^,  and  rb.     i^a  and  Rb  are  two  standard  i-ohm  coils 
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Fig  13. 
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-Bridge  used  for  electrically  loading  a  coil  Ik  the  determination  of  the  correction  for 

the  load 


by  means  of  which  the  current  through  each  winding  can  be 
measured.  The  windings  are  so  connected  that  the  current  from 
Cl  passes  through  them  in  the  same  direction — that  is,  their 
magnetic  fields  add  together.  By  adjusting  r^  and  rb,  the  bridge 
is  balanced,  and  then  any  electromotive  force  desired  may  be 
placed  across  IK  without  affecting  the  current  from  Ci,  which 
measures  the  galvanometer  constant.  Furthermore,  the  con- 
stants of  the  two  windings  of  any  coil  are  practically  identical, 
and,  as  would  be  expected,  the  current  from  the  IK  battery 
flowing  through  them  in  opposite  directions  has  been  foimd  to 
produce  no  effect  on  the  magnetometer.  Also,  since  measure- 
ments of  the  constants  are  made  by  reversing  Ci,  IK  remaining 
unchanged,  the  only  possible  effect  the  current  from  IK  could 
produce  upon  the  magnetometer  would  be  a  permanent  displace- 
ment of  the  zero.     Furthermore,  any  slight  lack  of  balance  of 
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the  bridge  (called,  in  general,  the  heating  bridge)  will  produce 
no  error,  for  .the  resulting  current  through  the  bridge  will  add 
itself  with  proper  sign  to  the  measvuing  current  and  after  passing 
Ci  will  be  measvired  with  the  latter.  Hence  the  only  point 
requiring  especial  care  is  that  the  IK  battery  shall  be  well  insu- 
lated from  the  battery  furnishing  the  current  for  the  measure- 
ment of  the  ratio.  Thus  we  are  enabled  to  study  the  effect  of 
the  load  upon  each  coil.  It  has  been  found  that  the  apparent 
radius  of  a  coil  after  being  corrected  to  a  constant  electrical  tem- 
perature decreases  linearly  as  the  load  increases.  Hence  the 
radius  of  the  coil  is  given  by  the  expression : 

A=A^{i-Vt  {t-22)-\'w] 

where  A  is  the  radius  at  the  electrical  temperature  ty  and  with 
the  load  of  w  watts,  and  A^is  the  radius  at  22?oo  C  and  with  no 
load.  The  values  of  the  coefficients  r  and  X  are  given  in  Table 
VII,  page  322. 

17.   SOURCES  OF  ERROR 

The  sources  of  error  to  be  considered  are  (i)  maladjustment, 
(2)  effect  of  leads,  (3)  changes  in  the  size  of  the  coil,  (4)  error  in 
the  measurement  of  the  sectional  dimensions,  (5)  magnetization 
of  the  forms. 

The  first  two  have  already  been  considered.  The  third  may 
arise  from  either  of  two  causes ;  either  from  the  strains  incident  to 
winding  the  coil,  or  from  changes  in  the  humidity.  The  latter 
may  be  obviated  by  sealing  the  coils,  and  the  former  by  heating 
the  coil  (by  means  of  a  current)  for  several  hours  to  a  temperature 
appreciably  higher  than  any  at  which  it  will  afterwards  be  used. 

The  magnitude  of  the  fourth  source  may  be  estimated  from  a 
consideration  of  the  equation  expressing  the  relation  between  the 
galvanometer  constant  of  a  coil  and  its  sectional  dimensions,  viz: 


^=S'!-(i:)'+<t)"-<3-:)'+'te)'-^-  •  I 

where  Aq  is  the  mean  radius  of  the  coil,  n  is  the  number  of  turns 
of  wire,  Gq  is  the  galvanometer  constant,  2  ao  is  the  axial  breadth 
of  the  windings,  2  ^o  is  the  radial  depth  of  the  windings. 
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If,  owing  to  errors  in  measurement,  we  assume  the  values 
a=ao-h^c^,  p  =  Po-\-^p  instead  of  ao  and  po  we  shall  find  from  the 
observed  galvanometer  constant  not  Ao  but  A.  Expanding  the 
above  expression  by  Maclaurin's  theorem  we  find 

A  —  Ao         /^oVda 


Ao 


\AoJ  a-o  ^  \AoJ  Po 


(X  "  o 

In  the  case  of  the  coils  used  in  this  work  -^  and  ^  were  approxi- 

mately  either  0.04  or  0.05,  so  that  the  per  cent  error  in  A  is  about 
0.002  times  the  per  cent  error  in  either  dimension  of  the  section. 
Hence,  an  error  of  o.oi  mm  in  the  width  or  in  the  depth  of  the 
windings  of  a  coil  with  a  section  i  cm  square  will  produce  an 
error  of  about  2  in  a  million  in  the  radius.  Excepting  the  moving 
coils,  all  coils  have  a  larger  section  than  this,  and  so  the  effect  of 
an  error  of  this  magnitude  in  the  measurements  will  produce  for 
them  a  smaller  error  in  A . 

As  pointed  out  by  one  of  us,^*'  and  as  shown  at  length  in  the 
appendix  to  this  paper,  page  375,  the  sectional  dimensions  of  the 
windings  of  any  coil  are  to  be  understood  as  determined  by  the 
expression  ns  where  n  is  the  number  of  wires  in  the  direction  of 
the  dimension  considered  and  s  is  the  distance  between  the  axes 

of  consecutive  wires. 

n 

Hence,  in  the  above  expression,  2po  = (r©  —  ^j)  ,where  v.  is  the 

n     I 

total  number  of  layers,  To  is  the  radius  to  the  axis  of  the  wire  in 
the  outer  layer,  and  r^  is  the  radius  to  the  axis  of  the  wire  in 
the  bottom  layer.  These  quantities  can  be  readily  measured 
with  considerable  accuracy,  probably  to  within  0.0 1  mm.  For 
details,  see  page  390  in  the  appendix. 

As  already  stated,  the  coils  were  wound  with  enamel-covered 
copper  wire,  which  winds  more  smoothly  and  uniformly  than 
silk-covered  wire,  the  finished  coils  presenting  a  very  beauti- 
ful appearance.  However,  adjacent  spires  are  not  in  actual 
contact  throughout,  so  that  the  distance  between  the  axes 
of   adjacent   wires    slightly   exceeds   the    diameter   of    the   wire 

10  This  Bulletin,  2,  pp.  77,  413;  1906,  and  3,  p.  235;  1907. 
46905  ° — 12 6 
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(about  o.oi  mm  to  0.03  mm).  This  will  produce  no  error,  pro- 
vided the  spacing  is  uniform  and  half  as  wide  a  space  occurs  on 
the  average  between  the  end  turns  and  the  sides  of  the  channel; 
2  ao  is  then  equal  to  the  breadth  of  the  channel. 

After  calculating  the  magnitude  of  the  maximum  error  that 
could  occur  due  to  this  cause,  we  think  it  improbable  that  an 
error  greater  than  3  parts  in  a  million  exists  in  any  coil,  except 
moving  coil  M4..  > 

Moving  coil  M4.  was  woimd  in  such  a  way  that  in  each  layer  the 
wires  were  crowded  toward  one  side  of  the  channel,  adjacent 
layers  being  displaced  in  opposite  directions.  The  wires  were 
maintained  in  the  position  which  they  occupied  on  the  completion 
of  the  layer,  by  the  paraffin  which  was  thoroughly  melted  into 
the  layer.  Owing  to  very  slight,  almost  microscopic,  kinks 
in  the  wire,  and  to  its  tendency  to  sUde  into  the  spaces  between 
the  wires  in  the  imder lying  layer,  it  is  practically  impossible  to 
pack  the  wires  so  closely  that  the  actual  width  of  the  space  in 
which  the  n  wires  he  is  ^qual  to  nd,  where  d  is  the  diameter  of  the 
wire.  Hence,  the  value  2^0  for  this  coil  lies  between  the  values 
nd  and  the  width  of  the  channel.  Now  it  is  easy  to  show  that 
the  galvanometer  constant  of  a  coil  having  layers  of  width  nd, 
and  so  wound  that  each  layer  is  displaced  in  its  plane  by  an 
amount  h,  with  reference  to  the  adjacent  layers,  in  the  manner 
in  which  M4  is  wound,  is  approximately  equal  to  that  of  a  coil  of 
breath  -yjn^d^  +  2>^^.  For  M4  the  breadth  of  the  channel  is  10.877 
mm,  nd  =  10. so  mm,  h  =0.2,77  t^^^^^^-  Hence,  -^n^d^ +  2^^  =  10.520 
mm.  This  differs  from  the  breadth  of  the  channel  by  0.357  mm, 
which,  by  what  precedes,  corresponds  to  a  difference  of  about  63 
in  a  milhon  in  the  radius  as  calculated  from  the  observed  gal- 
vanometer constant. 

This  considerable  range,  within  which  the  radius  may  lie,  makes 
the  results  obtained  by  this  coil  of  no  value  so  far  as  the  absolute 
measurement  of  ciirrent  is  concerned,  but  as  it  is  satisfactory  in 
every  other  respect,  and  is  especially  well  protected  from  the 
effects  of  atmospheric  humidity,  observations  with  it  will  serve 
as  a  test  of  the  constancy  of  the  other  coils. 

In  the  computation  of  the  constants  for  this  coil,  we  have 
assumed,  as  for  the  others,  that  the  effective  axial  breadth  is  equal 
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to  the  breadth  of  the  channel.  As  shown  above,  this  is  too  great 
in  the  present  case  and  the  effect  will  be  to  yield  too  high  a  value 
for  the  standard  cell. 

As  regards  the  fifth  source  of  error,  that  due  to  the  magnetiza- 
tion of  the  forms,  it  is  difficult  to  obtain  an  estimate  of  its  magni- 
tude. It  is  evidently  very  small,  for  otherwise  the  variations  in 
the  results  obtained  in  the  measurements  of  current  should  have 
some  relation  to  the  magnetic  properties  of  the  coils.  No  such 
relation  is  evident,  and  we  conclude  that  even  the  most  magnetic 
of  the  fixed  coils  causes  no  appreciable  error  on  this  account. 

18.   RESULTvS 

In  order  to  exhibit  the  method  of  reduction  adopted,  and  to 
give  an  idea  of  the  reproducibility  of  the  observations,  a  few  of  the 
reductions  and  results  of  the  most  recent  determinations  are  given 
in  Tables  II  and  III. 

In  Table  II  are  given  the  determinations  of  the  ratio  of  the 
galvanometer  constants  of  M3  and  Si  for  various  temperatures, 
and  loads  on  the  latter.  These  particular  observations  were 
obtained  by  the  shunt  method,  and  the  values  of  the  ratios  of  the 
current  in  M3  to  that  in  5i,  as  given  in  column  6,  have  been  cor- 
rected for  the  lack  of  balance  of  the  magnetometer.  For  the 
potentiometer  method,  the  numbers  in  this  column  would  be  the 
mean  of  two  ratios,  each  corrected  for  the  errors  of  the  poten- 
tiometer; otherwise,  the  table  would  be  the  same. 


3i8 


Bulletm  of  the  Bureau  of  Standards  [voi.  8  No.  2 

TABLE  II 


Ratio  of  Galvanometer  Constants,  SI  to  M3  (Determined  by  the  Shunt 

Method)  11 


Date 

Temperature 

Load  in 
watts 

Observed 
ratio 

Temperature 
correction 

Load  correc- 
tion 

Correct- 
ed ratio 

A 

M 

F 

M 

F 

M 

F 

M 

F 

Nov.    28 

20995 

20917 

0.285 

0.928 

1.0046041 

+  20.7 

-31.1 

+2.3 

-  0.4 

1.004596 

3 

21.61 

23.46 

0.285 

0.928 

45595 

+  7.7 

+24.8 

+2.3 

-  0.4 

94 

22.99 

20.79 

1.200 

3.860 

4627o 

-19.5 

-20.6 

+9.8 

-  1.8 

95 

22.98 

20.76 

1.194 

3.872 

46268 

-19.3 

-21.1 

+9.8 

-  1.8 

94 

Nov.    29 

21.06 

23.78 

0.294 

21.25 

45516 

+18.5 

+30.2 

+  2.4 

-10.0 

93 

21.06 

23.78 

0.290 

21.15 

45481 

+  18.5 

+30.2 

+  2.4 

-  9.9 

89 

4 

21.15 

22.76 

0.288 

15.20 

4568? 
45677 
45663 

+  16.8 

+  12.9 

+2.4 

-  7.1 

94 
93 
92 

21.12 

22.75 

0.286 

15.19 

+17.3 

+  12.7 

+  2.3 

-7.1 

1 

21.05 

20.94 

0,286 

4.56 

45944 

+  18.7 

-18.0 

+2.3 

-  2.1 

95 

45966 

+  17.5 

-18.0 

+2.3 

-  2.1 

95 

! 

45935 

+  16.0 

-18.1 

+2.3 

-  2.1 

92 

45953 
4595? 

+  14.5 
+  13.7 

-18.1 
-18.2 

+2.3 
+2.3 

-  2.1 

-  2.1 

92 
91 

21.35 

20.93 

0.286 

4.57 

45966 

+  12.8 

-18.2 

+2.3 

-  2.1 

91 

21.39 

20.32 

0.286 

0.929 

46092 

+  12.0 

-28.6 

+2.3 

-  0.4 

94 

Dec.     2 

21.65 

20.34 

0.282 

0.918 

46122 

+  6.9 

-28.2 

+2.3 

-  0.4 

93 

21.65 

20.34 

0.282 

0.918 

46109 

+  6.9 

-28.2 

+2.3 

-  0.4 

92 

Mean . 

1.004593 

1  4 

1 

"  In  the  last  column  are  given  the  differences  from  the  mean  value  in  parts  in  a  million. 

From  these  observations  the  temperature  coefficient  and  the 
load  correction  for  5"i  are  determined;  these  quantities  for  M3 
are  similarly  determined  from  values  not  given  in  this  table.  By 
the  use  of  these  coefficients  we.  deduce  from  the  observed  values 
the  values  that  would  have  been  found  had  both  coils  been  at 
22?oo  C  and  without  load — were  such  a  measurement  possible. 
These  corrected  values  are  given  in  the  column  headed  "  Corrected 
ratio,"  and  their  agreement  is  an  indication  of  the  accuracy  of  the 
measurement;  their  deviations  from  the  mean  average  only  1.4 
in  I  000000.  The  mean  of  the  values  in  this  column  after 
being  corrected  for  the  length  of  the  needle,  for  maladjustment 
as  determined  by  prehminary  observations,  and  for  the  effect  of 
the  leads  as  determined  just  before  removing  the  coils,  gives  us 
the  most  probable  value  of  the  ratio  of  the  galvanonieter  con- 
stants of  these  two  coils. 
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In  Table  III  are  given  these  ratios  for  the  various  combinations 
studied. 

TABLE  III 

Corrected  Observed  Ratios  of  Galvanometer  Constants  ' 


Fixed 

M2 

M3 

M4 

SI 

1.004652 
1.005101 
1.325326 
1.325371 
1.325054 
1.324790 

S2 

LI 

L2 
L3 
L4 

2.247584 
2„247672 
2.247122 
2.246676 

2.273009 
2.273088 
2.272534 
2.272087  . 

In  order  to  obtain  a  better  insight  into  the  reliability  of  this 
work,  and  to  average  out  the  accidental  errors  as  much  as  pos- 
sible, it  appeared  desirable  to  deduce  from  these  values  as  many 
nominally  identical  ratios  as  possible,  and  to  use  the  means  of 
these  nominally  identical  ratios  in  the  computation  of  the  radii. 
For  example,  by  dividing  the  numbers  in  column  2  by  those  in 
column  3,  v^e  obtain  four  independent  values  of  the  ratio  of  the 
galvanometer  constant  of  M3  to  that  of  M2;  similarly,  v^e  can 
get  four  values  of  the  ratio  of  the  constants  of  M3  to  M4.  By  a 
similar  treatment  of  the  rows,  we  obtain  sets  of  three  nominally 
equal  ratios.     Thus,  we  find  the  values  given  in  Tables  IV  and  V. 

TABLE  IV 

Ratios  of  the  Galvanometer  Constants  of  M3  to  those  of  M2  and  of  M4  as 
obtained  from  observations  using  coils  LI,  L2,  L3,  L4 


LI 

L2 

L3 

L4 

Mean 

M3 
M2 
M3 
M4 

1.6958726 
1.7150566 

1.6958813 
1.7150580 

1.695872o 
1.7150502 

1.6958733 
1.7150546 

1.6958748 
1.7150548 
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Ratios  of  the  Galvanometer  Constants  of  LI,  L2,  and  L3  to  L4,  obtained 
from  observations  with  M2,  M3,  and  M4 


M2 

M3 

M4 

Mean 

Ll 
L4 

1.000404i 

1.0004046 

1.000405a 

1.0004048 

L2 
L4 

1.0004433 

1.0004386 

1.0004405 

1.0004408 

L3 

L4 

1.0001985 

1.0001993 

1.000196; 

1.0001982 

From  these  tables  it  appears  unlikely  that  the  means  are  in 
error  by  more  than  about  2  in  i  coo  ooo.  This  accuracy  could 
not  have  been  obtained  had  the  v^ork  not  been  done  at  night,  and 
only  during  steady  magnetic  periods.  Frequently  the  v^ork  was 
suspended  during  times  of  magnetic  disturbance. 

In  order  to  obtain  the  radii  from  these  values  it  is  necessary  to 
knov^  the  radius  of  one  coil  and  to  know^  the  value  of 


AG 


27r 


nil 


K5ji(5ji(5M(5)'-^ 


+ 


for  every  coil. 

As  already  remarked,  no  knowledge  of  the  absolute  value  of 
the  radius  is  required  except  in  the  calculation  of  the  corrections 
for  the  sectional  dimensions  of  the  coils,  and,  consequently,  it  is 
allowable  to  assume  any  approximate  value  for  the  radius  of  the 
coil  of  reference.  We  have  accordingly  assumed  that  the  mean 
radius  of  Si  at  22?oo  C,  and  with  no  load,  is  exactly  equal  to 
19.97510  cm,  the  value  calculated  from  the  direct  measurement 
of  the  coil. 

The  data  for  the  computation  of  AG  is  given  in  the  following 
table. 


Rosa, 
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TABLE  VI 
Correction  to  Galvanometer  Constant 


Coil 

Turns 

Axial  breadth 

Radial  depth 

Radius 

AG 

27rn 

cm 

cm 

cm 

Ml 

2X72 

0.985o 

O.9O80 

9.961 

0.9994682 

1 

M2 

2X72 

0.9564 

0.9548 

12.499 

0.9997535 

1 

M3 

2X98 

0.9967 

1.0294 

10.030 

0.9996406 

M4 

2X71 

1.0877 

1.073/ 

12,460 

0.9996648 

SI 

2X392 

L580 

1.528 

19.97 

0.9997045 

S2 

2X392 

1.579 

1522 

19.96 

0.9997013 

S 

LI 

2X648 

2.027 

2.035 

25.03 

0.9997299 

5 

L2 

2X648 

2.027 

2.054 

25.03 

0.9997402 

L3 

2X647 

1.969 

1.943 

25.C0 

0.9997270 

L4 

2X647 

1.965 

1.925 

25,00 

0.9997209 

The  correction  factor  given  in  the  last  column  would  be  unity 
for  a  coil  of  zero  section. 

From  these  values  and  the  assumed  radius  of  Si  we  can  at  once 
obtain  from  the  first  two  ratios  given  in  Table  III  the  value  of 
the.  radii  of  M3  and  of  5*2.  From  this  value  of  M3  and  the  mean 
ratios  of  Table  IV,  we  get  the  radii  of  M2  and  of  M4.  From  the 
radii  of  the  three  moving  coils  and  the  last  line  of  Table  III  we 
obtain  three  values  for  the  radius  of  L4;  and  from  the  mean  of 
the  latter  and  the  mean  ratios  of  Table  V  we  get  the  radii  of  Li, 
L2,  and  L3.  The  three  values  found  for  L4  were  25.002  47, 
25.002  47,  and  25.002  48  cm. 

These  are  the  most  probable  values  that  can  be  obtained  from 
our  observations.  These  radii,  as  well  as  the  coefiicients  of 
expansion  and    the  load  corrections,  are  given  in  Table  VII. 

The  radius  in  cm  of  a  coil  at  the  electrical  temperatiure  t°  and 
with  a  load  of  w  watts  is  related  to  the  quantities  given  in  this 
table,  as  shown  (p.  314)  by  equation 

A=Ao{l^-T{t-22.o)-\wy 

In  the  earlier  work  the  importance  of  the  exact  parallelism  of 
the  coils  and  the  needle  was  not  realized,  and  the  coils  were  not 
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sealed  until  the  summer  of  1910.     Hence,  the  earlier  measure- 
ments of  the  radii  are  subject  to  uncertainties.     However,  the 

TABLE  Vn 
Radii  and  Coefficients 


Coil 

Radius  Ao 

Temperature  coeflBcieni 

T 

Load  coefficient 
X 

cm 

M2 

12.50248 

20.3X10-« 

2.9  XIO^ 

M3 

10.03337 

19.7X10-* 

8.2  XlO-6 

M4 

12.46716 

19.7Xir« 

10.7  XlO-6 

81 

19.97510 

17.0X10-6 

0.47X10-6 

82 

19.96611 

17.6X10-6 

0.93X10-6 

LI 

25.03121 

17.8X10-6 

0.61X10-6 

L2 

25.03056 
24.99767 

0.75X10-6 

L3 

18.9X10-6 

0.81X10-6 

L4 

25.00247 

18.5X10-6 

0.84X10-6 

measurements  were  all  made  in  the  autumn  or  winter,  when  the 
humidity  in  the  laboratory  is  low  and  not  subject  to  great  varia- 
tions, so  that  the  discrepancies  between  the  various  measure- 
ments should  be  a  minimum.  Merely  in  order  to  show  the 
variations  observed  under  such  conditions,  these  older  values  are 
given  in  the  following  table : 

TABLE  VIII 
Comparison  of  Radii  Determinations 


Mechanical  12 

Electrical 

Coils 

Oct.,  1908 

Feb.,  1909                Jan.,  1910 

Nov.,  1910,  to 
Jan.,  1911 

Ml 

cm 

9.9684 
12.4989 
10.0308 
12.4713 
19.9751 
19.9658 
25.0216 
25.0282 
25.0030 
25.0021 

cm 

9.96389 

cm              '              cm 
9.96374          i            9.96362 
12.50290           i           12.50250 
10.03347          j           10.03330 

M2 

12.50248 

MS 

M4 

10.03342 

10.03337 
12.46716 

SI 
S2 
LI 

19.97510 
19.96636 

19.97510                     19.97510 
19.96612           1           19.96601 
25.03109                     25.03019 
25.02971                      25.02976 

19.97510 
19.96611 
25.03121 

L2 

25.03056 

L3 

13  24.99851 
13  25.00362 

24.99767 

L4 



25.00247 

"  These  measurements  were  not  used  in  the  computation  of  the  constants. 
^3  These  measurements  were  made  Mar.  29,  1910. 
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The  radius  of  Si  is  assumed  to  remain  constant,  and  the  table 
shows  that  in  spite  of  the  unfavorable  conditions  just  mentioned 
the  greatest  range  relative  to  5i  is  only  about  5  in  100  000. 

IV.  THEORY    OF    THE    BALANCE    AND    COMPUTATION    OF 

CONSTANTS 

19.   THEORY  OF  THE  RAYLEIGH  BALANCE 

The  mutual  energy  of  two  coils  being  equal  to  the  mutual  induc- 
tance of  the  coils  multiplied  by  the  product  of  the  two  currents,  it  is 
evident  that  the  force,  in  any  direction,  w^hich  one  coil  exerts 
upon  the  other  is  equal  to  the  product  of  the  currents  multiplied 
by  the  rate  of  change  of  the  mutual  inductance,  as  the  second 
coil  moves  in  the  direction  specified. 

Hence  the  expression  for  the  mutual  force  per  unit  current  in 
each  may  be  obtained  by  differentiating  any  of  the  expressions 
which  may  be  derived  for  the  mutual  inductance. 

The  derivation  of  all  of  these  expressions  includes  two  distinct 
steps,  namely,  the  formation  of  an  expression  for  the  mutual 
inductance  of  Hnear  circuits,  and  the  modification  of  this  expres- 
sion, necessitated  by  the  finite  section  of  the  coil. 

One  of  the  simplest  methods  that  has  been  suggested  to  correct 
for  the  sectional  dimensions  of  the  coil  is  the  method,  described 
by  Lyle  **  in  1902,  which  makes  use  of  an  "equivalent  radius." 
Lyle  showed  that  so  far  as  its  external  field  is  concerned,  a  cir- 
cular coil  of  square  section  is   equivalent  to   a  linear  circular 

circuit  of  radius  a.,  where  ae*=a{ ~—  ]  =  a  +  —-  and  a  is  the 

\     24a-    /  6a 

mean  radius  of  the  coil  having  a  section  2aX2a.  This  approxi- 
mation neglects  quantities  of  the  order  of  the  fourth  and  higher 
powers  of  the  ratios  of  2  a  to  the  radius  of  the  coil,  and  of  20: 
to  the  distance  of  the  point  considered  from  the  plane  of  the  coil. 
The  quantity  we  have  denoted  by  a^  is  called  the  ''equivalent 
radius  "  of  the  square  coil. 

Similarly  it  is  shown  that  if  the  axial  breadth  of  the  coil  is 
2a,  its  radial  depth  is  2/3,  and  its  mean  radius  a,  then  if  2a  is 

"  Phil.  Mag.,  3,  p.  310;  1902;  this  Bulletia,  2.  pp.  374-378;  1906. 
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greater  than  2/?  the  coil  is  equivalent  to  two  linear  circular  circuits, 

each  of  radius  a^  =  a  (  i  +  ^^,  I  =  »  +  ^,  the  planes  of  these  circles 
\       24aV  6a  ^ 

being  a  distance  2/?  apart  and  symmetrically  placed  with  reference 

to  the  mean  plane  of  the  coil.     The  value  of  /?  is  given  by  the 

expression 

If  2  or  is  less  than  2/?,  the  coil  is  equivalent  to  two  coplanar  cir- 
cular circuits  lying  in  the  mean  plane  of  the  coil  and  having 
radii 

6a 

ba    ' 
where 

12  ^^ 

Should  a  and  p  be  so  great  that  this  order  of  approximation 
is  not  sufficient,  then  the  coil  can  be  subdivided  until  the  sections 
of  the  subdivisions  are  sufficiently  small  to  give  the  desired 
accuracy,  and  each  section  be  replaced  by  its  equivalent  circles. 
The  total  current  turns  in  the  actual  coil  must,  of  course,  be 
equally  divided  among  the  various  circles  into  which  the  coil  is 
thus  resolved. 

In  this  manner  the  computation  is  reduced  to  the  case  of 
linear  circular  circuits. 

Probably  the  simplest  expression  for  the  mutual  inductance 
of  two  coaxial  circular  filaments  is  its  spherical  harmonic  expan- 
sion given  by  Maxwell. ^^  When  this  is  expanded  in  terms  of  the 
linear  quantities  involved,  and  differentiated  with  reference  to 
the  distance  between  the  coils,  it  yields  the  following  expression 


15  Elec.  and  Mag.,  §§  696-699. 
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for  the  mutual  force  of  attraction  between  the  circles  per  unit 
current  in  each.^^ 

^     TT^A'an         B,           (B'-lA')b  ^          B(B'-iA'){b'-ia') 
^  =  -^r-|i-2-3^  +  2.34^ _A__A_  +  3.4.5_^ 4__p L_2 

JB'  -  iB'A'  +  iA')  (b'  -  la')b 
+  45.6 ^, ' 

,      ^    B(B^-iB'^A'  +  iA'){b'-'b'a'  +  ia')  ^ 
+  5.6.7 ^ ^^ +  .  .  . 

where  A  and  a  axe  the  radii  of  the  circles,  A  is  assumed  to  be  the 
larger,  B  and  b  are  the  distances  of  the  centers  of  these  respective 
circles  from  some  point  on  their  common  axis,  O  =A^  +B^, 

Owing  to  the  slow  convergence  of  this  series,  it  is  impracticable 
to  use  it  in  the  computation  of  the  force  when  high  accuracy  is 
desired.  However,  this  series  is  of  great  value  in  the  study 
of  the  relation  of  the  force  to  the  various  linear  quantities  involved, 
and  in  this  connection  has  been  carefully  studied  by  I^ord  Ray- 
leigh  in  the  paper  referred  to,  in  which  will  be  found  some  of  -the 
conclusions  given  below. 

From  this  expansion  it  is  at  once  evident  that  F  is  of  zero 
dimensions  in  length;  that  is,  it  depends  solely  upon  the  ratios  of 
the  linear  quantities  involved.  Hence,  increasing  all  the  dimen- 
sions in  the  same  proportion  will  leave  F  unchanged. 

Again  for  very  small  values  of  b  (in  the  limit  for  b  =  o),  the 
derivative  of  F  with  respect  to  b  becomes 

/dF\         7rMW[         B'-iA'  ^a'{B'-lB'A'+iA')  ,       1 

This  will  equal  zero,  and  hence  F  will  be  a  maximum,  for  a  value 
of  B  nearly  equal  to  0.5A  (that  it  is  really  a  maximum  can  be 
seen  from  a  consideration  of  the  third  term  in  the  expansion  for 
F) .  For  a  second  approximation  give  B  this  value  where  it  occurs 
in  the  second  term  in  the  above  expression,  equate  to  zero,  and 
we  find  for  the  new  value 

2 

A' 


£=u\i-rv4-. 


16  Maxwell,  Elec.  and  Mag.,  §699.     Rayleigh,   Phil.  Trans.,  175,  pp.  411-460;  1884;  Scientific  Papers,  2 
pp.  278-332. 
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hAU--fo- 


That  is,  if  the  distance  between  the  planes  of  the  circles  be 
equal  to 

_^ 

the  force  between  them  will  be  verv^  nearly  a  maximum  for  varia- 
tions in  B,  and  consequently  will  vary  but  slowly  with  changes 
in  the  value  of  the  latter;  thus,  the  exact  measurement  of  B 
becomes  of  relatively  slight  importance.  This  is  greatly  to  be 
desired  in  practice,  as  B  is  the  distance  between  the  mean  planes 
of  the  coils  and,  consequently,  can  not  be  measured  directly  with 
high  precision. 

It  is  also  e^ddent  that  when  B  is  such  that  F  is  a  true  maxi- 
mum, then  h  will  enter  into  the  expression  only  as  the  square, 
cube,  and  higher  powers.  Of  these  the  square  term  w-ill  be  much 
the  most  important. 

If  there  are  two  coaxial  circles  of  radius  A,  and  the  origin  is 
taken  midway  between  them,  then,  from  symmetry,  the  odd 
powers  of  h  will  be  absent  from  the  expression  which  represents 
the  sum  of  the  forces  exerted  upon  the  small  circle  by  the  two 
large  ones  (the  currents  being  such  that  these  forces  are  in  the 
same  direction).  This  force  will  be  a  maximum  when  the  dis- 
tance from  the  small  circle  to  each  of  the  large  ones  is  given  by 
the  expression  found  above,  and  variations  of  the  force  from  this 
maximum  will  be  an  even  fimction  of  the  displacement  {h)  of  the. 
moving  coil  from  this  position .  For  small  displacements ,  the  change 
in  the  force  is  proportional  to  the  square  of  the  displacement. 

If  the  currents  in  the  tw^o  large  circles  are  so  directed  that  the 
forces  which  they  exert  on  the  small  circle  are  opposed,  we 
obtain  the  resultant  force  by  subtracting  the  expressions  of  F  for 
the  two  circles,  and  thus  find  that  the  difference  in  the  forces  is 
an  odd  fimction  of  the  displacement  of  the  small  circle.  If  the 
spacing  is  that  which  gives  the  maximum  force,  the  first  term  in 
the  series  for  the  difference  in  the  forces  involves  the  cube  of  the 
displacement  of  the  small  circle.  Hence,  for  small  values  of  this 
displacement,  the  difference  is  nearly  independent  of  the  dis- 
placement. If  the  spacing  is  different  from  that  assumed,  the 
dift^erence  in  the  forces  is  nearly  a  linear  function  of  the 
displacement. 
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It  will  also  be  noticed  that  when  the  two  large  circles  are  so 
spaced  that 

the  square  term  in  the  expression  for  the  sum  of  the  forces 
vanishes,  and  therefore  the  expression  for  the  total  force  is 
reduced  to  a  constant  term,  and  those  involving  the  fourth  and 
higher  powers  of  the  displacement  of  the  small  circle.  Hence, 
for  this  adjustment  small  displacements  of  the  smaller  circle 
produce  a  minimum  effect  upon  the  force. 

For  this  reason  this  adjustment  has  been  used  in  some  cases, 
but  in  our  opinion  the  advantage  gained  in  this  respect  is,  in 
practice,  more  than  outweighed  by  the  fact  that,  when  not  work- 
ing at  the  position  of  maximum  force,  the  distance  between  the 
mean  planes  of  the  fixed  coils  must  be  measured  with  considerable 
accuracy.  Consequently  the  coils  have  been  spaced  in  our  work 
so  as  to  obtain  the  maximum  force. 

Any  of  the  other  series  formulas  for  the  mutual  inductance  of 
coaxial  circular  circuits  may  be  used  v/ith  more  or  less  facility  in 
the  computation  of  the  force,  but  the  only  exact  expression  for 
the  force  that  has  been  given  is  the  one  in  terms  of  elliptic  inte- 
grals which  was  given  by  Maxwell, ^^  namely, 

J-,     ttB  sin  7  f 

^     'J~Aa~r^'~^^  +sec27)£:, 

where  A  and  a  are  the  radii  of  the  two  coaxial  circles,  B  is  the  dis- 
tance between  their  planes,  F.^  and  E^  are  the  two  complete 
elliptic  integrals  of  argument  7,  and 

2'ylAa 
sm  7 


20.  METHOD  EMPLOYED  IN  THE  CALCULATION  OF  THE  CONSTANTS 

Each  coil  has  been  replaced  by  the  eight  equivalent  circles 
obtained  by  quartering  the  coil  and  replacing  each  quarter  by  its 
two  equivalent  circles  (as  defined  by  Lyle)  in  the  manner  already 
described.  The  force  between  the  various  circles  was  calculated 
by  means  of  the  elliptic  integral  expression  just  given. 

"  Electricity  and  Magnetism,  2,  §  701. 
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This  computation  is  greatly  facilitated  by  the  tabulation  of 
log  [sin  7  {2F^— (i +sec^7)£^}]  for  values  of  7  progressing  by 
equal  steps.  Such  a  table  has  been  constructed  by  Lord  Ray- 
leigh^^  using  seven-place  logarithms.  Owing,  however,  to  the 
accumulation  of  small  errors,  many  of  the  values  in  that  table  are 
in  error  by  several  units  in  the  seventh  place  of  the  logarithms. 
In  a  few  cases  it  amounts  to  10  units,  giving  an  error  of  about 
3  in  a  million  in  the  result.  While  this  is  a  small  amount,  it 
appeared  desirable,  especially  in  the  study  of  the  effect  of  the 
subdivision  of  the  coils  and  in  the  calculations  for  the  determina- 
tion of  the  distance  for  maximum  force,  to  attain  a  higher  accuracy 
in  the  computation;  consequently,  the  table  has  been  recalculated, 
using  Legendre's  tables  of  elliptic  integrals  and  Vega's  ten-place 
table  of  logarithms.  It  is  given  in  the  appendix  to  this  paper. 
We  believe  that  the  table  contains  no  errors  as  great  as  i  unit 
in  the  last  place.  In  order  to  attain  an  accuracy  of  i  in  i  000  000 
in  the  force,  it  is  necessary  to  know  7  to  about  o?ooo  008,  but  a 
unit  in  the  seventh  place  of  the  logarithm  of  the  sine  of  7  corre- 
sponds to  about  three  times  this  change  in  angle;  hence,  in  all 
final  computations  we  have  calculated  the  sine  of  7  either  by  means 
of  Vega's  ten-place  table  or  by  a  calculating  machine.  In  both 
cases  ten-place  tables  were  used  in  passing  from  sin  7  to  7. 

21.   DISTANCE  FOR  MAXIMUM  FORCE 

Before  proceeding  to  the  computation  of  the  constants  of  the 
balance  it  is  necessary  to  know  the  distance  between  the  coils 
which  will  give  the  maximum  force,  the  latter  being  the  quantity 
directly  measured.  As  seen  above,  an  approximate  value  of  this 
distance  is  given  by  the  relation 

In  order  to  obtain  a  more  accurate  value  for  Bm,  and  at  the 
same  time  to  obtain  an  accurate  expression  for  the  variation  of  the 
force  with  the  distance  for  values  differing  from  B^  by  several 

18  Phil.  Trans.,  175,  pp.  411-460;  1884;  Scientific  Papers,  2,  p.  327. 
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millimeters,  calculations  of  the  force  Vvxre  made  for  various  values 
of  B  lying  on  each  side  of  the  approximate  value  B'.^  given  by  the 
above  expression.  From  these  values  the  distance  Bj^  for  maxi- 
mum force  was  determined,  and  the  coefficients  in  the  equations 
representing  (i)  the  variation  of  the  force  with  the  distance 
(x  —  Bjn),  (2)  the  variations  in  the  magnitude  of  the  maximum 
force  with  variations  in  A ,  the  radius  of  the  moving  coil  remaining 
unchanged,  and  (3)  the  variations  in  the  distance  for  maximum 
force  with  variations  in  A,  a  being  constant  as  before. 

In  this  computation  two  assumptions  have  been  made  for  the 
sake  of  simpUcity.  First,  that  the  coils  are  equivalent  in  their 
action  to  coils  of  square  cross  section,  and  of  the  same  mean  radii 
and  same  sectional  area  as  the  actual  coils;  second,  that  any  such 
square  coil  produces  the  same  effect  as  its  "equivalent"  circular 
current,  as  defined  by  Lyle.  These  assumptions  are  equivalent 
to  the  single  assumption  that  each  coil  miay  be  regarded  as  a 
linear  circular  current  lying  in  the  mean  axial  plane  of  the  coil, 
and  having  a  radius  (A  g)  defined  by  the  equation 


A,=A  + 


ap 
6A 


where  2  a  and  2p  are  the  sectional  dimensions  of  the  coil,  and  A  is 
its  mean  radius. 

These  computations  have  been  performed  for  each  moving  coil, 
and  the  largest  and  the  smallest  of  the  large  fixed  coils,  and  for 
M3  and  each  of  the  small  fixed  coils.  The  agreement  of  the 
coefficients  in  the  variation  formula  furnishes  a  good  check  on 
the  work.  The  values  of  5^  for  the  intermediate  values  of  the 
large  fixed  coils  were  determined  by  interpolation. 

TABLE  IX 
Equivalent  Radii  and  Distances  for  Maximum  Force 


Coil 

Ae 

Coil 

Ae 

Coils 

B^ 

Coils 

Bm 

Coils 

B^ 

M2 

12.50552 

LI 

25.03808 

M2,L1 

9.6092 

M3,  S2 

7.6344    ; 

M4,L1 

9.6256 

M3 

10.03763 

L2 

25.03749 

M2,L2 

9.6089 

MS,  LI 

10.6673 

M4,L2 

9.6253 

M4 

12.47106 

L3 

25.00405 

M2,L3 

9.5882 

MS,  L2 

10.6669 

M4,L3 

9.6047 

SI 

19.98014 

L4 

25.00877 

M2,L4 

9.5912 

MS,  L3 

10.6476 

M4,L4 

9.6077 

S2 

19.97113 

M3,  SI 

7.6400 

MS,  L4 

10.6502    1 
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The  equivalent  radii  A^  used,  and  the  values  foiuid  for  the  dis- 
tances for  raaxirQum  force  B^n,  are  given  in  Table  IX. 

The  values  of  the  coefficients  in  the  following  variation  formulae 
are  given  in  Table  X: 

F^Fm{i-j(x-BJ^  +  8{x-BJ^} 
JF     _  JA^ 
F   ~     ^  A' 


a  constant 


JB. 


JA 


B 


=  v- 


A   ' 
TABLE  X 

Variation  Coefficients 


a  constant 


Radii 

IOOO7 

10005 

e 

V 

50  cm,  25  cm 
50  cm,  20  cm 
40  cm,  20  cm 

7.523  cm"- 
6.433  cm"^ 
11.874  cm~^ 

0.566  cm~" 
0.407  cm"= 
1.101  cm"^ 

2.555 
2.317 
2.555 

1.62 
1.35 
1.62 

The  value  of  B^^  can   also  be  obtained   from  the  fact  that  it 

must  be  such  a  distance  that  each  coil  will  exert  the  same  force 

upon  each  of  the  two  flat  annular  current  sheets,  which  form  the 

upper  and  the  lower  boundaries,  respectively,  of  the  other  coil. 

The  necessary  computation  may  be  readily  made  by  replacing 

one  coil  by  its  equivalent  turn,  and  each  of  the  two  current  sheets 

by  their  two  equivalent  turns,  as  defined  by  Lyle.     This  has  been 

done  in  one  case,  as  a  check  upon  the  other  work,  and  yielded  a 

result  differing  but  2  microns  from  the  value  as  found  by  the  other 

method. 

22.    COMPUTATION   OF  FORCE 

Having  found  the  value  for  the  distance  for  maximum  force, 
and  having  found  by  a  preliminary  computation  that  ample  accu- 
racy is  obtained  by  assuming  that  the  fixed  coil  is  equivalent  to 
the  eight  turns  obtained  by  quartering  it  and  replacing  each  quar- 
ter by  its  two  equivalent  turns, ^^  and  that  the  moving  coil  is  like- 
wise equivalent  to  the  eight  turns  obtained  by  replacing  each 
quarter  by  two  equivalent  turns, ^^  the  computation  was  made  in 
the  following  two  ways : 

13  Although  the  sections  of  the  coils  were  nearly  square,  they  departed  too  much  from  a  square  to  permit 
replacing  each  quarter  by  a  single  turn. 

20  It  would  probably  have  been  sufficiently  accurate  in  most  cases  to  replace  the  moving  coil  by  two 
turns  without  quartering. 
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(i)  Instead  of  making  64  computations  (for  the  force  of  each 
of  the  8  equivalent  turns  of  the  fixed  coil  upon  the  8  turns  of 
the  moving  coil)  for  each  pair  of  coils  used,  it  is  simpler  to 
replace  each  coil  by  a  single  equivalent  turn  on  the  assumption 
that  it  has  a  square  section  and  calculate  the  force  Fj  for  each 
combination  of  coils  used.  Then  with  any  moving  coil  replaced 
by  a  single  turn  as  before,  we  may  calculate  for  each  fixed  coil 
used  with  the  moving  coil,  the  force  F/  obtained  by  replacing  the 
fixed  coil  by  8  turns.  The  percentage  difference  between  F^  and 
Ff  for  any  coil — that  is,  the  correction  for  its  sectional  dimensions — 
will  be  the  same  for  every  moving  coil  having  approximately  the 
same  radius  as  that  used  in  the  computation  of  F/.  Hence,  this 
correction  need  not  be  redetermined  for  other  moving  coils  of  the 
same  size. 

Having  thus  determined  the  sectional  correction  for  each  fixed 
coil  for  each  group  of  moving  coils  with  which  it  is  to  be  used,  we 
in  a  similar  manner  determine  the  sectional  corrections  for  each 
moving  coil.  Calling  F^  the  force  obtained  when  the  fixed  coil 
is  replaced  by  a  single  turn  and  the  moving  coil  is  quartered,  we 
have  for  the  corrected  force,  both  coils  subdivided,  the  expression 


F=F,(i+a^  +  8J 


Ff-F, 


where  hf  =  -^— — ^,   and  is   determined  by  calculation  with  the 

special   fixed  coil    under   discussion   but   with   any    moving   coil 

having  approximately  the  same  radius  as  that   concerned  in  F; 

F    — F 
and  h^n  =  -^^ — -  and  is  determined  for  the  special  moving  coil  con- 
^  1 

cerned  in  F,  but  for  any  fixed  coil  of  approximately  the  same  radius 

as  that  used  in  F. 

(2)   Or,  after  calculating  the  value  of  F^  as  defined  above,  we 

may  proceed  by  the  method  just  described  to  the  determination  of 

the  effect  of  the  area  of  section  for  a  coil  of  approximately  the 

same  radius  and  of  strictly  square  cross  section  of  approximately 

the  same  sectional  area  as  the  actual  coils.     This  effect  will  be 

very  small,  and  over  a  considerable  range  will  be  independent  of 

the  radius  of  the  coil.     Then,  by  means  of  the  variation  formula 

given  below  (and  derived  in  the  appendix,  p.  376,  where  this  method 

46905°— 12 7 
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is  considered  more  in  detail),  the  correction  for  the  departure  of 
the  actual  section  from  an  exact  square  may  be  determined  and 
applied  for  each  coil.  This  method  greatly  lightens  the  labor  of  com- 
putation, but  was  not  used  in  the  present  work  except  as  a  check, 
because  of  a  failure  to  realize  earlier  the  range  of  application  and 
the  accuracy  of  the  method.  A  thorough  test  of  the  method  has 
been  made,  and  in  the  future  it  can  be  used  with  all  confidence. 
Using  the  values  of  the  mean  radii  as  given  in  Table  VII,  and 
the  sectional  dimensions  as  given  in  Table  VI,  and  the  distances 
for  m.aximum  force  as  just  determined,  we  find  the  values  (FJ  for 
the  forces  in  dynes  per  C.  G.  S.  current  turn,  as  given  in  Table  XI. 
In  the  column  headed  "  I  for  1.5  g  "  in  this  table  are  given  the  cur- 
rents in  absolute  amperes  which,  when  passed  in  series  through  the 
given  pairs  of  coils,  will  give  in  each  case  a  force  corresponding 
to  1.5  g  at  a  place  where  the  acceleration  of  gravity  is  980.091 
cm  per  second  per  second,  the  windings  of  each  coil  being  in  par- 
allel and  the  radii  the  same  as  if  the  coils  were  at  2  2?oo  C  and 
carried  no  load 

TABLE  XI 

Constants  of  the  Balance 


Coils 

Fi 

5fX10+6 

5^X10+6 

F 

I 

(in  absolute  am- 
peres) for  1.5  g 

M2,L3 

5.355834 

-  48.1 

-     3.4 

5.355558 

0.7676410 

M2,L4 

5.353251 

-  80.9 

-     3.4 

5.352799 

0.7678387 

MS,  SI 

5.417298 

-136.8 

+  100.2 

5.417100 

0.840503i 

MS,  S2 

5.423552 

-149.9 

+  100.2 

5.423282 

0.8400239 

M3,L1 

3.137781 

+  16.6 

+  69.6 

3.138051 

0.858911i 

M3,  L2 

3.137953 

+  50.7 

+  69.6 

3.138331 

0.8588728 

MS,  L3 

3.147665 

-  44.5 

+  69.6 

3.147744 

0.858250* 

MS,L4 

3.146292 

-  70.9 

+  69.6 

3.146282 

0.8584489 

M4,L3 

5.318310 

-  48.1 

-  28.0 

5.317906 

0.775759: 

M4,L4 

5.315754 

—  80.9 

-28.0 

5.315175 

0.7759592 

23.   EFFECT   OF  ERRORS  IN   SECTIONAL  DIMENSIONS 

In  the  section  dealing  with  the  determination  of  the  ratio  of  the 
radii,  we  have  considered  how  an  error  in  the  sectional  dimensions 
affects  the  radius  as  computed  from  the  observ^ed  ratio  of  the  gal- 
vanometer constants.     This  per  cent  error  in  the  radius  multi- 
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plied  by  the  factor  e   (Table  X)   gives  the  per  cent  error,  thus 
introduced  into  the  force. 

But  having  assumed  values  for  the  radii,  the  sectional  dimen- 
sions again  enter  in  the  computation  of  the  force,  and  so  an  error 
in  them  produces  a  second  error  in  the  force.  The  most  direct 
estimation  of  this  error  is  obtained  by  a  consideration  of  the 
spherical  harmonic  expansion  of  the  force  between  two  coils  of 
finite  section.  This  expression  may  be  obtained  from  that  for 
two  linear  circular  circuits  either  by  direct  integration,  or  by 
the  use  of  Taylor's  theorem  as  was  done  by  Maxwell  (Elec.  and 
Mag.,  Vol.  II,  §700),  and  is  of  the  form 


-^i=-^o+^'i^+^': 


'?+< 


A\Tience,  by  Maclaurin's  theorem,  the  value  F  of  the  force  given  by 
p  =  Pi-\-  Sp^,  etc. ,  is  given  by  the  expression 


z/F    F-F, 
F  -    F, 

a^        ^a^ 

P2           a" 

While  it  is  impracticable  to  calculate  the  coefficients  with  sufficient 
accuracy  to  enable  us  to  determine  F^  from  Fq  and  a  knowledge 
of  the  sectional  dimensions  of  the  coils,  they  can  be  readily  deter- 
mined with  ample  accuracy  for  use  in  the  variational  equation 
just  given.  In  the  sectional  dimensions,  the  subscript  i  refers 
to  the  fixed  coil  and  the  subscript  2  to  the  movable  one.  The 
expressions  for  the  coefficients  in  terms  of  the  radii  of  the  coils 
and  of  their  distance  apart  are  given  in  the  appendix,  page  378, 
and  when  evaluated  yield  the  numbers  given  in  Table  XII. 

TABLE  XII 

Variation  of  Force  with  Sectional  Dimensions  (Radii  Constant) 


A 
a 

\ 

X, 

\ 

2 
2.5 

+  2.523 
+  1.954 

-0.8478 
-0.4361 

+  1.704 
+  1.201 
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Denoting  the  errors  thus  introduced  by  the  letter  C,  and 
those  introduced  by  the  error  in  the  determination  of  the  radius 
from  the  galvanometer  constant  by  the  letter  G,  we  find  that  an 
error  of  o.oi  mm  in  the  axial  breadth  2a  or  in  the  radial  depth 
2p  produces  the  errors  in  the  force  given  in  Table  XIII. 

TABLE  XIII 
Effect  of  Errors  in  the  Sectional  Dimensions 


Radii 

Dimensions 

of  square 

section 

5F  in  parts  per  million  for  a  variation  of  0.001  cm  in  the  radial  depth  or  axia! 
breadth 

Mov- 
ing 

Fixed 

Mov- 
ing 

Fixed  coil 

Moving  coil 

Fixed 

For  variation  in 
depth 

For  variation  in 
breadth 

For  variation  in 
depth 

For  variation  in 
breadth 

G 

C 

Sum 

G         C 

Sum 

G 

C 

Sum 

G 

C 

Sum 

cm 

cm 

cm 

cm 

i 

20 

10 

1.58 

1.0 

-1.68 

+2.  50+0.  82 

+2.53-3.35-0.82 

+4.  26  +4.  26 

+8.52 

-6.39 

-2.12-8.51 

25 

12.5 

2.00 

1.0 

-1.36 

+2.02+0.66 

+2.041-2.71-0.67 

+2.  72  +2.  73 

+5.45-4.09 

-1.36 

-5.45 

25 

10 

2.00     1    1.0 

-1.23+1.56'+0.33 

1            1 

+  1.85-2.18-0.33 

1            1 

+3.  86  +3.  02 

+6.88-5.79 

-1.09 

-6.88 

From  Table  XIII  it  appears  that  while  the  two  errors  nearly 
balance  one  another  in  the  case  of  the  fixed  coils,  they  add  together 
in  the  case  of  the  moving  coils,  and  even  for  the  small  assumed 
error  of  o.oi  mm  in  2a  or  2/?  may  amount  to  over  8  in  a  million 
in  the  force,  or  4  in  a  million  in  the  current.  This  is  about  the 
magnitude  of  the  uncertainty  in  the  present  work,  due  to  errors 
in  measuring  the  cross  sections  of  the  coils.  If  the  cross  sections 
were  larger,  this  error  would  be  increased,  and  hence  the  cross 
section  should  be  kept  as  small  as  practicable. 

V.   THE  MEASUREMENT  OF  CURRENT 


24.   GENERAL  DESCRIPTION 


As  already  stated,  the  current  which  passed  through  the  coils 
of  the  current  balance  also  passed  through  a  standard  resistance, 
and,  by  means  of  a  calibrated  potentiometer,  the  drop  of  poten- 


dZ%, Miller]      International  Ampere  in  Absolute  Measure  335 

tial  between  the  terminals  of  this  resistance  was  measured  in  terms 
of  a  Weston  normal  cell. 

Knowing  the  electromotive  force  of  this  cell  in  international 
volts,  as  defined  by  that  value  for  the  mean  Weston  normal  cell 
(1.0183,  at  2o?oo),  which  was  adopted  by  the  international  com- 
mittee to  take  effect  after  January  i,  191 1,  and  knowing  the 
resistance  in  international  ohmxs,  the  value  of  the  current  in  inter- 
national amperes  (191 1)  is  known.  The  term  ''international 
ampere  (191 1)  "  is  used  in  this  paper  to  denote  that  ctirrent  which, 
when  passed  through  a  resistance  of  i  international  ohm,  will 
produce  between  the  extremities  of  the  latter  a  potential  differ- 
ence of  I  international  volt,  as  defined  by  the  value  adopted  for 
the  mean  Weston  normal  cell. 

This  ciurent,  measiured  in  international  amperes,  as  just  described, 
is  measiured  in  absolute  amperes  by  means  of  the  current  balance. 
To  find  the  ratio  of  these  two  numerical  values  of  the  same  current 
is  the  object  of  this  investigation. 

The  same  result  may  be  stated  in  a  different  form  by  saying 
that  the  quotient  of  this  ratio  into  the  electromotive  force  of  the 
mean  Weston  normal  cell  at  2o?oo  C  (by  definition  1.0183  inter- 
national volts)  is  equal  to  the  electromotive  force  of  this  mean 
cell  in  terms  of  the  absolute  ampere  and  the  international  ohm. 
The  unit  of  electromotive  force  as  thus  expressed  depends  both 
upon  the  absolute  and  the  international  system,  and  consequently 
is  called,  in  this  paper,  a  "  semxiabsolute  volt."  In  this  investiga- 
tion we  have  found  that  the  electromotive  force  of  the  mean 
Weston  normal  cell  at  2o?oo  C  is  1.018  22  semiabsolute  volts. 

If  the  silver  voltameter  were  as  convenient  an  instrument  as 
the  standard  cell  and  were  defined  by  complete  official  specifica- 
tions, a  better  method  w^ould  be  to  state  the  result  in  terms  of 
the  mass  of  silver  deposited  in  a  silver  voltameter  per  second  by 
the  absolute  ampere,  as  Rayleigh  did  thirty  years  ago.  But  the 
measurement  of  ciu-rent  with  high  precision  by  the  silver  volta- 
meter is  still  an  investigation  rather  than  an  operation,  and  the 
complete  specifications  are  as  yet  undefined;  consequently,  for  pre- 
cise meastirements  in  practice,  the  standard  cell  and  resistance 
are  always  employed.  We  have,  however,  in  section  38  given  our 
final  result  in  terms  of  the  electrochemical  equivalent  of  silver  as 
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found  by  a  large  number  of  observations  with  two  types  of  vol- 
tameters at  the  Bureau  of  Standards. 

In  the  actual  work  the  potentiometer  was  connected  to  meas- 
ure directly  the  drop  of  potential  across  the  standard  resistance, 
or  to  measure  the  small  difference  between  this  drop  in  potential 
and  the  electromotive  force  of  the  cell.  In  the  first  case  a  sen- 
sibility of  about  8  in  I  000  000  for  i  mm,  and  in  the  second  of 
about  3  in  I  000  000  for  i  mm  deflection,  was  secured.  The  scale 
distance  was  270  cm.  By  means  of  a  continuously  variable  resist- 
ance, the  deflection  could  be  kept,  as  a  rule,  within  a  quarter  of  a 
millimeter  during  the  time  necessary  for  the  determination  of  the 
rest  point  of  the  balance,  and  frequently  it  could  be  kept  appar- 
ently zero  for  this  length  of  time.  Hence,  there  is  no  appreciable 
error  in  the  work  due  to  variation  of  the  current  during  meas- 
urement. 

25.   MANIPULATION   OF  THE  BALANCE 

In  the  manipulation  of  the  balance  three  points,  in  addition  to 
the  control  of  the  current,  have  to  be  considered. 

First. — Slight  changes  in  the  zero  of  the  balance  may  be  pro- 
duced by  arresting  it.  Consequently,  it  is  better  to  change  the 
weight  and  to  reverse  the  current  without  arresting  the  balance. 
By  means  of  a  suitable  arrangement  for  manipulating  the  weight 
without  opening  the  balance  case,  the  circular  reversing  switch 
already  described,  and  an  air  jet  (produced  by  squeezing  a  rubber 
bulb)  for  deflecting  the  balance  beam,  it  is  possible  with  practice 
to  make  the  reversal  of  the  cturent  and  the  change  in  weight 
simultaneous,  so  that  the  balance  receives  no  bump  or  jar  in  the 
process.     This  procedure  has  been  followed  throughout  this  work. 

Second. — Though  the  change  in  the  weight  does  not  jar  the  bal- 
ance, it  does  usually  start  the  pan  and  the  coil  to  swinging  slightly. 
This  vibration  is  stopped  by  gently  touching  with  a  camel' s-hair 
brush  the  tube  by  which  the  coil  is  suspended  from  the  pan.  This 
is  done  in  the  space  between  the  balance  case  and  the  coil  case. 

Third. — Owing  to  slight  changes  in  temperatiure  or  other  causes, 
the  zero  of  the  balance  is  usually  continually  drifting.  Also,  the 
earth's  field  exerts  a  slight  force  upon  the  current  in  the  moving 
coil.  Both  of  these  effects  may  be  eliminated  at  the  same  time 
if  a  series  of  weighings  are  made  with  the  weight  alternately  on 
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and  off,  the  current  in  the  moving  coil  being  always  in  the  same 
direction  and  that  in  the  fixed  coils  being  alternately  direct  and 
reverse.  As  stated  in  an  earlier  portion  of  this  paper,  the  current 
is  always  adjusted  to  such  a  value  that  these  simultaneous  changes 
in  the  weight  and  the  direction  of  current  produce  but  a  slight 
change  in  the  rest  point  of  the  balance. 


46.4 
46.2 
46.0 
68.0 
67.8 
67.6 
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67.2 
67.0 
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Fig.  14. — Plots  of  three  typical  runs  on  the  current  balance.      The  abscissae  are  times  in 
minutes;  the  ordinates  are  doubled  scale  readings  in  centimeters 

By  this  procedure  the  effect  of  the  earth's  field  is  reduced  to  a 
very  slight  permanent  displacement  of  the  zero  of  the  balance. 
The  difference  between  the  change  in  the  weight  and  twice  the 
force  exerted  by  the  fixed  coils  on  the  moving  coil  is  directly  given 
by  the  difference  in  the  rest  points  of  the  balance. 

To  eliminate  the  drift,  the  time  at  which  each  rest  point  is 
taken  is  noted,  and  the  rest  points  are  plotted  as  functions  of  the 
time.     Under  favorable  conditions  they  will  lie  upon  two  parallel 
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straight  lines,  generally  slightly  inclined  to  the  time  axis.  The 
distance  between  these  lines  measured  perpendicularly  to  the  time 
axis  is  proportional  to  the  amount  by  which  twice  the  force  due 
to  the  current  differs  from  the  gravitational  force  exerted  upon 
the  weight  used.  A  set  of  four  pairs  of  observations  can  be 
obtained  in  about  30  minutes.  Three  such  ''runs"  are  shown  in 
Fig.  14. 

For  two  reasons  this  graphical  treatment  of  the  observations 
is  considered  superior  to  the  mere  numerical  averaging,  as  is  usual 
in  the  determination  of  the  rest  point  of  a  balance.  First,  the 
observations  can  not  be  taken  at  strictly  equal  intervals  of  time; 
and,  second,  irregular  behavior  due  to  imperfect  current  control, 
swinging  of  the  coil,  variations  in  the  air  currents,  change  in  the 
rate  of  drift,  etc.,  is  detected  much  more  readily  when  the  results 
are  plotted;  and  single  erratic  points  can  be  readily  given  reduced 
weight. 

As  already  stated,  the  deflection  of  the  balance  beam  is  read  by 
a  mirror  and  telescope  and  scale,  at  a  scale  distance  of  250  cm. 
Each  resting  point  is  determined  from  at  least  five  turning  points. 
The  amplitude  of  oscillation  is  usually  such  that  the  displacement 
of  the  moving  coil  from  its  position  of  rest  does  not  exceed  about 
0.2  mm. 

The  weights  used  were  of  platinum,  and  the  correction  for  the 
buoyancy  of  the  air  was  taken  as  56  parts  per  million. 

26.   ADJUSTMENT   OF  THE   COILS 

Having  carefully  leveled  and  clamped  the  fixed  coils  in  posi- 
tion, as  already  described,  the  moving  coil  is  adjusted  to  approxi- 
mately the  proper  height  by  means  of  the  nut  screwing  on  the 
suspending  tube  and  resting  upon  the  pan  of  the  balance.  Then, 
by  means  of  the  long  screws  by  which  the  coil  is  connected  to  the 
suspending  tripod,  it  is  leveled  and  adjusted  (by  direct  measure- 
ment) ,  as  near  as  may  be,  midway  between  the  fixed  coils.  These 
adjustments  are  tested  by  means  of  a  surface  gauge  resting  on 
the  surface  of  the  lower  coil,  and  moved  from  point  to  point. 
While  testing  this  adjustment,  the  balance  pan  should  be  hang- 
ing freely  on  its  knife-edge,  and  the  beam  should  be  just  locked. 
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Then  a  star,  which  just  fits  inside  the  forms  of  the  fixed  coils 
and  which  has  a  hole  in  its  center  through  which  passes  a  coni- 
cally  pointed  brass  rod,  is  placed  in  the  lower  coil.  The  star  is 
held  in  place  by  flanges  resting  on  the  surface  of  the  coil,  and 
when  so  placed  the  rod  in  its  center  coincides  with  the  axis  of  the 
coil.  While  the  balance  pans  are  freely  suspended  from  their 
knife-edges,  this  rod  is  pushed  up  until  its  tip  passes  into  the 
3-mm  hole  in  the  center  of  the  star  by  which  the  moving  coil  is 
suspended.  If  the  tip  of  the  rod  is  not  central  to  the  hole,  the 
balance  is  properly  shifted  until  the  observer  is  no  longer  able  to 
decide  which  side  of  the  hole  is  first  touched  by  the  conical  tip 
as  the  rod  is  raised.  When  this  condition  is  attained,  the  center 
of  the  moving  coil  must  lie  very  nearly  upon  the  axis  of  the  lower 
coil. 

Since,  when  properly  adjusted,  the  force  for  a  given  current  is 
a  minimum  for  lateral  and  a  maximum  for  vertical  displacements 
of  the  moving  coil,  it  is  very  easy  to  determine  the  proper  adjust- 
ment from  a  study  of  the  variations  in  the  force  as  the  coil  is 
slightly  displaced  in  different  directions.     This  was  always  done. 

For  each  of  the  three  mutually  perpendicular  adjustments  weigh- 
ings were  made  with  the  moving  coil  in  at  least  three  positions,  of 
which  at  least  two  were  approximately  equidistant  from  and  on 
opposite  sides  of  the  position  corresponding  to  the  maximum  (or 
minimum)  force.  These  forces  reduced,  if  necessary,  to  the  same 
current,  were  plotted,  on  a  suitable  scale,  in  terms  of  the  position 
of  the  coil;  the  theoretical  curve,  connecting  the  force  with  the 
displacement  of  the  moving  coil,  was  plotted  on  the  same  scale 
and  fitted  to  the  observations,  as  well  as  possible.  The  position, 
thus  determined,  of  the  vertex  of  the  curve  is  the  proper  setting 
for  the  moving  coil.  Four  of  these  curves  are  shown  in  Figs.  15 
and  16.  The  two  curves  in  Fig.  15  are  drawn  to  the  same  scale; 
A  applies  to  the  small  moving  and  the  small  fixed  coils,  B  to  the 
same  moving  coil  and  the  large  fixed  coils.  In  Fig.  16,  C  is 
drawn  to  the  same  scale  as  A  and  B,  and  applies  to  large  moving 
coil  and  the  large  fixed  coils.  For  D  the  scale  of  the  abscissas  is 
reduced  by  the  factor  ^[2,  otherwise  D  is  the  same  as  C,  but 


340  Bulletin  of  the  Bureau  of  Standards  [Voi.  s.  no.  z 


....  _. 

1 

0 

/ 

■^ 

A 

/ 

N 

N^. 

/ 

/ 

s 

\ 

/ 

/ 

B 

s 

\ 

/ 

/ 

\ 

\, 

-1 

/ 

. — 

5  cm 

—  - 

\ 

/ 

\ 

/ 

/ 

1  mj)i 

\ 

\ 

/ 

\ 

0 

U 

\ 

N 

/ 

/ 

\ 

^^ 

V- 

\ 

\ 

> 

, 

\^ 

/ 

\ 

/ 

\ 

/ 

/ 

V 

/ 

1 

\ 

/ 

\ 

/ 

/ 

\ 

\ 

/ 

-- 



5  cm 

-  —  - 

, 

r"" 

\ 

/ 

\ 

1  m/)t 

\ 

\ 

\ 

i 

^ 

i 
i 

\ 

\ 

Fig  15.  —  Vertical  displacement  curves 


dZ%  Muier]      International  Ampere  in  Absolute  Measure 


341 


i 

0 

y^ 

-^ 

-- 

"^S^l 

! 

.<^ 

/- 

\ 

/ 

/ 

( 

^ 

\ 

/ 

\ 

/ 

\ 

/ 

/ 

\ 

\ 

/ 

\ 

/ 

\ 

/ 

s 

\ 

/ 



5  cm 

1 



-- 

\ 

/ 

\ 

\ 

/ 

1  rtvm 

\ 

! 

/ 

• 

\ 

/ 

1 
! 

/ 

[ 

) 

/ 

l\ 

/ 

j     ^ 

K 

/ 

\j 

1  mm 

/ 

\         ! 

\ 

/ 

\ 

\ 

/ 

/ 

\ 

/ 

\. 

/ 

\ 

/ 

/ 

1 

\ 

4 

\ 

^ 

^ 

r 

1 

1 

0 

1 

1 

i 

1 

Fig.  16. —  Vertical  and  horizontal  displacement  curves 


342  Bulletin  of  the  Bureau  of  Standards  [Vci.8,no.2 

inverted.^^  This  change  of  scale  is  made  so  that  the  same  theo- 
retical cur^^e  can  be  used  for  the  obser\^ations  on  lateral  as  on 
vertical  displacements.  The  point  P  gives  the  force  when  the 
moving  coil  is  displaced  i  mm  from  the  maximum.  This  corre- 
sponds to  a  change  of  about  5  cm  on  the  scale,  which  is  used  to 
read  the  rest  points  of  the  balance. 

As  there  appealed  to  be  no  reasonable  chance  of  the  balance 
being  accidentally  displaced  horizontally  after  it  was  once  adjusted 
and  the  screws  locked,  and  as  numerous  observations  during  the 
prehminary  work  had  failed  to  disclose  any  such  shift,  this  hori- 
zontal adjustment  was  in  the  final  observations  usually  made  but 
once  for  each  combination  of  coils.  On  the  other  hand,  a  dis- 
placement of  the  reading  telescope  might  occur,  and  this  would 
change  the  reading  for  the  correct  vertical  position  of  the  coil. 
Consequently,  the  correct  vertical  position  of  the  coil  was  deter- 
mined daily;  seldom,  however,  was  any  accidental  change 
observed. 

27.   INSULATION   OF  THE   COILS  AND  ELECTROSTATIC  EFFECT 

Each  time  the  coils  were  adjusted,  their  insulation  resistances 
were  measured  just  before  proceeding  to  the  electrical  adjustment 
of  the  moving  coil.  To  do  this  each  coil,  taken  one  at  a  time,  had 
one  terminal  of  each  winding  disconnected  from  the  leads.  Then 
the  insulation  resistance  between  the  two  windings  was  tested  by 
a  direct  deflection  method,  using  a  well  insulated  portable  battery 
of  40  volts.  The  sensibility  was  such  that  i  mm  deflection  cor- 
responded to  25  000  megohms. 

When  the  circuit  connecting  the  balance  with  the  apparatus  on 
the  table  was  opened  by  disconnecting  one  coil  from  the  commu- 

-1  From  considerations  of  s>Tnmetry  and  the  fact  that  the  force  satisfies  I^place's  equation,  we  have  the 
expression 

F  =  F   +  k  8^  PJ,d)+  terms  in  fourth  and  kigker  powers  of  o 

connecting  the  force  F  acting  on  the  moving  coil  when  symmetrically  placed  with  reference  to  the  two 
fixed  coils  and  the  force  F  when  the  coil  is  displaced  from  this  position  by  the  amount  o,  along  a  line  inclined 
at  an  angle  d  with  respect  to  the  common  axis  of  the  fixed  coils.  P  (0)  is  the  second  zonal  harmonic.  Hence, 
denoting  the  change  in  F  for  an  axial  displacement  by  dF  and  the  change  for  a  radial  displacement  by 
dF  ,  we  have  (since  P  (6)  =  i  when  8=0°  and  is  equal  to  —  ^  for  (9=  90°) 

dF  =kd'- 


dF  =-  'Ako^ 


<fy 


which  shows  that,  in  order  to  use  the  same  curve  (only  inverted)  for  both  the  axial  and  the  radial  dis- 
placements, the  scale  of  abscissas  must  be  changed  by  the  factor  V2. 
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tator,  its  resistance  was  never  low  enough  to  give  a  deflection 
exceeding  3  mm  for  40  volts. 

The  large  coils  showed  considerable  absorption,  the  deflection 
on  closing  the  circuit  (after  the  initial  charge  due  to  the  electro- 
static'capacity)  being  large,  this  deflection  rapidly  decreased,  and 
after  a  minute  seldom  exceeded  10  cm.  In  the  later  measure- 
ments it  but  once  amounted  to  so  much  as  25  cm;  that  is,  the 
insulation  resistance  w^as  but  once  so  low  as  100  megohms.  The 
capacity  and  the  leakage  between  the  windings  and  the  form  on 
which  they  were  wound  were  somewhat  greater  than  those  between 
the  windings,  but  seldom  did  the  insulation  resistance  fall  appre- 
ciably below  100  megohms.  The  capacity  effect  for  the  moving 
coils  was  always  much  smaller  than  for  the  fixed  coils,  and  the 
insulation  resistance  was  considerably  higher.  It  thus  appears 
that  the  insulation  of  the  coils  and  connections  throughout  was 
so  high  that  there  was  no  error  due  to  leakage. 

To  obviate  any  electrostatic  force  upon  the  moving  coil,  its 
windings  were  at  all  times  directly  connected  to  the  water  jacket 
by  means  of  a  wire  running  from  the  commutator.  Thus  the 
water  jacket  and  all  of  the  surrounding  framework  were  brought 
to  the  potential  of  the  moving  coil.  A  number  of  tests  showed 
that  no  appreciable  current  flowed  through  this  wire. 

28.   TEMPERATURES 

In  the  earlier  work,  the  measurements  of  the  temperatures  of 
the  coils  were  somewhat  uncertain ;  the  temperatures  of  the  fixed 
coils  were  determined  by  thermometers  attached  to  the  forms, 
and  that  of  the  moving  coil  was  inferred  from  the  temperature  of 
the  surrounding  water  jacket,  a  preliminary  experiinent  being 
made  to  determine  the  difference  between  them  under  working 
conditions. 

In  the  later  work — that  is,  after  the  summer  of  19 10 — all  tem- 
peratures are  based  upon  the  electrical  resistances  of  the  coils  as 
described  in  the  section  on  the  ratio  of  the  radii.  The  resistances 
at  a  known  temperature  near  22 ?o  C,  and  with  no  load,  were 
measured  when  the  temperature  conditions  were  steady,  usually 
in  the  morning.  It  was  done  by  a  potentiometer  method,  using  a 
low  current  (o.i  ampere)  and  keeping  it  on  for  as  short  a  time  as 
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possible.  In  the  case  of  the  fixed  coils,  the  measurements  were 
made  at  the  proper  terminals  of  the  mercury  commutator  attached 
to  the  end  of  the  coil  case.  For  the  moving  coil,  a  pair  of  potential 
leads  extends  down  the  suspending  tube  and  connects  with  the 
vertical  current  leads,  where  the  latter  join  the  horizontal  leads 
extending  across  the  coil. 

These  measurements,  together  with  the  temperatures  of  the 
coils  as  given  by  the  thermometers  attached  to  the  fixed  coils, 
and  inserted  in  the  water  jacket  surrounding  the  moving  coil, 
enable  us  to  calculate  the  electrical  temperature  of  the  coils  (as 
defined  in  the  section  on  the  ratio  of  the  radii)  from  any  future 
measurement  of  the  resistance,  provided  the  lead  connections  have 
not  been  changed  in  the  interval.  The  resistance  with  no  load 
was  measured  on  at  least  two  days  for  each  combination  of  coils 
used;  these  observations  were  always  quite  concordant. 

No  weighings  were  taken  until  the  working  current  had  been  on 
the  circuit,  and  water  at  the  desired  temperature  had  been  circu- 
lating through  the  system  for  an  hour  or  an  hour  and  a  half.  By 
this  time  temperature  equilibrium  has  been  about  established,  the 
drift  of  the  balance  has  become  slight,  and  the  resistances  of  the 
coils  have  become  nearly  constant. 

During  the  weighings,  the  resistances  of  the  coils  were  measured 
several  times  a  day,  and  the  thermometers  in  the  oil  baths  con- 
taining the  standard  resistance  and  the  cells,  those  attached  to 
the  fixed  coils  and  those  in  the  water  jacket,  and  the  coil  case, 
were  read  after  nearly  every  run.  The  latter  observations  were 
for  the  purpose  of  checking  the  constancy  of  the  conditions,  and 
were  not  used  in  the  actual  reduction  of  the  results. 

The  temperature  of  the  oil  in  the  cell  bath,  and  of  the  water 
circulating  through  the  coils  and  water  jacket,  were  thermostat- 
ically controlled.  Both  were  well  stirred  by  propellers  driven  by 
electric  motors. 

The  oil  in  the  bath  containing  the  standard  resistance  was 
stirred  by  a  propeller  pump  driven  by  a  small  electric  motor. 
The  excess  in  temperature  of  the  wire  of  the  resistance  above 
that  of  the  oil  was  determined  experimentally  to  be  o?56  C  per 
watt  under  working  conditions,  and  the  proper  correction  has 
been  applied. 
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29.   SUM  AND  DIFFERENCE  OF  FORCES 

By  means  of  the  mercury  commutator  attached  to  the  end  of 
the  coil  case,  we  can  readily  connect  the  fixed  coils  either  so  that 
the  forces  which  they  exert  upon  the  moving  coil  are  in  the  same 
direction,  and  thus  can  measure  their  sum;  or  by  reversing  either 
of  the  fixed  coils  we  can  oppose  the  forces  and  so  measure  their 
difference.  By  measuring  both  the  sum  and  the  difference  we 
can  readily  determine  the  force  exerted  by  each  of  the  two  coils. 

The  measurement  of  the  difference  in  the  forces,  combined  with 
the  effect  of  interchanging  the  upper  and  lower  coils,  gives  a  check 
on  the  accuracy  in  the  computation  of  the  two  constants,  and  a 
splendid  check  on  the  presence  of  any  unsymmetrical  disturbance 
due  to  fixed  magnetic  masses.  Such  a  disturbance  will  cause  the 
force  exerted  by  the  lower  coil  to  be  too  small  or  too  great  always 
by  the  same  amount. 

As  we  shall  see  in  a  later  section,  measurements  of  the  difference 
in  the  forces  of  the  two  coils  also  furnish  valuable  information  as 
to  the  magnitude  and  effect  of  certain  maladjustments, 

30.   MAGNETIC  TESTS  BY  BALANCE 

As  regards  their  effect  upon  the  measurement  of  an  electric 
current  by  the  balance,  magnetic  bodies  other  than  the  coils 
themselves  may  be  divided  into  two  classes. 

The  first  class  includes  those  attached  to  the  swinging  por- 
tions of  the  balance,  beam,  pointer,  pans,  etc.  These  produce 
their  effect  solely  in  virtue  of  the  forces  which  the  fixed  coils 
exert  upon  them. 

The  second  class  includes  all  other  bodies;  what  we  may  call 
the  fixed  masses.  Their  effect  arises  from  the  forces  which  they 
exert  upon  the  moving  coil,  and  upon  bodies  of  the  first  class. 
When  observations  are  taken  in  the  manner  we  have  described,  the 
effect  of  these  bodies  upon  the  final  result  depends  solely  upon 
that  portion  of  their  magnetization,  which  is  reversed  when  the 
current  through  the  fixed  coils  is  reversed. 

The  effect  of  bodies  of  the  first  class,  in  so  far  as  it  is  inde- 
pendent of  the  current  in  the  moving  coil,  can  be  determined  by 
observing  the  deflection  of  the  balance  when  a  current  passes 
through  the  fixed  coils  only.     It  is,  in  fact,   determined  along 
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with  the  leads  of  the  moving  coil,  and  is  separated  from  the  lat- 
ter by  making  two  sets  of  observations,  differing  only  in  the 
direction  of  the  current  through  the  leads  of  the  moving  coil. 
This  was  always  done  and  the  proper  correction,  though  seldom 
amounting  to  0.0 1  mg,  has  always  been  applied.  It  seems  scarcely 
probable  that  the  value  of  this  correction  can  be  appreciably 
changed  by  the  presence  of  a  current  in  the  moving  coil. 

As  we  have  seen,  measurements  upon  the  difference  in  the  forces 
exerted  by  the  two  fixed  coils  will  serve  to  detect  the  presence  of 
bodies  of  the  second  class,  except  in  so  far  as  their  effect  is  sym- 
metrical with  reference  to  the  two  fixed  coils.  Indeed,  the  pres- 
ence of  unsymmetrically  distributed  fixed  magnetic  masses  (espe- 
cially above  and  below  the  coils)  affects  the  difference  in  the  forces 
to  a  much  greater  extent  than  it  does  the  sum;  for,  in  the  latter 
case,  the  axial  fields  of  the  fixed  coils  are  opposed,  and  so  the  bodies 
are  but  slightly  magnetized,  while  in  the  former  the  fields  are  added 
and,  consequently,  the  bodies  are  much  more  strongly  magnetized. 
This  magnification  of  the  disturbance  increases  the  value  of  this 
method  for  detecting  the  presence  of  unsuspected  magnetic  mate- 
rial and  of  testing  the  effect  of  known  magnetic  bodies. 

The  chance  of  magnetic  material  being  symmetrically  dis- 
tributed is  very  small,  and  such  a  possibility  can  be  tested  by 
taking  observations  with  the  coils  in  two  different  vertical  posi- 
tions, everything  else  being  the  same. 

All  these  tests  have  been  applied  with  satisfactory  results. 

In  order  to  form  an  idea  of  the  magnitude  of  the  possible  effect 
of  the  reenforcing  in  the  concrete  construction  supporting  the 
floor,  weighings  were  made  with  a  number  of  iron  rods  aggre- 
gating about  75  kg  placed  under  the  coils  and  at  various  distances 
below  them.  Both  the  sum  and  the  difference  in  the  forces  were 
measured.     The  results  are  given  in  Table  XIV. 

These  observations  were  made  with  moving  coil  M3  and  the 
large  fixed  coils  L3  and  L4,  L3  being  the  upper  coil;  the  current 
used  was  such  that  the  doubled  force  was  6  g ;  the  distance  between 
the  mean  planes  of  the  fixed  coils  was  about  21.3  cm. 

From  these  observ^ations  it  is  evident,  as  would  be  anticipated, 
that  the  effect  of  iron  below  the  coils  is  to  decrease  the  force 
exerted  by  the  upper  coil  and  to  increase  that  exerted  by  the  lower 


Rosa, 
Dorsey,  Miller. 


.]      International  Ampere  in  Absolute  Measure 


347 


coil.     Being  nearer  the  lower  coil,  the  increase  in  the  latter 's 

force  exceeds  the  decrease  in  the  former's,  the  difference  being 

the  resultant  effect  upon  the  sum  of  the  forces.     As  the  distance 

of  the  iron  from  the  coils  increases  the  latter  becomes  very  small. 

In  the  present  case  the  effect  of  this  large  mass  of  iron  upon  the 

sum  of  the  forces  is  imperceptible  at  1 16  cm.     On  the  other  hand, 

at  this  distance  it  affects  the  difference  in  the  forces  by  o.io  mg; 

in  this  position  the  effect  on  the  difference  is  about  lo  times  that 

on  the  sum.  , 

TABLE  XIV 

The  Increase  which  75  kg  of  Iron  at  Different  Distances  below  the  Coils 
produces  in  the  Double  Force 


Distance  of  iron 

Increase  produced  by  iron 

below  moving  coil 

SumL3+L4 

Difference  L3-L4 

Force  by  L3 

Force  by  L4 

cm 

mg 

mg 

mg 

mg 

116 

+0.01 

-  0.10 

-0.05 

+  0.05 

109 

-  0.14 

-  0.22 

100 

+0.12 

-0.05 

+  0.17 

86 

+0.22 

-  0.74 

-0.26 

+  0.48 

70 

+  1.00 

-  2.79 

-0.90 

+  1.90 

50 

+8.20 

-17.76 

-4.78 

+  12.98 

The  iron  reenforcing  in  the  concrete  floor  is  about  140  cm  below 
the  moving  coil.  There  is  about  13  kg  of  iron  per  meter  of  each 
girder  and  2  kg  per  square  meter  between  girders.  The  girders 
are  about  i.i  m  apart.  Containing  so  much  less  iron  than  we 
used  in  the  test  and  lying  at  a  greater  distance  from  the  coils,  it 
would  appear  that  the  reenforcing  can  produce  no  perceptible 
effect  upon  the  sum  of  the  forces  exerted  by  the  two  coils,  though 
it  may  produce  a  slight  effect  upon  their  difference. 

Weighings  made  with  pieces  of  iron  and  steel,  that  were  small, 
but  distinctly  larger  than  the  knife-edges  of  the  balance,  and  that 
were  placed  in  various  positions  in  the  balance  case,  and  between 
the  latter  and  the  coil  case,  proved  conclusively  that  the  mag- 
netic susceptibility  of  the  knife-edges  was  without  effect  upon  the 
observed  force. 

In  order  to  obtain  an  idea  of  the  effect  that  might  be  produced 
by  the  slight  magnetic  susceptibility  of  the  forms  on  which  the 

46905° — 12 8 


348  Bulletin  of  the  Bureau  of  Standards  {Voi.8,no.2 

fixed  coils  were  wound,  weighings  were  made  with  the  fixed  coil 
forms  covered  with  strips  of  cloth  to  which  iron  filings  had  been 
stuck  by  means  of  parafhn.  Though  the  cloth  was  thickly  pow- 
dered, the  effect  on  the  force  was  very  small.  The  best  criterion, 
however,  seems  to  be  the  agreement  between  the  results  obtained 
with  the  various  combinations  of  coils.  Although  the  magnetic 
susceptibility  of  all  the  coils  is  extremeh^  slight,  Li  has  nearly 
100  times  the  susceptibility  of  L3  and  L4,  and  yet  the  results 
obtained  agree  very  closely.  This  would  indicate  that  there  can 
be  no  error  due  to  this  cause. 

In  order  to  see  if  the  wire  used  in  winding  the  coils  is  sufficiently 
nonmagnetic,  measvirements  of  the  difference  in  the  forces  of  the 
two  fixed  coils  were  made  both  w^ith  and  without  a  marble  form 
wound  with  about  7  kg  of  the  same  w^ire  introduced  into  the 
lower  coil.  There  w^as  no  observ^able  difference  in  the  two  cases. 
31.    CORRECTIONS  TO   THE   OBSERVED   FORCE 

(a)  For  the  leads. — The  portion  of  the  observ^ed  force  which  was 
contributed  by  the  leads  was  determined  experimentally  in  the 
manner  already  described  and  the  proper  correction  was  always 
applied. 

ih)  For  spacing  and  lack  of  coaxiality  of  the  fixed  coils. — The 
constant  of  the  balance  has  been  computed  for  the  moving  coil 
in  the  position  of  maximum  force.  But,  unless  the  distance 
between  the  fixed  coils  is  exactly  right,  this  condition  can  not  be 
simultaneously  satisfied  for  both  of  the  fixed  coils.  Hence,  it 
becomes  necessary  to  consider  the  relation  that  exists  between 
the  maximum  observ^ed  force  and  that  which  would  have  been 
observed  had  the  distance  between  the  fixed  coils  been  exactly  that 
assumed  in  the  computation.  In  practice  the  distance  between 
the  two  fixed  coils  was  adjusted  so  as  to  make  the  two  maxima 
coincide  as  accurately  as  possible.  The  distance  apart  of  these 
two  maximum  points  was  generally  not  more  than  a  few  tenths 
of  a  millimeter.  The  correction  for  this  displacement  was  deter- 
mined in  every  case.  A  mathematical  discussion  of  this  subject 
is  given  in  the  appendix  to  this  paper,  page  380.  The  experi- 
mental method  of  determining  this  correction  is  as  follows: 

The  two  fixed  coils  used  together  were  always  very  nearly 
identical.     In  this  case,  the  distance  for  maximum  force,  the  value 
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of  the  maximum  force,  and  the  variation  in  the  force  for  small 
displacements  of  the  moving  coil  from  the  position  of  maximum 
are  very  nearly  the  same  for  both  fixed  coils. 

Consequently,  the  maximum  observed  force  is  obtained  when 
the  moving  coil  is  at  C,  Fig.  17,  midway  between  the  maxima 
A  and  B  of  the  two  coils  respectively,  for  a  slight  displacement 
from  this  position  will  cause  the  force  exerted  by  one  fixed  coil 
to  increase  by  the  same  amount  as  that  exerted  by  the  other 


A'  C  B' 

Fig.  17. — Graphical  plots  of  the  force  upon  the  moving  coil  due  to  each  of  the  two  fixed  coils,  and 
of  one-half  the  sum  of  their  forces,  the  distance  between  the  fixed  coils  being  such  that  the  force 
maxima  do  not  coincide 

will  decrease.  Also,  for  this  position  of  the  moving  coil  the  force 
CC  exerted  by  each  fixed  coil  will  be  less  than  the  corresponding 
maximum  forces  A  A'  and  BB'  by  the  same  amount;  therefore 

the  difference  between  the  two  forces  which  is  observed  when  the 

• 

moving  coil  is  in  this  position  is  equal  to  the  true  difference  between 
the  two  maximum  possible  forces.  Also  for  small  displacements 
from  this  position  the  observed  difference  between  the  two  forces 
will  vary  linearly  with  the  displacement,  the  rate  of  variation 
being  proportional  to  the  difference  between  the  actual  distance 
between  the  fixed  coils  and  that  corresponding  to  the  absolute 
maximum  of  force  for  the  given  current.  Hence,  the  slope  of 
the  line  representing  the  difference  in  the  forces  as  a  function 
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of  the  position  of  the  moving  coil  is  a  criterion  of  the  correctness 
of  the  spacing,  of  the  fixed  coils. 

Also,  when  the  moving  coil  is  in  the  position  A,  corresponding 
to  the  true  maximum  force  of  one  of  the  fixed  coils,  a  slight  dis- 
placement will  not  affect  the  force  due  to  this  coil,  and,  conse- 
quently, the  observed  rate  of  variation  of  both  the  sum  of  and  the 
difference  in  the  two  forces  will  be  equal  to  the  variation  in  the  force 
due  to  the  other  coil,  and  so  will  be  equal  to  one  another.  Also, 
if  the  displacements  throughout  this  range  are  small  enough  to 


Fig.  18. — The  variation  with  the  position  of  the  moving  coil  of  the  observed  sum  and  difference 
of  the  forces  exerted  by  the  two  fixed  coils  when  the  distance  between  them  is  not  that  which 
gives  coincidence  of  the  maxima 

enable  us  with  sufficient  accuracy  to  express  the  variation  of  the 
force  from  the  maximum  as  proportional  to  the  square  of  the 
displacement,  then  it  is  easy  to  see  that  the  sum  of  the  true  maxi- 
mum forces  is  as  much  greater  than  the  observed  maximum  of 
the  sum  as  the  latter  exceeds  the  observed  sum  of  the  forces  when 
the  moving  coil  is  in  the  position  of  maximum  for  either  coil; 
that  is,  when  the  moving  coil  is  in  such  a  position  that  the  rate 
of  variation  of  the  observed  sum  of  the  forces  equals  the  rate  of 
variation  of  the  observed  difference.  Consequently,  we  have  the 
following  graphical  method  for  determining  the  sum  and  the 
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difference  of  the  true  maximum  forces  from  the  observed  values. 
In  Fig.  18  let  DCE  represent  the  relation  between  the  observed 
sum  of  the  forces,  as  ordinates,  and  the  position  of  the  moving 
coil  as  abscissas;  DCE  will  be  a  parabola,  HI  its  axis.  Similarly 
and  on  the  same  scale  let  FOG  represent  the  observed  difference 
between  the  forces  (the  origin  from  which  the  difference  of  the 
forces  is  measured  will  naturally  not  coincide  with  that  used  for 
the  sum  of  the  forces) .  I^et  B  be  the  point  at  which  the  tangent 
to  the  DCE  curve  is  parallel  to  FOG.  Draw  BA  parallel  to  the 
axis  of  abscissas.  Then  the  value  of  the  difference  in  the  force 
observed  at  the  point  0  will  be  the  difference  between  the  true 
maximum  forces,  the  sum  of  the  two  maximum  forces  will  exceed 
the  force  at  C  by  the  amount  AC,  and  the  distance  between  the 
fixed  coils  differs  from  that  corresponding  to  the  true  maximum 
by  twice  the  distance  represented  hy  AB, 

The  next  approximation  in  which  the  force  of  each  coil  is  rep- 
resented by  a  cubic  is  considered  in  the  appendix,  page  383,  where 
it  is  shown  that  in  all  cases  encountered  in  the  present  work  the 
construction  just  given  is  sufficiently  exact. 

A  similar  discussion  applies  to  the  case  when  the  fixed  coils  are 
not  coaxial.  This  may  be  investigated  experimentally  by  dis- 
placing the  moving  coil  in  a  horizontal  plane.  If  the  moving 
coil  is  coaxial  with  one  of  the  fixed  coils,  the  force  due  to  the  latter 
is  a  minimum.  If  the  moving  coil  is  slightly  displaced  in  a  hori- 
zontal plane,  the  force  increases  proportionally  to  the  square  of 
the  displacement.  If  the  two  fixed  coils  are  not  coaxial,  the  sum 
of  their  forces  will  be  too  great  even  for  that  position  of  the  moving 
coil  in  which  the  sum  of  the  forces  is  a  minimum.  This  is  a 
parallel  case  to  the  one  considered  above,  where  the  maxima  do 
not  coincide,  excepting  that  the  error  is  of  the  opposite  sign.  The 
error  due  to  the  lack  of  coaxiality  may  likewise  be  determined 
experimentally  by  the  curve  of  the  difference  of  the  forces  exerted 
by  the  two  fixed  coils.  If  these  coils  are  coaxial,  their  difference 
will  be  constant  for  small  displacements  of  the  moving  coils  in  a 
horizontal  plane.  Otherwise  the  difference  will  vary  linearly  with 
the  displacement  of  the  moving  coil,  the  slope  of  the  line  repre- 
senting the  difference  will  be  a  maximum  for  displacements  of  the 
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moving  coil  in  the  same  direction  in  which  the  axes  of  the  fixed 
coils  are  displaced  relative  to  one  another.  Two  experimental 
curves  for  the  difference  taken  in  a  horizontal  plane  and  in  direc- 
tions at  right  angle  to  each  other,  allow  the  lack  of  coaxiality  to 
be  measured,  and  the  corresponding  correction  to  be  applied 
to  the  sum  of  the  forces  determined.  The  mechanical  adjust- 
ments of  the  fixed  coils  were  so  good  that  this  correction,  as 
already  stated,  always  amounted  to  less  than  five  parts  in  a 
million  in  the  force. 

(c)  For  load  and  temperature  of  coils. — We  have  calculated  the 
constants  of  the  balances  for  22?oo  C  and  no  load.  As  they  were 
used  at  different  temperatures  and  with  different  loads,  it  is  neces- 
sary to  apply  temperature  and  load  corrections. 

Either  of  two  methods  may  be  adopted  in  calculating  these 
corrections.  We  may  correct  the  calculated  constant  for  the 
load  and  the  temperatures,  and  thus  obtain  the  actual  constant 
of  the  balance  under  working  conditions;  or  we  may  correct  the 
observed  force  for  these  quantities  and  thus  obtain  the  force  that 
would  have  been  observed  had  the  coils  been  of  the  radii  assumed 
in  the  calculation  of  the  constant.  Since  the  temperatures  of  the 
coils  differ  slightly  from  time  to  time,  and  it  is  frequently  desirable 
to  study  the  variations  in  or  the  constancy  of  the  force  for  a  given 
current  and  a  given  balance  constant,  we  have  adopted  the  second 
method  and  have  corrected  the  observed  force  for  the  tempera- 
tures and  load.  Knowing  the  coefficient  of  expansion  of  the  coils, 
the  load  correction  and  the  rate  of  variation  of  the  force  with  the 
radius  (Tables  VII  and  X) ,  this  correction  is  readily  determined. 

32.  THE  OBSERVED  DIFFERENCE  IN  THE  FORCES 

Since  the  study  of  the  difference  in  the  forces  exerted  upon  the 
moving  coil  by  the  single  fixed  coils  is  of  the  nature  of  an  adjust- 
ment or  check  measurement,  it  appears  desirable  to  consider 
briefly  at  this  point  the  results  which  were  obtained  by  this  study 
during  the  final  set  of  observations.  These  are  set  forth  in  Table 
XV.  Proper  corrections  for  leads,  temperatures,  etc.,  have  been 
applied. 
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TABLE  XV 
The  Difference  in  the  Forces  (Milligrams) 
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Coils 

2Xsum 

of 
forces 

s 

Order 
of  sub- 
tracting 

Difference  in 
forces 

Change 

Mean 
A+B 

2 

M 

Calcu- 
lated 

differ- 
ence 

C 

Date 

2  or  3 
A 

Upper 
coil  is 
lor  4 

B 

on 
inter- 
chang- 
ing 

A-B 

M-C 

Nov.,  1910 

SI,  S2,  M3 
SI,  S2,  M3 

6 
6 

2-1 
2-1 

+3.45 
+3.45 

+3.43 

+0.02 

Mar.,  1911 

+3.44 

+3.43 

Mean 

+3.45 

+0.01 

LI,  L2,  M3 
LI,  L2,  M3 

6 
6 

2-1 
2-1 

+0.12 

-0.16 

Nov.,  1910 

-0.04 
+  0.11 

Mar.,  1911 

+0.08 

+0.27 

Mean 

+0.04 

-0.19 

L3,  L4,  M3 
L3,  L4,  M3 
L3,  L4,  M3 

6 
6 
6 

3-4 
3-4 
3-4 

+  1.49 
+  1.46 
+  1.61 

-0.23 

Nov.,  1910 

+  1.26 

Feb.,  1911 

Mar.,  1911 

-0.02 

+  1.39 

+  1.39 

Mean 

+  1.52 

±0.00 

L3,  L4,  M2 
L3,  L4,  M2 

6 
6 

3-4 
3-4 

+  1.58 

Sept.,  1910 
Feb.,  1911 

+  1.60 

+  1.57 

-0.01 
-0.14 

+  1.58 
+0.78 

+  1.54 
+0.77 

Mean 

+  1.58 

+0.04 

L3,  L4,  M2 
L3,  L4,  M4 
L3,  L4,  M4 

3 
6 
6 

3-4 
3-4 
3-4 

+0.78 
+  1.46 

Oct.,  1910 
Oct.,  1910 

+0.79 
+  1.60 
+  1.69 

+0.01 

Feb.,  1911 

+1.55 

+  1.54 
+0.77 

Mean 

+  1.64 

+0.01 

L3,  L4,  M4 

3 

3-4 

Oct.,  1910 

+0.79 

It  will  be  noticed  that  the  excess  of  the  mean  difference  {M) 
observed  over  the  difference  (C)  calculated  from  the  dimensions 
of  the  coils  exceeds  the  experimental  error  in  the  weighing  in  but 
a  single  case.  This  is  a  good  check  on  the  accuracy  of  the  radii 
determinations,  and  on  the  computations.  Even  in  the  case  of  the 
single  exception  the  discrepancy  is  so  small  that  were  it  entirely 
due  to  an  error  in  the  computed  constant  of  the  balance  it  could 
affect  the  measurement  of  the  ciurent  by  but  1 5  parts  in  a  million. 

In  three  cases  the  effect  of  interchanging  the  fixed  coils  lies 
well  within  the  experimental  error,  showing  the  complete  absence 
of  any  asymmetrical  distribution  of  fixed  magnetic  masses  that 
can  affect  the  measiurement  of  the  current. 
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In  the  other  three  cases  this  effect,  though  quite  measurable, 
is  still  so  small  that  even  if  it  affected  the  sum  of  the  forces  by 
its  full  amount  it  would  in  the  worst  case  amount  to  but  2  in 
a  hundred  thousand  in  the  meastirement  of  the  ciurent.  While  the 
sotirce  of  the  trouble  is  not  entirely  clear,  we  believe,  in  view  of 
the  enhanced  sensibility  of  the  method  of  difference,  that  what- 
ever its  soiurce  it  can  affect  the  measurement  of  the  current  by 
but  a  small  fraction  of  this  amount.  A  further  study  of  this 
point  is  to  be  made  shortly. 

33.   RESULTS 

The  observations  naturally  fall  into  three  distinct  groups. 
The  first  includes  those  taken  before  November  30,  1908.  These 
were  of  a  strictly  preliminary  character,  and  served  the  purpose 
of  discovering  defects  in  the  design  and  in  the  manipulation  of  the 
balance. 

Then  followed  a  long  series  of  nearly  500  meastirements  of 
current  made  between  November  30,  1908,  and  May  7,  1910. 
Dtiring  this  period  many  changes  in  the  details  of  the  work  and  of 
the  mounting  of  the  coils  were  made,  and  the  method  of  procediu-e 
adopted  in  the  final  work  was  developed  and  thoroughly  tested, 
the  effects  of  small  maladjustments  were  studied,  and  the  question 
of  the  possible  effect  of  slight  magnetic  impurities  in  the  apparatus 
and  of  a  permeability  of  the  stirroundings  slightly  greater  than 
unity  was  investigated. 

Unfortunately,  the  possible  variations  in  the  radii  of  the  coils 
with  the  humidity  (p.  286)  had  not  yet  been  recognized,  and 
the  coils  were  not  sealed.  Consequently,  these  results  are  of 
uncertain  value,  and,  as  stated  in  the  section  dealing  with  the 
ratio  of  the  radii,  the  earlier  ones  are  also  somewhat  uncertain 
owing  to  the  importance  in  that  work  of  the  parallelism  of  the 
coils  (p.  307)  being  unrecognized  at  the  time. 

A  siunmary  of  the  values  obtained  in  this  interval  is,  however, 
given  in  Table  XVI.  To  each  value  is  assigned  a  weight  equal  to 
the  total  number  of  days  on  which  observations  were  taken. 
While  the  values  have  a  much  greater  range  than  in  the  later  work, 
the  mean  of  all  is  remarkably  close  to  that  obtained  in  the  final 
measurement  s . 
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The  emf  of  the  Weston  normal  cell  at  20? 00  derived  from  the 
above  results  is  1.018  30  —  0.000  08  =  1.018  22  semiabsolute  volts. 

The  last  three  values  are  especially  interesting,  as  they  indicate 
that  the  result  given  by  Li,  the  most  magnetic  of  the  coils,  does 
not  differ  appreciably  from  that  given  by  L4,  the  best  coil. 

In  reducing  these  results  we  have  used  the  radii  observations 
of  October,  1908,  for  the  observations  between  November  30, 
1908,  and  January  5,  1909;  those  of  February,  1909,  for  the 
observations  between  March  24  and  August  7,  1909,  and  those  of 
January,  1910,  for  the  remainder. 

The  average  difference  of  the  results  obtained  in  the  14  sets  of 
measurements  shown  in  Table  XVI  (excluding  the  one  set  of 
November  17-23,  1909)  from  the  mean  of  the  whole  series  is 
2  parts  in  100  000.  If  all  the  errors  had  been  purely  accidental, 
we  could  safely  assume  that  in  so  large  a  number  of  weighings 
(482)  these  errors  would  be  very  largely  eliminated,  and  the  final 
result,  1. 018  22  volts  at  22°  C  for  the  Weston  normal  cell,  would 
be  considered  as  determined  with  very  high  accuracy. 

The  probable  error  of  this  weighted  mean  is  less  than  i  part  in 
a  million,  and  it  would  in  that  case  be  useless  to  make  any  further 
current  weighings.  But  there  was  evidence  in  this  work  of  certain 
small  systematic  errors  which  we  believed  could  be  eliminated  so 
that  a  more  satisfactory  series  of  results  could  be  obtained. 
Hence,  after  the  peculiar  effects,  finally  traced  to  changes  in 
atmospheric  humidity,  had  been  overcome,  it  was  decided  to  make 
certain  changes  for  removing  the  possibility  of  these  slight  errors, 
and  to  undertake  such  a  final  series. 

In  May,  19 10,  these  peculiar  effects  became  very  pronounced, 
and  the  rest  of  the  spring  and  summer  was  devoted  to  an  investi- 
gation of  their  cause  (see  appendix,  p.  368)  and  to  the  sealing  of 
the  coils,  the  winding  of  moving  coil  M4,  the  replacing  of  the  brick 
piers  by  wooden  ones,  and  general  preparation  for  exact  meastire- 
ments  in  the  autumn  and  winter. 

The  third  and  final  group  of  measurements  was  made  between 
September  24,  1910,  and  March  25,  191 1,  and  is  composed  of  two 
parts.  The  first  extends  to  November  17,  1 9 1 o.  Then  the  balance 
and  the  current  connections  were  entirely  taken  apart,  and  the 
ratio  of  the  radii  of  the  coils,  the  needle  correction,  the  tempera- 
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ture  coefficients,  and  the  load  corrections  were  carefully  measured. 
This  work,  with  its  reduction,  lasted  until  February.  The  con- 
stants as  thus  determined  were  used  in  the  reduction  of  all  the 
weighings  composing  this  group  and  have  been  given  in  a  former 
section  of  this  paper  (Sec.  Ill) . 

The  balance  was  then  reassembled  and  the  remaining  observa- 
tions were  made. 

All  of  the  results  are  given  in  considerable  detail  in  Table  XVII. 
As  already  stated,  at  least  two  additional  weighings  were  made 
each  day  with  the  moving  coil  displaced  considerably  from  the 
position  of  maximimi  force.  As  these  observations  were  taken 
merely  for  the  purpose  of  locating  the  position  of  the  maximum, 
they  are  of  the  nature  of  observations  for  adjustment,  and  so  are 
not  given  in  the  table  nor  considered  in  the  determination  of  the 
value  of  the  cell. 

TABLE  XVII 

Third  Series  of  Measurements  of  the  Electromotive  Force  of  the  Weston 
Normal  Cell  in  Semiabsolute  Volts,  Sept.  24,  1910-Mar.  25,  1911 


Coils 

Temperatures 

Double  force 

1 

H 

1 

i 

o 

i 

1 

i 

O 
1 

a 

i 

1! 

«  3 

a 

Date 

P 

1 

1 

I 

0 

1 

1910 

mg 

mg 

Sept.  24 

L3 

L4 

M2 

28910 

26938 

6000.08 

6000.12 

0.767748 

0.767802 

54 

70 

+  6 

28910 

26938 

.09 

.13 

49 

02 

53 

69 

+  5 

Sept.  26 

28916 

26962 

.10 

.07 

45 

798 

53 

69 

+  5 

28917 

26959 

.18 

.17 

51 

95 

44 

57-7 

28916 

26956 

.16 

.15 

50 

97 

47 

61 

-  3 

28914 

26953 

.09 

.08 

46 

97 

51 

66 

+  2 

Sept.  27 

L4 

L3 

M2 

28914 

26956 

.14 

.07 

45 

99 

54 

70 

+  6 

28910 

26946 

.32 

.23 

55 

800 

45 

59 

- 

28912 

26947 

.28 

.22 

54 

799 

45 

59 

—  5 

28912 

26947 

.23 

.17 

51 

99 

48 

63 

—  1 

Sept.  30 

28919 

26947 

5999.43 

5999.46 

06 

58 

52 

68 

+  4 

28918 

26948 

6000.12 

6000.14 

49 

96 

47 

61 

-  3 

Oct.  1 

28916 

26937 

,21 

.27 

58 

802 

44 

57 

-  7 

28916 

26937 

.22 

.27 

58 

02 

44 

57 

-  7 

28916 

26937 

.11 

.17 

51 

02 

51 

66 

+  2 

28916 

26937 

.09 

.15 

50 

02 

52 

68 
64 

+  4 

1.018235 

Mean. 

45 

+  10 
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Coils 

Temperatures 

Double  force 

i  , 

it 

O 

^1 

5 

i 

o 

01 

k 

.S5 
1| 

1 

1 

Date 

1 

i-i 

1 

1 

, 

I 
1 

0 

O 

s 

1910 

mg 

vtg 

Oct.M  6 

L4 

L3 

M2 

25982 

26921 

3000.41 

3000.26 

0.383887 

0.383914 

27 

70 

-  5 

25981 

26924 

.42 

.27 

87 

14 

27 

70 

-  5 

25982 

26924 

.47 

.32 

91 

14 

23 

60 

-15 

25980 

26921 

.41 

.26 

87 

14 

27 

70 

-  5 

Oct.M10 

L3 

L4 

M2 

23902 

23942 

.39 

.28 

88 

23 

35 

91 

+  16 

23903 

23944 

.47 

.35 

92 

22 

30 

78 

+  3 

23903 

23947 

.41 

.29 

89 

22 

33 

86 
75 

+  11 

1.018224 

Mean. 

9 

— 1 

Oct.    14 

L3 

L4 

M4 

26926 

23994 

5999.93 

6000.35 

0.775881 

0.775914 

33 

43 

-  3 

Oct.    15 

26924 

23998 

.73 

.13 

67 

12 

45 

58 

+  12 

26924 

23998 

.76 

.16 

69 

12 

43 

55 

+  9 

Oct.    17 

23948 

21965 

.91 

.22 

73 

09 

36 

46 

0 

23949 

21968 

.88 

.18 

70 

05 

35 

45 

-  1 

23949 

21968 

.92 

.22 

73 

04 

31 

40 

-  6 

Oct.    20 

L4 

L3 

M4 

23945 

21956 

.31 

5999.65 

36 

868 

32 

41 

-  5 

23944 

21956 

.98 

6000.31 

78 

907 

29 

37 
46 

-  9 

[1.018253] 

Mean. 

6 

Oct.    18 

L3 

L4 

M4 

21984 

21903 

2999.92 

2999.99 

0.548614 

0.548631 

17 

31 

-15 

' 

21980 

20997 

.54 

.64 

582 

10 

28 

55 

+  5 

21980 

20997 

3000.28 

3000.38 

649 

69 

20 

36 

-10 

21986 

21907 

.24 

.31 

43 

67 

24 

44 

-  3 

Oct.    24 

L4 

L3 

M4 

21973 

20968 

.29 

.42 

53 

76 

23 

42 

-  4 

21974 

20970 

.24 

.36 

48 

75 

27 

49 

+  3 

Oct.    25 

21970 

20956 

.23 

.37 

49 

80 

31 

56 

+  10 

21972 

20963 

.21 

.33 

45 

76 

31 

56 

+  10 

21972 

20965 

.27 

.38 

49 

76 

27 

49 

+  3 

Mean. 

46 

7 

11.01825.,] 

Oct.    28 

L4 

L3 

M3 

24924 

23968 

6000.51 

6000.27 

0.858366 

0.858434 

68 

79 

-  9 

Oct.    31 

24922 

23944 

.33 

.30 

69 

44 

75 

87 

-  1 

24924 

23955 

.33 

.25 

65 

38 

73 

85 

-  3 

24925 

23960 

.33 

.24 

64 

35 

71 

83 

-  5 

Nov.     2 

L3 

L4 

M3 

24923 

23965 

.24 

.13 

56 

37 

81 

94 

+  6 

24922 

23967 

.28 

.16 

59 

36 

77 

90 

+  2 

24922 

23967 

.30 

.18 

60 

32 

72 

84 

-  4 

Nov.     3 

28965 

27970 

.10 

.02 

49 

32 

83 

97 

+  9 

28966 

27972 

.10 

.01 

48 

31 

83 

97 
88 

+  9 

1.01821o 

Mean. 

5 

—15 





22  These  observations  were  made  with  the  windings  of  the  moving  coil  in  series. 
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Coils 

Temperatures 

Double  force 

1 
2. 

SI, 

1 

t 

o 

1 

o 

t: 

1 

o 

1 

Date 

1 

1 

S 

> 

1 

O 

•"a 

'A 

.  1910 

mg 

mg 

Nov.  4 

L2 

LI 

MS 

24984 

23995 

5999.71 

5999.79 

0.858878 

0.858935 

57 

66 

+  1 

24986 

23996 

6000.13 

6000.13 

902 

54 

52 

61 

-  4 

Nov.  5 

24986 

23994 

5999.35 

5999.36 

847 

01 

54 

63 

-2 

24990 

24904 

.07 

.07 

26 

880 

54 

63 

-  2 

Nov.  7 

LI 

L2 

MS 

25903 

23986 

.13 

.19 

35 

90 

55 

64 

-  1 

25906 

23994 

.97 

6000.01 

93 

957 

64 

74 
65 

+  9 

1.01823^ 

Mean. 

3 

+   9 

Nov.  11 

SI 

S2 

MS 

22946 

23927 

5998.86 

5998.61 

0.840166 

0.840218 

52 

62 

+  6 

Nov.  12 

22946 

23925 

.89 

.70 

72 

20 

48 

57 

+  1 

22946 

23924 

.92 

.74 

75 

19 

44 

52 

-  4 

Nov.  14 

22936 

23918 

5999.57 

5999.37 

219 

72 

53 

63 

+  7 

22936 

23921 

6000.00 

.80 

49 

302 

53 

63 

+  7 

22938 

23923 

.05 

.85 

53 

297 

44 

52 

-  4 

22938 

23923 

5999.98 

.78 

48 

97 

49 

58 

+  2 

Nov.  16 

S2 

SI 

MS 

22934 

23923 

.01 

5998.80 

179 

18 

39 

46 

-10 

Nov.  17 

22933 

23922 

6000.06 

5999.85 

253 

303 

50 

60 

+  4 

22930 

23922 

.10 

.88 

55 

299 

44 

52 

-  4 

22930 

23922 

.06 

.84 

52 

99 

47 

56 
56 

0 

1.018243 

Mean. 

4 

+18 

1911 

Feb.  3 

L4 

L3 

M4 

23928 

21922 

5999.64 

5999.99 

0.775858 

0.775905 

47 

61 

+  7 

23928 

21930 

.08 

.39 

19 

862 

43 

55 

+  1 

23929 

21929 

.16 

.48 

25 

59 

34 

44 

-10 

Feb.  4 

23928 

21914 

.04 

.40 

20 

67 

47 

61 

+  7 

23930 

21930 

.60 

.92 

53 

902 

49 

63 

+  9 

23931 

21930 

.60 

.92 

53 

898 

45 

58 

+  4 

23932 

21930 

.62 

.95 

55 

98 

43 

55 

+  1 

Feb.  6 

23920 

20998 

.76 

6000.16 

74 

914 

40 

52 

-  2 

23925 

21909 

.66 

.03 

66 

06 

40 

52 

-  2 

* 

23928 

21916 

.64 

.00 

64 

02 

38 

49 

-  5 

23930 

21922 

.63 

5999.98 

62 

01 

39 

50 

-  4 

Feb.  7 

23928 

21915 

.68 

6000.04 

61 

03 

42 

54 

0 

23929 

21922 

.66 

.00 

58 

899 

41 

53 

-  1 

23930 

21929 

.66 

5999.98 

57 

95 

38 

49 

-  5 

Feb.  8 

23928 

21920 

.70 

6000.04 

61 

902 

41 

53 

-  1 

23930 

21923 

.70 

.04 

61 

01 

40 

52 

-  2 

Mean. 

54 

4 

[1.018245] 

.... 
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Coils 

Temperatures 

Double  force 

i 

s 

ll 

1 
o 

i 

o 

a 
1 

o 

I 

§ 
es 

as 
o  3 

1 

a 

Date 

1 

1 

1 

1 

0 

•o 

1 

H  09 

li 

1911 

mg 

mg 

Feb.  14 

L4 

L3 

M2 

23924 

21973 

5999.98 

6000.10 

0.767747 

0.767801 

54 

70 

-  3 

23924 

21976 

.94 

.05 

44 

00 

56 

73 

0 

Feb.  15 

23920 

21965 

.49 

5999.62 

16 

766 

50 

65 

-  8 

23920 

21967 

.97 

6000.11 

47 

804 

57 

74 

+  1 

Feb.  16 

23920 

21959 

.94 

.10 

47 

08 

61 

79 

+  6 

23921 

21965 

.92 

.06 

44 

04 

60 

78 

+  5 

23923 

21968 

.96 

.10 

47 

01 

54 

70 

-  3 

Mean. 

73 
106 

4 

1.018226 

4-  1 

L4 

L3 

M3 

24910 

23947 

5999.99 

5999.83 

0.858335 

0.858426 

91 

Feb.  18 

+  5 

24978 

24907 

.27 

.10 

283 

372 

89 

104 

+  3 

Feb.  20 

24969 

23982 

.46 

.37 

302 

87 

85 

99 

-  2 

24972 

23989 

6000.03 

.93 

42 

428 

86 

100 

-  1 

24975 

23998 

5999.93 

.82 

34 

23 

89 

104 

+  3 

Feb.  21 

24964 

23985 

6000.13 

6000.02 

49 

31 

82 

96 

-  5 

24964 

23987 

.14 

.02 

49 

27. 

78 

91 

-10 

Feb,  25 

24970 

23999 

.19 

.05 

51 

38 

87 

101 

0 

24971 

24900 

5999.92 

5999.78 

31 

20 

89 

104 

+  3 

24972 

24901 

.93 

.79 

32 

20 

88 

103 

+  2 

Feb.  28 

24972 

24906 

.90 

.75 

29 

19 

90 

105 

+  4 

24972 

24907 

6000.21 

6000.07 

52 

36 

84 

98 

-  3 

Mar.  1 

24970 

24904 

.05 

5999.90 

40 

28 

88 

103 

+  2 

24972 

24905 

.05 

.90 

40 

22 

82 

96 

-  5 

24972 

24906 

.03 

.88 

39 

22 

83 

97 
101 

-  4 

1.01819T 

Mean. 

4 

-28 

Mar.  3 

L2 

LI 

M3 

25917 

24906 

5998.92 

5998.91 

0.858815 

0.858871 

56 

65 

-  7 

Mar.  4 

25915 

24910 

5999.49 

5999.52 

58 

918 

60 

70 

-2 

Mar.  6 

25906 

23985 

.53 

.60 

64 

29 

65 

76 

+  4 

25908 

23990 

.51 

.57 

62 

25 

63 

73 

+  1 

25910 

23995 

.57 

.62 

65 

22 

57 

66 

-  6 

. 

Mar.  7 

25908 

23988 

.55 

.62 

65 

28 

63 

73 

+  1 

25906 

23991 

.53 

.58 

63 

24 

61 

71 

-  1 

25906 

23998 

.58 

.61 

65 

21 

56 

65 

-  7 

25907 

23999 

.48 

.51 

58 

20 

62 

72 

+  0 

Mar.  8 

25902 

23994 

.97 

6000.00 

93 

61 

68 

79 

+  7 

25907 

24900 

.94 

5999.97 

90 

50 

60 

70 

-  2 

25907 

24901 

.86 

.89 

85 

50 

65 

76 

+  4 

25908 

24902 

.86 

.89 

85 

49 

64 

75 

+  3 

Mean. 

il 

4 

1.018227 

+  2 
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Coils 

Temperatures 

Double  force 

B 

CS 

If 

2 

9 

t 

3 
0 

i 

1 

c 

0 

i 

I 

% 

I 

Emf  of  cell  (semiabso- 
lute  volts) 

Date 

1 

1 

•0 

1 

1 

1 

0 

1911 

mg 

mg     \ 

Mar.  13 

SI 

S2 

M3 

23923 

24905 

5999.73 

5999.45 

0.840232 

0.840290 

58 

69 

-  3 

23927 

24908 

5998.68 

5998.37 

149 

07 

58 

69 

-  3 

Mar.  14 

23923 

24907 

5999.77 

5999.49 

228 

86 

58 

69 

-  3 

23924 

24908 

6000.05 

.74 

45 

304 

59 

70 

-  2 

Mar.  15 

23922 

24904 

.37 

6000.06 

67 

32 

65 

77 

+  5 

23924 

24907 

36 

.05 

67 

29 

62 

74 

+  2 

23926 

24910 

.31 

5999.99 

63 

24 

61 

73 

+  1 

Mar.  16 

23922 

24907 

.42 

6000.11 

81 

32 

51 

61 

-  9 

23923 

24905 

.29 

.02 

65 

28 

63 

75 

+  3 

23923 

24905 

.29 

.00 

63 

26 

63 

75 

+  3 

Mar.  17 

23922 

24907 

.35 

.04 

66 

29 

63 

75 

+  3 

23924 

24907 

.34 

.03 

65 

26 

61 

73 
72 

+  1 

1.018227 

Mean. 

3 

+  2 

Mar.  20 

L4 

L3 

M4 

23996 

21982 

5999.76 

6000.08 

0.775864 

0.775902 

38 

49 

0 

23994 

21979 

.66 

5999,98 

57 

897 

40 

52 

+  3 

Mar.  21 

23997 

21984 

.14 

.45 

23 

61 

38 

49 

0 

Mar.  22 

24900 

21985 

.05 

.38 

18 

59 

41 

53 

+  4 

24901 

21989 

.77 

6000.14 

68 

902 

34 

44 

-  5 

24902 

21995 

.79 

.13 

67 

01 

34 

44 

-  5 

Mar.  23 

23998 

21981 

.90 

.28 

77 

18 

41 

53 

+  4 

23997 

21982 

6000.01 

.39 

84 

17 

33 

43 

-  6 

23997 

21983 

5999.98 

.35 

81 

14 

33 

43 

-  6 

" 

23998 

21984 

.92 

.29 

77 

14 

37 

48 

-  1 

■ 

Mar.  24 

23996 

21976 

.93 

.32 

79 

20 

41 

53 

+  4 

23996 

21977 

.89 

.28 

77 

18 

41 

53 

+  4 

. 

24900 

21980 

.91 

.30 

78 

14 

36 

46 

-  3 

Mar.  25 

23998 

21987 

.92 

.29 

77 

18 

41 

53 

+  4 

23996 

21978 

.89 

.28 

77 

16 

39 

50 

+  1 

23998 

21982 

.85 

.23 

73 

14 

41 

53 

+  4 

Mean. 

49 

3 

[1.01825o] 





.... 

Mean,  omitting  those  obtained  with  M4 1.018225 


34.   DISCUSSION   OF  RESULTS 


(a)  The  final  mean  value. — In  taking  the  mean  we  have  omitted 
the  values  found  by  the  use  of  moving  coil  M4,  owing  to  the  fact, 
already  stated  (p.  316),  that  the  effective  sectional  dimensions  of 
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this  coil  are  not  accurately  known.  The  mean  of  the  others  is 
1.018  225.  The  mean  of  the  1910  observations  is  4  in  a  million 
higher  and  that  of  the  observations  of  191 1  are  6  in  a  million  lower 
than  the  grand  mean.  The  mean  variation  of  the  groups  from  the 
mean  of  all  is  i  part  in  100  000.  The  mean  variation  of  the 
individual  weighings  of  any  group  from  the  mean  of  that  group  is 
but  4  in  I  000  000.  The  mean  of  the  four  groups  of  observations 
obtained  with  moving  coil  M4  is  1.018  250,  and  the  mean  variation 
from  this  mean  is  but  3  in  i  000  000,  although  for  three  of  the 
groups  the  coils  were  independently  adjusted.  Observations  with 
the  other  moving  coils  would  probably  be  as  good,  but  for  none  of 
the  others  have  so  many  distinct  groups  of  observations  been 
taken  diu-ing  this  final  series.  The  high  value  obtained  by  means 
of  M4  is  due  to  the  fact  that  the  assumed  axial  breadth  of  the  coil 
is  greater  than  the  true.  From  the  method  of  winding  we  know 
that  this  is  the  case,  although  it  was  not  foreseen  when  the  coil 
was  wound.  There  is,  however,  no  way  to  determine  how  much 
too  great  it  is.  These  values  must,  therefore,  be  disregarded  in 
taking  the  mean.  We  believe  that  values  found  at  different 
periods,  but  with  the  same  combination  of  coils,  will  be  relatively 
correct  to  within  about  5  in  i  000  000,  provided  the  radii  are 
redetermined  for  each  period.  The  radii  should,  of  course,  remain 
constant,  but  an  occasional  redetermination  would  be  necessary 
to  make  sure  that  there  has  been  no  change. 

The  final  conclusion  is  that  the  electromotive  force  of  the  Bureau 
of  Standards'  concrete  realization  of  the  mean  Weston  normal  cell 
at  20?oo  C,  January  i,  191 1,  was 

1.01822  Semiabsolute  ^^  Volts 

The  probable  error  of  the  mean  1.018  225  as  given  in  the  table  is 
3  parts  in  i  000  000;  and  we  believe  it  is  a  conservative  estimate 
to  assign  to  the  value  given  above  a  possible  uncertainty,  due  to 
all  causes,  of  2  in  100  000,  a  quantity  equal  to  six  times  the  com- 
puted probable  error. 

This  differs  from  the  result  obtained  in  1907  at  the  National 
Physical  Laboratory  (1.018  18  volts  at  20°)  by  4  parts  in  100  000. 

*3  A  "semiabsolute  volt  "  is  that  potential  difference  which  exists  between  the  terminals  of  a  resistance 
of  one  international  ohm  when  the  latter  carries  a  current  of  one  absolute  ampere. 
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This  difference  may,  of  course,  be  due  to  a  great  many  sources 
combined,  but  doubtless  an  appreciable  part  may  be  due  to  a  real 
difference  in  the  cells  measured. 

(6)  Comparison  of  values  obtained  with  different  combinations  of 
coils. — In  Table  XVII  there  are  given  values  obtained  with  five 
combinations  of  coils.  Following  are  the  mean  values  in  each  of 
four  combinations,  omitting  the  one  found  with  moving  coil  num- 
ber 4: 


Millionths 

I. 

M2, 

L3, 

Iv4  gives 

I.  018  228 

A=  4 

2. 

M3, 

L3- 

L4  gives 

I.  oiS  204 

20 

3- 

M3, 

Li, 

L2  gives 

I.  018  230 

6 

4- 

M3, 

Si, 

S2  gives 

I.  018  235 

II 

Mean i.  018  224  10 

In  these  four  cases  there  have  been  employed  three  pairs  of 
fixed  coils,  two  large  and  one  small,  and  two  moving  coils  of 
different  radii.  The  excellent  agreement  of  the  results,  in  which 
the  separate  values  differ  from  the  mean  by  only  ten  parts  in  a 
million,  shows  that  the  outstanding  errors  in  the  determination 
of  the  constants  of  the  coils  and  in  the  adjustment  of  the  coils  in 
the  balance  is  very  small.  The  weight  to  be  attached  to  the  final 
mean  is  far  greater  than  if  the  work  had  been  done  with  a  single 
pair  of  fixed  coils  and  a  single  moving  coil. 

35.   ACCELERATION  OF  GRAVITY 

The  acceleration  of  gravity  in  a  basement  room  of  the  physical 
laboratory  of  this  Bureau  was  determined  in  terms  of  its  value  at 
the  gravity  pier  at  the  United  States  Coast  and  Geodetic  Survey 
by  means  of  relative  pendulum  observations  taken  by  Mr.  Wm.  H. 
Burger,  of  the  Survey,  in  August,  19 10.  The  value  of  the  accele- 
ration of  gravity  at  the  Survey  pier  is  known  in  terms  of  that  at 
Potsdam  from  the  relative  pendulum  observations  made  in  1900 
by  Mr.  G.  R.  Putnam,  of  the  Survey.  Hence  the  value  at  this 
Bureau  can  be  referred  at  once  to  that  at  Potsdam.  As  the 
result  of  a  long  series  of  determinations,  the  absolute  value  of  the 
acceleration  of  gravity  at  the  latter  place  is  believed  to  be  981.274 
cm  sec~^  with  a  mean  error  of  but  3  in  a  million. ^^     On  this  basis 

^*  Jahresbericht  Preus.  Geod.  Inst.,  1906-7,  p.  6. 
46905° — 12 9 
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the  value  in  the  basement  of  this  laboratory  is  980.094.  The 
balance  is  9  m  above  the  point  where  these  observations  were  taken, 
and  hence  the  value  at  the  balance  is  980.091  cm  per  second. 
This  is  the  value  that  has  been  used  in  the  reduction  of  the  results. 
It  is  probably  correct  absolutely  to  within  5  or  6  in  a  million. 
The  value  of  the  acceleration  of  gravity  used  in  the  reduction  of 
the  results  obtained  at  the  National  Physical  Laboratory,  and 
already  mentioned  several  times,  is  referred  to  this  same  basis. 

36.   THE  STANDARD   CELLS 

As  stated  in  a  former  section,  the  cell  actually  used  in  these 
measurements  was  some  one  of  a  group  of  four  Weston  normal 
cells,  which  were  kept  in  a  thermostatically  controlled  oil  bath  in 
the  same  room  as  the  balance.  These,  in  situ,  were  compared 
almost  daily  with  a  group  of  seven  Weston  normal  cells  main- 
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Rg.  19. —  Variation  of  standard  cell  W56  relative  to  E-j,  the  reference  set  of  this  Bureau 
One  division  of  the  ordinates  represents  ten  microvolts 

tained  continuously  at  28?oo  C,  and  forming  the  working  standard 
of  the  Bureau. 

These  seven  cells  are  known  as  W  'j,  10,  13,  20,  21,  23,  and  25, 
and  are  selected  cells.  They  were  chosen  in  December,  1907, 
from  a  large  number  of  cells,  and  at  that  time  their  mean  electro- 
motive force  was  14  parts  in  a  milHon  lower  than  the  mean  of 
the  12  cells  used  in  the  work  in  this  laboratory  by  F.  A.  Wolff 
and  C.  E.  Waters  on  the  Clark  and  Weston  standard  cells. ^^  The 
mean  of  the  12  cells  E^2  ^"^  been  referred  to  as  the  "  old  basis  "  of 
reference. 

With  reference  to  the  above-named  seven  cells,  those  used  in 
the  actual  measurements  have  changed  very  slightly.  In  Fig.  19 
is  shown  the  relative  variation  during  a  period  of  two  years  of 

25  This  Bulletin,  4,  pp.  1-81;  1907. 
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1^56,  the  cell  which  has,  except  upon  rare  occasions,  been  used. 
It  will  be  seen  that  throughout  this  period  it  has  first  increased 
II  parts  in  a  million  and  then  decreased  12  parts  in  a  million 
with  reference  to  the  seven  reference  cells. 

In  the  spring  of  19 10  delegates  from  the  National  Physical 
Laboratory,  the  Physikalisch-Technische  Reichsanstalt,  the  Lab- 
oratoire  Central  d'Electricite,  and  of  the  Bureau  of  Standards 
met  at  this  laboratory  for  cooperative  study  of  the  silver  volt- 
ameter and  of  the  standard  cell.  Each  delegate  brought  a  number 
of  cells  from  his  laboratory,  and  it  was  agreed  that  the  mean  of 
the  means  of  each  of  the  four  groups  of  cells  (one  group  from  each 
laboratory)  should  be  regarded  as  the  value  of  the  mean  Weston 
normal  cell.  The  electromotive  force  of  the  cell  at  2o?oo  C  thus 
determined  has  been  defined  by  the  International  Committee  as 
1. 01 83  international  volts. 

The  difference  between  this  value  and  the  mean  electromotive 
force  of  the  seven  cells  named  above  was  found  to  be  40  micro- 
volts, the  seven  being  the  lower.  Hence,  denoting  the  mean 
electromotive  force  of  the  seven  by  E^  and  that  of  the  mean 
Weston  normal  cell  by  E^,  we  have — 

En  =  £7  +  40  microvolts 
E^  =  E^2  +  26  microvolts 
on  June  i,  1910. 

From  numerous  intercomparisons  of  various  groups  of  cells  at 
this  laboratory  and  from  intercomparisons  with  other  labora- 
tories it  appears  probable  that  the  mean  electromotive  force  of 
those  cells  {E^^  which  were  used  in  the  determination  of  the  mean 
cell  and  which  have  since  been  kept  at  this  laboratory  has  decreased 
by  about  1 2  parts  in  a  million  in  one  year ;  or,  assuming  a  uniform 
drift,  we  may  say  that  they  have  decreased  at  the  rate  of  one  in  a 
million  per  month. 

The  difference  between  Egg  and  E^  has  been  determined  from 
time  to  time  by  direct  comparison;  hence,  assuming  the  uniform 
drift  for  E^^,  we  can  find  the  value  of  E^  in  terms  of  the  mean 
Weston  normal  cell  {E^).     This  is  done  in  Table  XVIII. 
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TABLE  XVIII 
Values  of  Ey  in  terms  of  En 


Oct.,  1910 

Feb.,  igri 

^7 

=  ^36-32^ 

=  ^36- 22°^ 

^30 

=E^-  4- 

=E,v-  8°^ 

^7 

=£.Y-36"^ 

=En-2>o^ 

From  these  observations  and  inferences  we  must  conclude  that 
E7  has  gone  up  by  6  in  a  million  from  October  to  February,  while 
the  balance  observations  seemed  to  indicate  that  it  has  gone  down 
by  about  10  in  a  milHon — a  discrepancy  of  16  in  a  million. 

This  discrepancy  is  very  small  and  is  scarcely  more  than  the 
limits  of  accuracy  with  which  it  is  at  present  possible  to  perpetuate 
a  given  electromotive  force  by  means  of  standard  cells.  For  this 
reason  we  have  assumed  that  £^7=£?Ar  — 36  microvolts  throughout 
the  period  covered  by  this  work. 

In  reducing  the  values  to  20?  00  C.  we  have  used  the  coefficients 
adopted  by  the  London  Conference,  viz : 

El    =    £^20—0-0000406(^  —  20°)     +0.00000095(^  —  20°)^ 
-f  0.000  000  001  {i  —  20^Y 

37.   THE  RESISTANCES 

The  standard  of  resistance  at  this  Bureau  is  furnished  by  a  set 
of  sealed  wire  coils  which  have  been  frequently  intercompared 
among  themselves,  and,  by  means  of  traveUng  standards,  com- 
pared with  the  standards  of  the  European  laboratories.  They 
have  been  found  to  remain  very  constant.  At  the  above-men- 
tioned meeting  in  19 10  at  Washington  a  comparison  was  made 
of  the  values  of  the  resistances  used  at  the  different  national 
laboratories  as  representative  of  the  international  ohm,  and  the 
departures  of  these  various  representations  from  what  appeared 
to  be  the  most  probable  value  of  the  mean  international  ohm  was 
determined.  The  imit  as  formerly  used  at  this  laboratory  was 
found  to  have  a  resistance  7  parts  in  i  000  000  greater  than  the 
adopted  value  of  the  mean  international  ohm.  Correction  for 
this  has  been  made  in  the  present  work,  the  results  therefore 
being  expressed  in  terms  of  the  mean  international  ohm  as  thus 
fixed. 


nlTsey,  Miller]      International  Ampere  in  Absolute  Measure  367 

38.  FINAL  RESULT  IN  TERMS  OF  THE  ELECTROCHEMICAL  EQUIVALENT 

OF  SILVER 

The  above  values  of  the  resuhs  obtained  from  the  current 
balance  are  in  terms  of  the  electromotive  force  of  the  Weston 
normal  cell  and  the  international  ohm.  We  can  also  express 
these  results  in  terms  of  the  electrochemical  equivalent  of  silver, 
and  thereby  eliminate  the  international  ohm. 

In  the  course  of  an  extended  investigation  of  the  silver  volta- 
meter in  the  laboratories  of  the  Bureau  of  Standards  by  Rosa, 
Vinal,  and  McDaniel  a  large  number  of  experiments  has  been 
made,  comparing  different  forms  of  voltameters  and  different 
methods  of  procedure.  In  three  series  of  deposits  during  the  past 
12  months,  using  very  pure  electrolyte  and  following  what  they 
consider  the  best  procedure,  the  following  results  were  obtained 
for  the  emf  of  the  Weston  normal  cell: 

Volts 

126  deposits  in  the  porous-pot  form  of  voltameter mean.  .    i.  018262 

^:^  deposits  in  the  nonseptum  form  of  voltameter mean.  .   i.  018265 

Mean  of  all i.  018263 

This  value,  of  course,  is  based  on  the  value  1.11800  for  the 
electrochemical  equivalent  of  silver  and  the  international  ohm. 
The  above  value  differs  but  4  in  100  000  from  the  value  found 
from  the  current  balance  and  international  ohm.  It  follows  from 
the  above  that  the  value  of  the  electrochemical  equivalent  of 
silver,  as  derived  from  our  current  balance  measurements  and 
two  types  of  the  silver  voltameter  as  used  at  the  Bureau  of  Stand- 
ards, is    . 

1.11804  mg  per  coulomb 

instead  of  1.118  00,  as  adopted  by  the  I^ondon  Conference.  In 
other  words,  the  international  ampere  as  defined  by  means  of  the 
silver  voltameter  as  used  in  this  Bureau  differs  from  the  absolute 
ampere  as  reaHzed  here  by  means  of  our  current  balance  by  only 
4  parts  in  100  000,  the  international  ampere  being  slightly  smaller 
than  the  absolute  ampere. 
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APPENDIX 
1.  EFFECT  OF  HUMIDITY  ON  THE  RADH  OF  THE  COILS 

As  stated  in  the  body  of  this  paper,  certain  abnormalities  in 
the  results,  which  at  first  seemed  inexplicable,  were  finally  found 
to  be  due  to  the  moisture  absorbed  by  the  thin  paper  placed 
between  the  layers  of  the  coil  for  the  purpose  of  improving  the 
insulation  and  of  facilitating  a  imiform  winding.  Since  this 
effect  is  quite  interesting  and  of  considerable  importance,  it  has 
seemed  well  to  give  the  observations  with  some  detail. 

In  the  latter  part  of  April,  1910,  using  coils  L3,  L4,  and  M2, 
and  a  current  always  of  the  same  value,  the  forces,  corrected  for 
coil  temperatures,  etc.,  set  forth  in  Table  XIX  were  observed. 

TABLE  XIX 

Corrected  Forces,  Coils  L3,  L4,  and  M2 


Date 

Force 

mg 

April  27, 1910 

6000.45 

28, 1910 

.48 

29, 1910 

.43 

May    9,1910 

.66 

10,  1910 

.65 

Here  we  see  that  the  force  changed  by  about  0.20  mg  between 
April  29  and  May  9,  which  is  3.3  in  100  000  of  the  total  of  6  g. 
This  is,  of  course,  a  very  small  change,  but  nevertheless  too  great 
to  be  considered  accidental.  Previous  to  April  29  everything 
had  been  going  nicely  and  the  lower  value  persisted  for  several 
interchanges  of  the  coils;  similarly,  the  higher  value  of  the  force 
persisted  after  May  10.  The  insulation  was  tested  (though  it  was 
difficult  to  see  how  bad  insulation  of  the  balance  could  increase  the 
force)  and  was  found  to  be  good,  but  not  quite  so  good  as  usual. 
Then  M2  was  replaced  by  M3,  and  it  also  gave  a  force  that  was 
greater  than  usual.  Then  the  resistance  standard  was  replaced 
by  another,  with  no  change  in  the  result.  Other  resistance  stand- 
ards were  introduced  at  different  points  in  the  circuit  so  that  the 
current  could  be  measured  before  going  to  the  balance,  between 
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the  fixed  coils  and  the  moving  coil,  and  after  leaving  the  balance. 
All  three  gave  the  same  result.  The  potentiometer  was  changed 
without  effect.  As  usual,  the  cells  were  compared  daily  and  were 
found  to  be  normal.  These  observations  seemed  to  prove  con- 
clusively that  the  trouble  must  be  in  the  balance  itself. 

With  the  same  current  the  force  that  had  formerly  been  5999.77 
mg  was  now  foimd  to  be  5999.94  mg;  it  increased  as  the  damp 
weather  continued  and  then  decreased  from  May  27  to  June  i, 
when  the  atmosphere  became  drier.  This  suggested  that  the 
effect  was  due  to  changes  in  humidity. 

Later  the  humidity  again  became  very  high  and  remained  so 
from  Jime  13  to  June  24.  Dishes  of  calcium  chloride  were  then 
placed  in  the  coil  case,  and  the  latter  was  sealed.  The  force 
immediately  decreased. 

TABLE  XX 

Force  for  Constant  Current,  Coils  L3,  L4,  M3  (1910) 


Date 

Relative  humidity 

Weight 

Force  (normal  value  5999.77  mg) 

Per  cent 

mg 

mg 

May  18 

44 

5999.94 

19 

39 

6000.03 

20 

61 
Nearly  saturated 

6000.24 

26 

40 

6000.34 

27 

40 

6000.35 

31 

41 

6000.01 

June   1 

41 

5999.98 

13 

64 

6000.53 

14 

60 

6000.60 

15 

67 

6000.58 

16 

62 

6000.72  . 

17 

59 

6000.66 

18 

60 

6000.68 

20 

64 

6000.75 

21 

55 

6000.78 

22 

51 

299 

6000.72 

23 

49 

286 

6000.70 

24 

40 

290 

6000.78 

25 

35 

119 

6000.47 

27 

42 

22 

6000.38 
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These  observations  are  recorded  in  Table  XX.  In  the  third 
column  are  also  given  the  fractional  weights  in  the  counterpoise 
for  the  moving  coil.  The  decrease  in  these  numbers  is  exactly 
equal  to  the  decrease  in  the  weight  of  the  coil,  but  does  not,  of 
course,  affect  the  measured  force. 

It  will  be  noticed  that  while  on  May  i8th  the  force  was  0.17 
mg  greater  than  normal,  it  increased  in  one  week  by  0.4  mg; 
then  it  went  back,  but  later  increased  again  until  on  Jime  24th 
it  was  1. 01  mg  greater  than  normal;  that  is,  it  was  ly  parts  in 
100  000  greater  than  earlier  in  the  season  when  the  atmosphere 
was  dry.     Drying  the  case  decreased  it  0.4  mg  in  two  days. 

An  increase  of  17  in  100  000  in  the  force  corresponds  in  this  case 
to  an  increase  in  the  radius  of  the  moving  coil  of  7  in  100  000, 
assuming  that  the  fixed  coils  remained  unchanged;  that  is,  to  an 
increase  of  0.007  '^'^  i^  the  radius  of  the  moving  coil.  A  layer 
of  water  of  this  thickness  spread  over  the  bottom  of  the  wire 
channel  would  have  a  volume  of  about  44  cubic  millimeters. 
As  seen  from  the  few  observations  on  the  changing  weight  of  the 
coil,  this  is  much  smaller  than  the  change  in  the  weight  of  the 
coil,  but,  of  course,  the  moisture  absorbed  would  be  chiefly  in 
the  outer  layers,  and  hence  would  produce  far  less  effect  than  if 
it  all  penetrated  to  the  bottom  of  the  coil.  From  these  observa- 
tions we  concluded  that  the  observed  changes  in  the  force  were 
due  to  a  very  slight  swelHng  of  the  thin  paper  between  the  layers 
of  the  moving  coil  when  more  moisture  was  absorbed,  and  a 
shrinkage  in  the  volume  of  the  paper  as  moisture  was  given  off, 
the  latter  occurring  when  the  weather  became  drier.  This  con- 
clusion was  confirmed  by  the  fact  that  after  the  coils  were  sealed 
air-tight  the  phenomenon  disappeared,  no  such  changes  in  the  force 
being  observ^ed  as  the  humidity  of  the  atmosphere  varied. 

A  similar  change  in  the  fixed  coils  would,  of  course,  act  in  the 
opposite  direction.  Hence,  the  actual  change  in  the  moving  coils 
must  have  been  greater  than  the  above  figures  indicate.  The 
fixed  coils  had  about  three  times  as  many  layers  of  wire  as  the 
moving  coil  and  hence  would  be  less  affected. 
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2.   THE  SECTIONAL  DIMENSIONS   OF  A   COIL 

The  value  of  the  galvanometer  constant  of  a  coil  of  axial  breadth 
2a,  of  radial  depth  2/0,  of  mean  radius  A,  and  of  n  turns  is  usually 
deduced  from  the  expression  ^^ 


'^-^-j  I  -;w  i  fj-^a  -5?- 


For  the  mutual  inductance  of  two  such  coils  Maxwell  has  given 
the  expressions^ 

M==G,g,P,{e)-\-G,g,P,{e)-\- 

where  G^  gn  are  given  functions  of  the  sectional  dimensions  of 
the  coils  and  of  their  distances  from  the  origin  and  Pn{^)  is  the 
zonal  harmonic  of  the  angle  0  between  the  axes  of  the  coils. 

Lord  Rayleigh  and  Mrs.  Sidgwick  in  the  computation  of  the 
constant  of  the  current  balance  used  by  them  made  use  of  the 
approximation  method  (due  to  Ptukiss)  expressed  by  the 
equality  ^^ 

6F  =  f{A  +/>„  a,  B)  +/(A  -p,,  a,  B)  -f /(A,  a  +  p,,  B) 
+  /(A,  a-p,,  B)  +/(A,  a,  B  +  a,)  +f{A,  a,B-a,) 
+  f{A,a,B  +  a,)+f(A,a,B-a,)-2f{A,  a,  B) 

Lyle's  method  of  approximation  by  means  of  the  use  of  equiva- 
lent radii  has  already  been  mentioned  in  Section  IV. 

These  and  other  methods  of  approximation  are  based  upon  an 
integration  over  the  section  of  the  coil  and  thus  assume  that  to 
the  order  of  approximation  desired  the  actual  coil  is  so  constructed 
that  the  distribution  of  current  may  be  regarded  as  uniform  over 
the  entire  section  covered  by  the  integration. 

Hence  in  the  application  of  these  formulae  of  approximation 
two  questions  of  prime  importance  arise,  viz :  (i)  Is  the  construction 
of  the  coil  such  that  the  effect  of  the  actual  distribution  of  the 
current  is  the  same  as  that  of  a  strictly  uniform  distribution  of  the 
same  number  of  ampere  turns?  (2)  What  are  the  boundaries  of 
the  area  over  which  the  equivalent  uniform  distribution  is  spread  ? 

26  Rayleigh:  Scientific  Papers,  vol.  II,  p.  291. 
^  Maxwell:  Electricity  and  Magnetism,  §  700. 
28  Maxwell:  Electricity  and  Magnetism,  Vol.  II,  App.  II,  Ch.  XIV,  also  this  Bulletin,  2,  p.  370;  1906. 
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If  the  wires  are  uniformly  spaced  and  the  distance  between 
adjacent  wires  is  small  as  compared  with  the  degree  of  non- 
homogeneity  (in  the  neighborhood  of  the  wires)  of  that  magnetic 
field  with  which  we  are  concerned,  then  the  answer  to  the  first 
question  is  yes,  otherwise  no.  In  the  case  of  the  galvanometer 
constant  and  of  the  force  between  two  coils  not  very  close 
together  (that  is,  in  the  cases  with  which  we  are  at  present  con- 
cerned) ,  it  is  evident  that  the  condition  specified  above  is  amply 
fulfilled  by  coils  wound  as  closely  as  those  used  in  this  work.  On 
the  other  hand,  in  the  case  of  the  self -inductance  of  a  coil  or 

of  the  mutual  inductance  of  coils 
that  are  very  close  together,  this 
condition  is  not  fulfilled  and  the 
question  of  the  corrections  that 
are  thus  necessitated  has  been 
considered  by  several  writers 
from  Maxwell  down  to  the  pres- 
ent time.^^ 

When  we  come  to  the  second 

question   we  find    considerable 

Fig.  20.— A  section  of  a  winding  of  round   difference  of  opmion  among  those 

wires;  the  circles  represent  sections  of  the    who    have   had  OCCasion   to  USe 
conductor  and  the  spaces  between  are  insula-    ^^^  various   approximation  for- 
'tion  ^,  .  .  -  , 

mulas.  This  question  has  al- 
ready been  considered  by  one  of  us,^°  but  it  appears  that  another 
discussion  of  the  subject  will  not  be  superfluous. 

Limiting  ourselves  for  the  present  to  the  case  of  a  uniformly 
Avound  coil  with  the  wires  arranged  in  a  rectangular  array,  the  dis- 
tance between  the  wires  in  adjacent  layers  being  in  general  different 
from  that  between  adjacent  wires  in  the  same  layer,  we  may  repre- 
sent a  section  of  the  coil  as  in  Fig.  20.  The  actual  boundaries  of 
the  channel  holding  the  wire  is  not  shown,  as  it  is  immaterial. 

Some  authors  have  considered  A  A  and  aa^  the  distance  measured 
to  the  axes  of  the  limiting  wires,  as  the  true  dimensions  of  the  ideal 
coil;  some  have  used  distances  shghtly  greater  than  these,  but  still 
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®  Maxwell:  Electricity  and  Magnetism,  §§ 
4,  pp.  149,  369,  1907-8. 

^^  This  Bulletin,  2,  pp.  77,  413,  1906;  3,  p.  23; 


691,  692,  693.    This  Bulletin,  2,  p.  161,  1906;  3,  p.  i,  1907; 
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measured  to  points  inside  the  conductor  of  the  bounding  wires; 
others  have  considered  that  the  correct  dimensions  are  BB  and  ^/3 
measured  to  the  outer  boundaries  of  the  conducting  portions  of  the 
terminal  wires ;  some  have  measured  to  the  outside  of  the  insula- 
tion of  the  terminal  wires ;  in  at  least  one  case  one  dimension  was 
measured  from  axis  to  axis  and  the  other  from  outside  of  insulation 
to  outside  of  insulation  of  the  bounding  wires.  Though  apparently 
a  compromise,  this  in  reality  introduces  a  greater  error  than  any 
of  the  other  methods  mentioned  above.  The  correct  dimensions, 
namely,  those  of  the  heavy  rectangular  boundary  of  the  figure, 
have  seldom  been  used. 

That  this  is  the  proper  boundary  for  the  ideal  coil  assumed  in  the 
integration  is  readily  seen  from  a  consideration  of  the  fact  that  the 
only  uniform  distribution  that  can  possibly  be  equivalent  to  the 
v/ires  in  the  interior  of  the  section  is  that  having  such  a  density 
that  the  amount  of  current  which  flows  through  each  of  the  small 
rectangles  is  equal  to  the  current  carried  by  the  wire.  But  in 
order  that  such  a  uniform  distribution  shall  carry  the  same  total 
ampere  turns  as  the  actual  coil,  it  must  be  extended  over  the  area 
boimded  by  the  heavy  rectangle  (Fig.  20).  Hence  the  latter  is 
the  correct  botmdary  of  the  equivalent  imiform  distribution. 

In  order  to  exhibit  the  nature  of  the  errors  introduced  by  an 

erroneous  choice  of  section,  we  shall  proceed  to  a  calculation  of  a 

few  cases  by  means  of  the  method  given  by  lyyle.^^     He  has  shown 

that  the  magnetic  field  on  the  axis  of  an  ideal  circular  coil  of  mean 

radius  A  and  of  square  section  of  side  b,  and  over  which  the  current 

is  uniformly  distributed,  is  the  same  as  that  due  to  a  linear  circular 

/          b^    \ 
circuit  of  radius  equal  to  i4(  i  H ^  j  to  within  quantities  of  the 

magnitudeof  f -J  j  .    Hence  for  A  =  10   and   6  =  0.3  the  accuracy 

of  replacement  is  of  the  order  of  i  in  a  million.  This  radius  of  the 
equivalent  linear  circular  circuit  he  calls  the  "equivalent  radius" 
of  the  coil,  and  we  shall  denote  it  by  Ag. 

If  6  =  0.1  and  A  =  10,  Ae  =  io  (1+4.16X10-^),  as  b  becomes 
smaller  Ae  approaches  A.     But  it  is  evident  that  the  effect  of  a 

31  Philosophical  Mag.,  3,  p.  310;  1902. 
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circular  wire  must  lie  between  those  of  the  square  wires  having 
sections  of  such  size  that  they  may  be  circumscribed  about  or 
inscribed  in  the  section  of  the  circular  wire.  Hence,  at  least  to  an 
accuracy  of  4.16  in  a  million  in  the  radius,  a  circular  filament  of 
lo-cm  radius,  or  any  round  wire  bent  so  that  its  axis  forms  a  circle 
of  lo-cm  radius  and  having  a  sectional  radius  not  exceeding  a  half 
a  millimeter,  may  be  replaced  by  a  square  conductor  of  i  mm  on  the 
side  and  bent  so  that  its  axis  forms  a  circle  of  lo-cm  radius. 
Hence  for  simplicity  we  shall  consider  the  case  of  square  wires. 

We  shall  limit  our  discussion  to 
a  consideration  of  the  galvanometer 
constant ;  it  can  readily  be  extended 
to  other  cases.  In  Fig.  21  we  show 
sections  of  but  one  side  of  the  coils, 
and  shall  always  assume  that  the 
mean  radius  is  10  cm  and  that  the 
axes  of  the  coils  are  horizontal. 

(a) — For  the  case  represented  by 
(a) ,  Fig.  2 1 ,  we  have  seen  A  g  =  10  X 
(i  +4.16X10-^). 

{h) — For  each  square  of  (6),  A'e  = 
loX  (i  +4.16X  io~^),but  each  is  dis- 
placed 0.05  cm  from  the  mean  plane.     Hence,  in  this  case,  the 
galvanometer  constant  for  each  square  is 
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Hence,  for  the  complete  coil  of  two  turns  the  equivalent  radius 
is  Ag  =  io  (i  +41.66X10-6). 

(c) — In  the  case  represented  by  (c),  the  two  equivalent  radii 
are  A/  =  (io  +  o.05)(i +4.16X  iq-^)  and  A/' =  (10-0.05)  X 
(1+4.16x10-6),  and  the  galvanometer  constant  is 


^=Tfe+I7' 


27r 


10(1  +4.16  x  10-6) 


(100  —  0.0025)  (i  +4.16  X  10-6)2 


27r 


10  (l  —  25  X  10-6)  (i  +4.16  X  10-6) 
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Hence,  for  this  coil  of  two  turns  the  equivalent  radius  is 
A  e  =  10(1  -  20.84  X  io~^) 

{d) — ^The  square  coil  shown  is  equivalent  to  two  coils  of  the 
kind  just  considered,  each  displaced  a  distance  0.05  from  the  mean 
plane.  Hence,  for  the  galvanometer  constant,  the  equivalent 
radius  of  this  coil  is^e  =  io  (i -20.84  X  io-^)(i +37.5  Xio"^)  = 
10  (i  + 16.66 Xio-«). 

In  this  case  there  is  no  doubt  that  the  sectional  dimensions  of 
the  coil  are  the  dimensions  of  the  large  bounding  square,  and 
applying  Lyle's  method  to  this  large  square  we  find  Ag  =  io 
(1  +  16.64X10"^),  sensibly  the  same  as  we  found  by  considering 
the  separate  squares. 

But  we  have  seen  that  the  effect  of  any  square  differs  by  not 
over  about  4  in  a  million  from  the  effect  of  a  small  round  wire  at 
its  axis.  Hence,  this  large  square  is  what  is  to  be  understood 
when  we  speak  of  the  section  of  a  coil  composed  of  4  small  wires, 
each  coinciding  with  the  center  of  one  of  these  squares.  This  is 
exactly  the  conclusion  at  which  we  arrived  in  the  early  portion 
of  this  discussion. 

Were  we  to  take  the  section  as  determined  by  the  axes  of  the 
bounding  wires,  this  last  case  {d)  would  be  equivalent  to  the  first 
(a),  and  the  equivalent  radius  foimd  would  be  too  small  by  12.5  in 
a  million. 

Were  we  to  regard  the  axial  breadth  of  the  coil  as  given  by  the 
breadth  of  the  large  square,  and  its  depth  as  determined  by  the 
axes  of  the  wires  forming  the  upper  and  the  lower  layer,  it  would 
be  equivalent  to  the  second  case  (6)  considered,  and  the  equivalent 
radius  found  would  be  too  great  by  25  in  a  million. 

Were  we  to  take  the  radial  depth  as  determined  by  the  large 
square  and  the  axial  breadth  as  measured  to  the  axes  of  the  boimd- 
ing  wires,  it  would  be  equivalent  to  the  third  case  (c),  and  the 
equivalent  radius  found  would  be  too  small  by  37.5  in  a  million. 

Hence,  it  is  most  important  to  choose  the  correct  dimensions. 
They  are  given  by  the  very  simple  expression  b=ns,  where  b  ^s 
the  length  of  the  side  desired,  n  is  the  number  of  wires  along  this 
side,  and  s  is  the  distance  along  this  side  between  the  axes  of 
adjacent  wires. 
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3.  THE  EFFECT  OF  ERRORS  IN  THE  SECTIONAL  DIMENSIONS  OF  THE 

COILS 

In  addition  to  introducing  an  error  in  the  radius  of  a  coil  as 
deduced  from  its  galvanometer  constant,  which  effect  has  been 
fully  considered  on  page  314,  an  error  in  the  sectional  dimensions 
of  a  coil  will  also  introduce  an  error  in  the  computed  value  of  the 
force  which  this  coil  will  exert  upon  a  second  coil,  though  the  cor- 
rect radii  are  used  in  the  computation.  It  is  this  second  correc- 
tion which  we  desire  to  consider  in  this  place. 

Taking  the  series  given  by  Maxwell  ^^  for  the  coefficient  of  mu- 
tual induction  of  two  coaxial  circles,  and  differentiating  with 
respect  to  6,  we  find  for  the  force  between  two  coaxial  circular 
currents  the  following  expression,  which  was  given  by  Lord  Ray- 
leigh.33 


O 


B 


(b'  -  ~A  ^y  b(b'  -  ^A  'Yb'  -  ~a'\ 


1.2.3^  +  2.3.4^ ^_^ +  3.4.5.  ^. 

^B'  -  ^B'A '  +  ^A  'Yb'  -  h\ 
+  4.5.6 ^^ 

b{b'  -  ^B'A'  +|^'X^'  ~  i^'^'  "^1^0 


+  5.6.7-^ ^ '-  + 

where  A  and  a  are  the  radii  of  the  two  circles,  B  and  b  are  the  dis- 
tances of  their  planes  from  some  fixed  point  upon  their  common 
axis,  andO  =  A2+jB^ 

If  instead  of  linear  circular  circuits  we  are  concerned  with  cir- 
cular coils  of  axial  breadths  2a  and  2«'  and  of  radial  depth  2p  and 
2/)'  (the  accented  letters  referring  to  the  smaller  coil,  assumed  to 
be  the  one  of  radius  a,  and  to  which  b  refers) ,  then  the  total  force 
between  the  coils  per  unit  current  turn  in  each  is  given  by  the 

expression 

r^A+p       na+p'      nB+a       r*b+a' 

^'  =  16^'/     ''^  ^M      '^^/     ^'' 

O  A-p  fJ  a-p'         O  B-a  Oh-a' 

^  Electricity  and  Magnetism,  §  699. 

33  Phil.  Trans.,  175,  pp.  411-460;  1884-    Rayleigh,  Scientific  Paper,  H,  p.  282. 
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Performing  this  integration  we  shall  obtain  for  the  force  an  expres- 
sion of  the  form 


v(|)Vv©Vv(9Vx,-(»^')- 


whence  by  Maclaurin's  theorem  we  find 


'\a  ;  a^' 


-^(^)h^)t<m<m 


+ 


where  Fto  is  the  true  value  of  Ft;  Po,  ocq^  pd  ^  ^o  ^  are  the  true 
values  of  the  half  sectional  dimensions,  and  Ft  is  the  value  of  the 
force  computed  from  the  assumed  dimensions  p  =  po  +  ^p,  etc. 

Though  it  is  impracticable  to  calculate  with  sufficient  accuracy 
F  from  the  series  given,  or  to  calculate  the  coefficients  X/,  etc., 

so  as  to  derive  Ft  from  F,  yet  for  small  values  of  — ,  etc.,  we  can 

without  undue  labor  determine  X^,  etc.,  with  sufficient  accuracy 
to  determine  the  effects  of  slight  errors  in  the  dimensions  and  to 
calculate  the  amoimt  by  which  the  force  exerted  by  a  coil  of  rec- 
tangular and  nearly  square  section  differs  from  that  exerted  by 
one  of  strictly  square  section. 

This  procedure  is  perfectly  straightforward  and  is  capable  of 
application,  but  the  determination  of  the  coefficients  X^,  etc., 
necessitates  somewhat  tedious  integration,  so  that  it  is  expedient 
to  adopt  the  method  used  in  Maxwell  §700,  in  which  the  coefficients 
are  determined  by  differentiations.  There  it  is  shown  that  the 
mutual  induction  between  two  circular  coils  of  dimensions  2Pq, 
2<a'o,  2po\  2aQ   is  given  by  the  expression 

M=G,g,P,{e)-rG,g,P,{e)^ 

where 
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and  an  exactly  similar  equation 'connects  gn  with  gno-  The  func- 
tions Gno  and  g^o  are  the  coefficients  of  the  solid  zonal  harmonic 

r^PniO) or     ^^/  in  the  expansions  of  the  solid  angles  subtended  by 

the  mean  turns  of  the  two  coils  at  the  point  from  which  B  and  h 
are  measured;  6  is  the  angle  between  the  axes  of  the  coils.  Ex- 
panding these  functions  in  terms  of  the  radii  and  the  distances, 
and  introducing  the  conditions  that  6  =  0,  and  that  the  origin  is  to 
be  taken  at  the  center  of  the  moving  coil,  we  find  as  before 

«-!?— .■(5-)>v(?)-.v('t')%v(^)' 

where  the  X's  are  functions  of  the  radii  of  the  coils  and  of  their 
distance  apart. 
Writing 

f  =  2  •  '^ 

"       ^'  O 

_  3-5-7  aH8^^-2o^M^  +  5A^ 
''       4-8  O 

_  5-7-9    a^{6^B^ - 336B'A'  +  28o^M^ - 35^^) 
'^"4.8-16'  o- 

the  expressions  for  the  various  terms  in  Fto  may  be  put  in  the  form 

F  = ^, 1/0-/1+/2-/3 

^  ,     I   'Tr''a''A^B\2-3{2B^-2iB\\^  +  i2A') 


6        O      [  O 

_  3  •  5a^(8^^  -  2oo^M^  +  395^M^  -  90^^) 
4C« 
3-5-7  a'{i6B^  -  7286^^  +  3066^^^  -  2345^^^  +  280^ «) 

4-8  '  o'  "^•••• 

2.4/,-4-6/3  +  6.8/3... 
i-2/i-3-4/2  +  5-6/3.  •■ 

-|2.4/,-4-6/3  +  6.8/3... 
As  required  by  symmetry,  we  find  that  X,'  =\' • 


I 

I 

I 
"6' 

TT^aM^^l 

0      i 
ir'a'A'B 

0 

TT'a'AW 

0 
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These  coefficients  being  of  zero  dimensions  are  determined 
solely  by  the  ratio  of  the  radii,  provided  that  the  distance  B  is 
always  so  chosen  as  to  make  the  force  a  maximum. 

2 

Multiplying  these  coefficients  by  ^  we  obtain  the  coefficients 

in  the  variation  formula.     The  values  of  these  coefficients  are 

given  in  Table  XXi. 

TABLE  XXI 

Coefficients  in  the  Expression 


A 
a 

\ 

A2=A4 

\ 

2 
2.5 

+2.523 
+1.954 

-0.8478 
-0.4361 

+1.704 
+1.201 

TABLE  XXII 

Reduction  of  the  Computed  Forces  to  the  Forces  for  Fixed  Coils  of  25 
cm  Radius  and  2  cm  Square  Section,  or  of  20  cm  Radius  and  1.6  cm 
Square  Section 


Dimensions  of  fixed  coil 

Coils 

Computed  force 

Reduced  force 

Radius 

2p 

2a 

M3  LI 

25.03121 

2.035 

2.027 

3.138051 

3.147097 

MS  L2 

25.03056 

2.054 

2.027 

3.138331 

96 

M3  L3 

24.99767 

1.943 

1.969 

3.147744 

98 

M3  L4 

25.00247 

1.925 

1.965 

3.146282 

98 

M4  L3 

5.317906 

5.316741 

M4  L4 

Same  as  above 

5.315175 

42 

M2  L3 

5.355558 

5.354384 

M2  L4 

5.352799 

75 

MS  81 

19.97510 

1.528 

1.580 

5.417100 

5.400429 

M3  S2 

19.96611 

1.522 

1.579 

5.423282 

06 

By  means  of  these  coefficients  and  those  in  Table  X  we  can 
reduce  the  calculated  forces  (Table  XI)  to  what  they  would  be 

46905° — 12 10 


380  Bulletin  of  the  Bureau  of  Standards  \voi.  8,  No.  2 

were  the  fixed  coils,  that  are  nominally  equivalent,  of  exactly  the 
same  mean  radius  and  of  the  same  square  section,  thus  obtaining 
a  check  upon  the  calculations.  These  reduced  forces  are  given  in 
Table  XXII. 

In  the  first  four  combinations,  Mj  Li,  Mj  L2,  Mj  Lj,  and 
M3  L4,  the  fixed  coils  are  reduced  to  the  same  radius  and  cross 
section,  hence  the  reduced  forces  should  be  the  same.  The 
variations  are  less  than  i  in  a  milHon.  The  same  reductions  have 
been  made  for  the  other  moving  coils  excepting  that  only  two 
combinations  can  be  compared.  The  maximum  difference  occiurs 
in  the  comparison  of  the  combinations  M3  Si,  and  M3  S2,  and 
amounts  to  4  in  a  million  in  the  force  or  2  in  a  million  in  the 
resulting  value  obtained  for  the  current.  This  may  be  due  to  a 
slight  error  of  calculation  or  to  the  considerable  range  of  the 
reduction. 

4.  RELATION  BETWEEN  THE  OBSERVED  AND  THE  TRUE  MAXIMUM  FORCE 

In  the  body  of  this  paper,  p.  348,  we  have  shown  from  physical 
considerations  that  the  slope  of  the  line  representing  the  relation 
between  the  position  of  the  moving  coil  and  the  difference  in  the 
forces  exerted  by  the  two  fixed  coils  is  a  measiue  of  the  departiue 
of  the  distance  between  the  fixed  coils  from  that  which  corre- 
sponds to  the  maximiun  force ;  that  the  observed  difference  in  the 
forces  for  that  position  of  the  moving  coil  which  corresponds  to 
the  axis  of  the  parabola,  which  represents  the  relation  between 
the  sum  of  the  forces  and  the  position  of  the  moving  coil,  is  the 
value  of  the  difference  in  the  two  true  maximum  forces;  that  the 
distance  from  the  axis  of  this  parabola  to  that  point  at  which  the 
tangent  to  the  ciu-ve  has  the  same  slope  as  the  line  representing 
the  difference  in  the  forces  is  equal  to  one-half  the  amount  by 
which  the  spacing  of  the  fixed  coils  is  in  error ;  and  that  the  value 
of  the  true  maximiun  of  the  sum  of  the  forces  is  as  much  above 
the  vertex  of  the  observed  ciurve  as  the  latter  is  above  the  point 
just  mentioned.  All  of  this  is  strictly  true  if  the  distances  are  so 
small  that  the  variation  in  the  force  of  either  fixed  coil  alone  can 
be  regarded  as  strictly  parabolic.  It  now  remains  to  show  mathe- 
matically that  these  statements  are  true  and  to  see  what  modifica- 
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tions  must  be  made  if  the  distances  are  somewhat  greater,  so  that 
the  cube  of  the  distance  from  the  maximum  must  be  considered. 
Suppose  that  the  fixed  coils  are  very  nearly  identical,  are 
coaxial  with  one  another  and  with  the  moving  coil,  and  are  sep- 
arated from  one  another  by  a  greater  distance  than  that  corre- 
sponding to  the  maximum  force  for  a  given  current.  Let  u  and  / 
denote  quantities  belonging  to  the  upper  and  to  the  lower  coil, 
respectively,  let  the  dotted  horizontal  lines  (Fig.  22)*  denote  the 


3 


^ 


._a;___'^i_ 


_2/ii 


E 


Fig.  22 

positions  of  the  moving  coil  for  which  the  force  exerted  upon  it  by 
the  respective  fixed  coils  taken  singly  is  a  maximum.  Denote  the 
distance  between  these  lines  by  2 /a.  Let  x  denote  the  distance  of 
the  moving  coil  above  the  plane  midway  between  these  lines. 
Then,  for  any  position  of  the  moving  coil  the  electromagnetic  forces 
acting  upon  the  moving  coil  will  be 


^u      ^  uo 


i-ry(x-fiy-B(x-fiy — } 


Fi=Fio{i-y(x  +  fjLy  +  B(x  +  fxy....} 

By  hypothesis  Fiq  —  Fuo  is  a  small  quantity  as  compared  with 
either  force,  and  7  and  S  will  be  essentially  the  same  for  both  coils. 
Hence,  the  sum  and  the  difference  of  the  forces  acting  on  the 
moving  coil  will  be  very  approximately  given  by  the  expressions 

2=F„  +  F,  =  2,{i -7(^2  +  ^2) +  5(3^2^  +  ^3)} +^j27/x^_3(^3  +  3^^2)  J 
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where  l^o=F^o+^io  is  the  true  maximum  force,  and  z/q  is  the 
difference  between  the  two  maxima. 

Now  7  and  8  are  small  quantities  (Table  X,  p.  330) ,  fi  can  be  made 
small,  and  x  in  this  work  never  exceeded  2  or  3  mm.  Hence,  in 
practice,  ^Q{2>y/JLX  —  S(x^ +  2>^/j?)}  will  be  very  small  as  compared 
with  2o;  likewise  —y(x^+/x^)+B(i,x^/jL-{-/j?)  is  sufficiently  small 
as  com^pared  with  unity  to  be  neglected  where  ^  is  concerned. 
Consequently,  we  have  to  a  very  high  order  of  accuracy 

2:  =  S,{i-7(^^+M^)+M3^^+/x^)}  . 

^  =  ^,+x^o{2yfi-8{x^  +  3f^')} 

Hence,  the  vertex  of  the  (1,  x)  curve  lies  at  x  =  o,  and  at  this 
point  ^  =  ^0-  That  is,  the  value  J^  is  the  value  of  z/  observed 
for  that  value  of  x  which  corresponds  to  the  vertex  of  the  observa- 
tional (S,  x)  cin^e. 

Also,  \i  ^jL  =  o  the  {J ,  x)  curve  will  be  a  very  flat  cubic,  the  curva- 
ture being  given  by  the  very  small  coefficient  h. 

Furthermore, 

-^= -2o^(27-68/i) 


dJ      ^„    /  ^ll±^\ 


Hence,for  jc  =  -  At,  -^  =  -1-. 
dx      dx 

That  is,  even  when  it  is  necessary  to  consider  the  cubic  term, 
the  conclusions  stated  at  the  beginning  of  this  section  are  correct 
except  for  the  fact  that  the  (z/,  x)  ciu^e  is  not  a  straight  line,  but 
a  very  flat  cubic.  The  latter  fact  involves  the  necessity  of  deter- 
mining experimentally  the  slope  of  the  {J ,  x)  curve  at  that  par- 
ticular value  of  X  for  which  this  slope  is  the  same  as  that  for  the 
(2,  x)  curve,  if  we  desire  to  determine  with  extreme  accuracy 
the  error  introduced  by  the  error  in  the  spacing  of  the  coils. 

This  practically  involves  an  experimental  determination  of  the 
exact  shape  of  the  (z/,  x)  curve  through  the  region  under  consider- 
ation. This  is  impracticable,  but  another  very  approximate 
method  can  be  developed  from  the  recognition  of  the  fact  that  the 
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values  of  z/  at  the  points  x=  —x^,  o^+x^slU  lie  upon  a  straight  line 
of  which  the  slope  is 

S=^,{2yf.-B(x,'  +  3f.^)} 

But  S  is  always  small  as  compared  with  7,  and  x^  can  be  made  large 
as  compared  with  fi,  hence  very  approximately 

5     .Bx,' 
272o      27 

All  the  quantities  on  the  right  being  known,  we  can  calculate  /* 

and  apply  the  proper  correction  to  2.     Or,  by  equating  5"  to  -j- 

we  find  that  the  point  at  which  the  tangent  to  the  (2,  x)  curve  has 
the  slope  5  is  given  by 

I    8  x,^  —  'Kli? 

X=-lJi+ ^ — f=- 

27  0 

=  —  At  H x^         approximately. 

This  gives  the  best  ocular  estimate  of  the  error  in  spacing. 

Since  in  no  case  with  which  we  are  concerned  does  -  exceed 

7 

0.1,  and  x^  has  never  exceeded  0.3  cm,  the  absolute  value  of  the 
second  term  on  the  right  has  never  exceeded  0.045  mm.  Hence, 
if  /x  is  small,  the  method  of  procedure  outlined  for  the  simpler  case 
will  yield  a  sufficiently  approximate  value  for  the  correction  for 
the  error  in  spacing.  In  the  present  work  ft  has  always  been  very 
small,  so  that  this  approximate  method  has  been  of  ample  accuracy. 
Since  the  force  satisfies  lyaplace's  equations,  it  will  be  a  minimum 
with  respect  to  horizontal  displacements  of  the  moving  coil  when 
the  coils  are  properly  adjusted.  Hence,  the  above  discussion 
applies  in  full  to  errors  due  to  a  noncoaxiality  of  the  fixed  coils,  the 
planes  of  the  latter  being  assumed  horizontal.  The  only  change 
being  the  multiplication  of  7  by  the  factor  —0.5,  and  of  h  by  0.0 
(the  values,  for  ^  =  90°,  of  the  second  and  of  the  third  zonal 
harmonics) . 
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5.  DIRECT  MEASUREMENT  OF  THE  COILS 

As  the  coils  were  wound  the  mean  diameter  of  each  layer  (of 
each  third  layer  in  the  case  of  L3  and  L4)  was  determined  from 
the  measurements  of  a  number  of  diameters  chosen  so  that  their 
extremities  were  uniformly  distributed  aroimd  the  circumference 
of  the  coil.  These  mean  diameters,  corrected  to  a  common  tem- 
perature, are  given  in  Table  XXIII  and  XXIV.  The  measure- 
ment of  the  individual  diameters  of  the  bottom  (B)  of  the  wire 
channel  and  of  the  top  (T)  of  the  outer  layer  are  given  in  Table 
XXV.  These  numbers  give  an  insight  into  the  circularity  of  the 
forms  and  into  the  variations  in  the  depth  of  the  windings. 

By  referring  to  Table  VIII,  page  322,  and  comparing  the  direct 
and  the  electrical  measurements  of  the  radii,  it  will  be  seen  that, 
though  the  direct  measurements  were  made  with  great  care,  the 
accuracy  attained  is  not  sufficient  to  give  an  accuracy  of  even  i 
in  10  000  in  the  current. 

The  only  coils  upon  which  such  measurements  were  made 
as  are  capable  of  yielding  information  in  regard  to  the  com- 
pression of  the  forms  by  the  wire  wound  upon  them  are  the  large 
coils  L3  and  L4  and  the  moving  coil  M4.  Unfortimately,  the 
finish  upon  the  latter  was  accidentally  abraded  during  the  wind- 
ing, so  that  the  value  foimd  for  its  compression  is  too  great  by 
an  unknown  amount.  On  the  other  hand,  forms  L3  and  L4  have 
each  been  wound  twice,  the  first  winding  having  been  damaged 
by  a  slight  leak  from  the  water  channel  in  the  forms;  so  that  we 
have  two  measurements  for  the  compression  of  them.  These 
measurements  are  given  in  Table  XXVI  and  show  that  the  forms 
of  the  large  fixed  coils  may  be  so  compressed  as  to  shorten  their 
mean  diameters  by  about  0.07  mm,  but  it  is  probable  that  the 
actual  compression  will  not  exceed  a  half  of  this.  As  now  wound, 
L3  and  L4  are  each  compressed  by  the  same  amount — 0.027  mm. 
It  is  believed  that  no  coil  has  been  wound  under  a  greater  tension 
than  L3  when  first  wound,  for  then  the  wire  fitted  so  tightly  that 
it  was  difficult  to  draw  into  place  the  last  turn  of  each  layer. 
Also,  M4  was  wound  imder  a  greater  tension  than  any  of  the 
other  moving  coils,  and  even  then  its  compression  is  less  than 
that  corresponding  to  0.022  mm  in  the  diameter. 
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Ll(t=2090) 

L2(t=2590) 

L3(t=2090) 

L4(t=2090) 

Sl(t=2590) 

S2(t=2590) 

La^er 

Microm- 
eter 
setting 
S 

A 

Microm- 
eter 
setting 

S 

A 

Microm- 
eter 
setting 
S 

A 

Microm- 
eter 
setting 
S 

A 

Microm- 
eter 
setting 

s 

A 

Microm- 
eter 
setting 
S 

A 

0 

-19.879 

1.075 

1.056 
1.184 
1.229 
1.131 
1.047 
1.090 
1.122 
1.219 
1.113 
1.179 
1.042 
1.171 
1.057 
1.325 
0.984 
1.197 
1.122 
1.101 
1J52 
1.012 
1.146 
1.059 
1.086 
1.104 
1.239 
1.134 
1.130 
1.108 
1.251 
0.967 
1.096 
1.054 
1.104 
1.127 
1.337 

-20.091 

1.113 

1.152 

1.176 
1.127 
1.140 
1.122 
1.148 
1.149 
1.165 
1.125 
1.142 
1.306 
1.169 
1.155 
1.144 
1.160 
1.118 
1.111 
1.166 
1.095 
1.143 
1.155 
1.140 
1.125 
1.093 
1.120 
1.083 
1.126 
1.126 
1.118 
1.119 
1.190 
1.139 
1.112 
1.148 
1.136 

-19.275 

1.021 
1.047 

1.056 

1.083 

1.060 

1.073 

1.057 

1.063 



1.129 

1.159 

1.054 

1.073 
1.093 

-19.221 

1.073 

1.073 
1.053 

1.051 

1.080 

1.064 
1.068 

1.075 

1.077 

1.087 

1.089 

1.050 
1.050 

-15.897 

1.107 

1.073 
1.093 
1.093 
1.073 
1.084 
1.091 
1.100 
1.111 
1.104 
1.098 
1.098 
1.136 
1.212 
1.089 
1.211 
1.054 
1.097 
1.074 
1.049 
1.082 
1.078 
1.067 
1.056 
1.067 
1.044 
1.082 
1.046 



-15.904 

1.093 

1 

2 

-18.804 
-17.748 
-16.564 
-15.335 
-14.204 
-13.157 
-12.067 
-10.945 

-  9.726 

-  8.613 

-  7.434 

-  6.392 

-  5.221 

-  4.164 

-  2.839 

-  1.855 

-  0.658 
+  0.464 
+  1.565 
+  2.817 
+  3.829 
+  4.975 

+  6.qp4 

+  7.120 
+  8.224 
+  9.463 
+10.597 
+11.727 
+  12.835 
+14.086 
+  15.053 
+  16.149 
+  17.203 
+18.307 
+19.434 
+20.771 

-18.978 
-17.826 
-16.650 
-15.523 
-14.383 
-13.261 
-12.113 
-10.964 

-  9.799 

-  8.674 

-  7.532 

-  6.226 

-  5.057 

-  3.902 

-  2.758 

-  1.598 

-  0.480 
+  0.631 
+  1.797 
+  2.892 
+  4.035 
+  5.190 
+  6.330 
+  7.455 
+  8.548 
+  9.668 
+10.751 
+11.877 
+  13.003 
+  14.121 
+  15.240 
+16.430 
+  17.569 
+18.681 
+  19.829 
+20.965 

-18.254 

-18.150 

-14.790 
-13.717 
-12.624 
-11.531 
-10.458 

-  9.374 

-  8.283 

-  7.183 

-  6.072 

-  4.968 

-  3.870 

-  2.772 

-  1.636 

-  0.424 
+  0.665 
+  1.876 
+  2.930 
+  4.027 
+  5.101 
+  6.150 
+  7.232 
+  8.310 
+  9.377 
+  10.433 
+  11.500 
+12.544 
+  13.626 
+  14.672 

-14.811 
-13.728 
-12.657 
-11.593 
-10.551 

-  9.476 

-  8.426 

-  7.314 

-  6.226 

-  5.064 

-  3.978 

-  2.871 

-  1.711 

-  0.644 
+  0.424 
+  1.548 
+  2.598 
+  3.677 
+  4.757 
+  5.855 
+  6.919 
+  8.026 
+  9.135 
+10.156 
+11.252 
+  12.324 
+  13.377 
+  14.532 

1.083 

3 

1.071 

4 
5 

-15.112 

-14.932 

1.064 
1.042 

6 

1.075 

7 
8 

-11.943 

-11.774 

1.050 
1.112 

9 

1.088 

10 
11 

-  8.693 

-  8.622 

1.162 
1.086 

12 

1.107 

13 

14 

-  5.513 

-  5.381 

1.160 
1.067 

15 

1.068 

16 
17 

-  2.293 

-  2.189 

1.124 
1.050 

18 

1.079 

19 

+  1.019 

1.080 

20 

+  1.936 

1.098 

21 

1.064 

22 
23 

+  4.062 

+  4.243 

1.107 
1.109 

24 

1.021 

25 
26 

+  7.449 

+  7.473 

1.096 
1.072 

27 

1.053 

28 
29 

+10.925 

+  10.733 

1.155 

30 

31 

+  14.087 

+13.999 

32 

33 

34 

+17.305 

+17.149 

35 



36 

+  19.492 

+19.248 

Mean 

+0.973o 

+I.O9I3 

+1.0343 

+0.9858 

+0.0265 

-0.1596 
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Ll(t=2090) 

L2(t=2590) 

L3(t=2090) 

L4(t=2090) 

Sl(t=2590) 

S2(t=2590) 

Mean,  1  to  n 

+0.973o 
-0.5875 
500.028 
+0.018 
500.432 
25.0216  cm 

+1.0913 
-0.5565 
500.056 
-0.027 
500.564 
25.0282  cm 

+1.0343 
-1.021 
500.028 
+0.019 
500.060 
25.0030  cm 

+0.9858 
-0.9905 
500.028 
+0.019 
500.042 
25.0021  cm 

+0.0265 
-0.546j 
400.042 
-O.O2O4 
399.502 
19.9751  cm 

-0.1596 
—0.5455 

End  standard 

Cor  to  22900 

D-joO^-i 

400.042 
-O.O2I1 
399.316 

19.9658o  cm 

Wire=Amount  by  which  "Mean  i  ton"  exceeds 
the  mean  diameter  if  uniformly  woimd. 

= Diameter  of  wire  if  all  diameters  are 
measured. 

=2  diameter  of  wire  in  case  of  L3. 

23 
= —  diameter  of  wire  in  case  of  I/4. 
14 


N=The  ntunber  of  the  layer  on  top  of  which 
the  diameter  is  measured. 

N=o  is  the  diameter  of  the  bottom  of  the  wire 
channel. 

S= Diameter — End  Standard,  in  mm  and  at  the 
temperature  t. 

Ivi,  L2,  L3,  L4.  Si,  S2,  Mi,  M2,  M3,  M4,  are  the 
coils. 

A=Difference  between  consecutive  diameters. 

Mean  i  to  n=Mean  of  all  measurements  except 
the  first. 

TABLE  XXIV 
Diameters  of  Moving  Coils  (Direct  Measurement,  mm) 


A229oo=Mean  radius  at  229oo. 


Ml    (t=2090) 

M2    (t=  25900) 

M3    (^23950) 

M4    (t=  25905) 

L^er 

Microme- 
ter setting 

A 

Microme- 
ter setting 
S 

A 

Microme- 
ter setting 
S 

A 

Microme- 
ter setting 
S 

A 

0 

1 

2 
3 
4 

5 
6 
7 
8 
9 
10 
11 
12 

-9.808 
-8.248 
-6.750 
-5.239 
-3.533 
-2.027 
-0.533 
+0.922 
+2.306 
+3.896 
+5.390 
+6.904 
+8.369 

1.560 
1.498 
1.511 
1.706 
1.506 
1.494 
1.455 
1.384 
1.590 
1.494 
1.514 
1.465 

-9.539 
-8.013 
-6.448 
-4.812 
-3.227 
-1.629 
-0.035 
+  1.571 
+3.139 
+4.732 
+6.306 
+  7.911 
+9.502 

1.526 
1.565 
1.636 
1.585 
1.598 
1.594 
1.606 
1.568 
1.593 
1.574 
1.605 
1.591 

-  9.592 

-  8.198 

-  6.773 

-  5.316 

-  3.846 

-  2.400 

-  0.967 
+  0.478 
+  1.939 
+  3.449 
+  4.992 
+  6.559 
+  8.009 
+  9.492 
+  10.927 

1.394 
1.425 
1.457 
1.470 
1.446 
1.433 
1.445 
1.461 
1.510 
1.543 
1.567 
1.450 
1.483 

-11.351 

-  9.531 

-  7.761 

-  5.861 

-  4.151 

-  2.381 

-  0.561 
+  1.204 
+  2.889 
+  4.859 
+  6.614 
+  8.269 
+  10.062 

1.820 
1.770 
1.900 
1.710 
1.770 
1.820 
1.765 
1.685 
1.970 
1.755 
1.655 
1.778 

13 

1.435 

14 

Mean  1  to  n 

-Wire 
End  standard 
Cor.  to  22900 

D229M 

A229iO 

+0.1214 
-0.765o 
200.004 
+0.0076 
199.368 
9.9684  cm 

+ 0.749b 
-0.7685 
250.011 
-0.0152 
249.9771 
12.49886  cm 

+  I.3IO4 
-0  .701o 
200.012 
-0.0059 
200.616 
10.0308  cm 

+0.304a 
-0.8759 
250.011 
-0.0145 
249.426 
12.4713  cm 
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Circiilarity  of  the  Coils  and  Variations  in  the  Depth  of  the  Windings 
(Diameter  Minus  End  Standard;  for  Bottom  of  Wire  Channel  and  for 
Top  of  Outer  Layer  of  Wire) 


MOVING  COILS 


Coil  Ml 

Coil  M2 

Coil  M3 

Coil  M4 

Bottom 

Top 

T-B 

Bottom 

Top 

T-B 

Bottom 

Top 

T-B 

Bottom 

Top 

T-B 

mm 

mm 

mm 

mm 

mm 

mm 

mm 

mm 

mm 

mm 

mm 

mm 

-9.790 

+8.976 

18.766 

-9.559 

+9.566 

19.125 

-9.591 

+10.944 

20.535 

-11.35 

+10.09 

21.44 

-9.527 

+9.456 

18.983 

-9.607 

+10.947 

20.554 

-11.39 

+  10.04 

21.43 

-9.845 

+8.070 

17.915 

-9.524 

+9.492 

19.016 

-9.586 

+  10.893 

20.479 

-11.38 

+  10.05 

21.43 

-9.562 

+9.555 

19.117 

-9.581 

+10.924 

20.505 

-11.33 

+  10.03 

21.36 

-9.788 

+8.062 

17.850 

-9.528 

+9.472 

19.000 

-9.599 

+  10.938 

20.537 

-11.32 

+10.03 

21.35 

-9.535 

+9.467 

19.002 

-9.588 

+10.917 

20.505 

-11.33 

+  10.14 

21.47 

Mean 

18.177 

19.040 

20.519 

2I.4I3 

FIXED  COILS 


CoUSl 

Coil  S2 

Coil  LI 

Coil  L2 

Bottom 

Top 

T-B 

Bottom 

Top 

T-B 

Bottom 

Top 

T-B 

Bottom 

Top 

T-B 

mm 
-15.905 
-15.899 
-15.886 
-15.898 

mm 

+14.680 
+14.651 
+14.679 
+14.678 

mm  • 
30.585 
30.550 
30.565 
30.576 

mm 
-15.937 
-15.907 
-15.860 
-15.913 

mm 

+  14.525 
+14.550 
+14.556 
+14.498 

mm 

30.462 
30.457 
30.416 
30.411 

30.436 

mm 

-19.877 
-19.887 
-19.879 
-19.873 
-19.877 

mm 

+20.715 
+20.867 
+20.882 
+20.698 
+20.768 

mm 

40.592 
40.754 
40.761 
40.571 
40.645 

mm 

-20. 102 
-20.083 
-20.076 
-20. 095 
-20.098 

nmi 

+20.945 
+20.911 
+20.951 
+21.059 
+20.958 

mm 
41.047 
40.994 
41.027 
41.154 
41.056 

Mean 

30.569 

40.6653* 

41.056 

'*  This  value  differs  by  15^  from  the  value  given  in  Table  XXII  owing  to  the  latter  value  being  based  on 
a  greater  niunber  of  top  measurements  than  is  given  here. 
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Coil  L3 

Coil  L4 

Bottom 

Top 

T-B 

Bottom 

Top 

T-B 

mm 

mm 

mm 

mm 

mm 

mm 

-19.327 

+19.577 

38.904 

-19.150 

+19.398 

38.548 

-19.310 

+  19.458 

38.768 

-19.169 

+19.268 

38.437 

-19.261 

+19.560 

38.821 

-19.080 

+  19.518 

38.598 

-19.368 

+19.697 

39.065 

-19.290 

+  19.366 

38.656 

-19.327 

+19.435 

38.762 

-19.292 

+  19.366 

38.658 

-19.180 

+19.535 

38.715 

-19.261 

+  19.098 

38.359 

-19.140 

+  19.595 

38.735 

-19.248 

+  19.160 

38.408 

-19.213 

+19.393 

38.606 

-19.186 

+19.162 

38.348 

-19.262 

+  19.621 

38.883 

-19.204 

+  19.248 

38.452 

-19.306 

+  19.631 

38.937 

-19.266 

+19.101 

38.367 

-19.286 

+  19.494 

38.780 

-19.204 

+19.094 

38.298 

-19.238 

+19.481 

38.719 

-19.302 

+19.040 

38.342 

-19.158 

+19.374 

38.532 

-19.165 

+19.260 

38.425 

-19.300 

+  19.313 

38.613 

-19.199 

+  19.402 

38.601 

-19.343 

+  19.193 

38.536 

-19.294 

+  19.239 

38.533 

-19.327 

+  19.278 

38.605 

-19.232 

+19.386 

38.618 

-19.279 

+19.730 

39.009 

-19.260 

+19.106 

38.366 

-19.355 

+19.485 

38.840 

-19.210 

+  19.220 

38.430 

Mean 

38.768 

38.469 

• 

Since  the  forms  for  L3  and  L4  are  built  up  of  rolled  brass,  it 
was  feared  that  the  pressure  of  the  wire  might  cause  the  sides  of 

the  channel  to  spread.  Consequently,  the 
mean  thicknesses  of  the  forms  were  meas- 
ured both  before  and  after  winding.  The 
observations  were  so  combined  as  to  give 
the  mean  thicknesses  on  the  three  circles 
a,  /3,  7,  Fig.  23.  The  results  in  milli- 
meters are  given  in  Table  XXVII,  and  show 
that  there  is  no  appreciable  spreading  ex- 
cept in  the  case  of  the  first  winding  of  L3, 
which,  as  stated,  was  very  tight.  The  other  fixed  coils  have  forms 
of  solid  cast  brass  of  about  the  same  section,  and  consequently  the 
spreading  for  them,  though  not  measured,  must  be  less  than  for 
L3  and  L4. 

Owing  to  the  tapering  of  the  sides,  no  accurate  measurement 
of  the  spreading  of  the  sides  of  the  channels  of  the  moving  coils 


Fig.  23 
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has  been  obtained.  It  is,  however,  beUeved  to  be  negHgible,  as 
there  are  relatively  few  layers  on  them,  and  the  forms  have  been 
designed  to  secure  stiffness. 

TABLE  XXVI 

Compression  of  Forms  (Diameter  of  Faces  of  the  Forms  on  which  the 

Wire  was  Wound) 


Coil  L3 

Coil  L4 

Coil  M4 

Top 

Bottom 

Top 

Bottom 

Top 

1st  winding 

Start 

Finish 

cm 

52.4264 
52.4201 

cm 
52.4238 
52.4172 

cm 

52.4226 
52.4201 

cm 

52.4254 
52.4220 

cm 

26.2140 
26.2118 

Compression 

0.0063 

0.0066 

0.0025 

0.0034 

0.0022 

2d  winding 
Start 

52.4256 
52.4229 

52.4230 
52.4203 

52.4230 
52.4203 

52.4256 
52.4228 

Finish 

Compression 

0.0027 

0.0027 

0.0027 

0.0028 

TABLE  XXVII 

Spreading  of  the  Sides  of  the  Channel  (Thickness  of  Brass  Form  in  mm 
at  the  points  a,  /?,  ;-,  Fig.  23) 


First  winding 

Second  winding 

a 

/3 

7 

a 

/3 

7 

Coil  L3 
Before 

30.037 
30.040 

30.052 
30.057 

30.063 
30.080 

30.038 
30.037 

30.052 
30.049 

30.065 

After 

30.062 

Spreadmg 

0.003 

0.005 

0.017 

-0.001 

-0.003 

-0.003 

Coil  L4 
Before 

30.059 
30.057 

30.073 
30.072 

30.081 
30.087 

30.058 
30.059 

30.072 
30.072 

30.080 

After 

30.086 

Spreading 

-0.002 

-0.001 

+0.006 

+0.001 

0.000 

+0.006 

The  effective  radial  depth  of  the  windings  is  shown  (p.  375) 
to  be  ns  where  n  is  the  number  of  layers  and  s  is  the  mean  distance 
between  adjacent  layers  as  measured  to  the  axes  of  the  wires. 
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If  during  the  winding  the  diameter  of  the  form  is  decreased  by  an 


amount  c,  and  if  the  diameter  of  the  wire  is  d,  then  i* 


(T-B)+c-2d 


2  {n—i) 

where  (T  —  B)  is  the  difference  between  the  diameter  measured  to 
the  outside  of  the  outer  layer,  and  the  diameter  of  the  bottom  of 
the  coil  channel.  The  values  of  (T  —  B)  can  be  obtained  from  the 
tables  just  given.  The  computation  of  the  radial  depths  (2/3)  is 
given  in  Table  XXVIII. 

TABLE  XXVIII 

Effective  Radial  Depths  of  the  Windings 


Ml 


M2 


MS 


M4 


SI 


T-Binmin: 

c  in  mm 

2d  in  mm 

2  (n— 1)  s  in  mm 
2p  in  cm 


12 
18.177 


12 
19.041 


14 
20.519 


1.530 
16.647 
0.9080 


1.537 
17.504 
0.9548 


1.402 
19.117 
1.0294 


12 

21.413 

0.022 

1.750 

19.685 

1.0737 


28 
30.569 


1.093 
29.476 
1.5284 


S2 

LI 

L2 

L3 

L4 

n 
T— B  in  mm 

28 
30.436 

36 
40.650 

36 
41.056 

36 

38.767 

0.027 

1.021 

37.773 

1.9426 

36 
38.469 

0.027 

2d  in  rnm 

1.091 
29.345 
1.5216 

1.075 

39.575 

2.0353 

1.113 
39.943 
2.0542 

1.073 

2  (n-1)  s  in  mm 

2p  in  cm 

37.423 
1.9246 

The  effective  axial  breadth  of  the  windings  is  shown  (p.  375) 
to  be  ns  where  n  is  the  number  of  spires  in  one  layer  and  s  is 
the  axial  distance  of  adjacent  spires;  this  will  be  the  breadth 
of  the  channel  if  the  wires  are  uniformly  spaced  and  the  axes  of 
the  terminal  spires  are  as  far  from  the  sides  of  the  channel  as 
half  the  distance  between  the  axes  of  adjacent  wires.  If  the 
wires  are  equally  spaced,  but  the  terminal  spires  touch  the  sides 


(a-d) 


n 

of  the  channel,  then  the  effective  breadth  ns  becomes 

n—  I 

where  a  is  the  breadth  of  the  channel  and  d  is  the  diameter  of  the 

wire.     These  values  are  given  in  Table  XXIX.     It  will  be  seen 

that  the  difference  between  these  values  is  very  small,  only  a  few 
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hundredths  of  a  milUmeter.  For  reasons  stated  in  the  body  of 
the  paper,  we  beheve  the  conditions  are  such  that  a  is  the  correct 
value,  except  for  M4,  and  this  is  the  value  we  have  used  in  the 
computations 

TABLE  XXIX 


Effective  Axial  Breadth  of  the  Windings,  in  Centimeters 


Coils 

Ml 

M2 

M3 

M4 

SI 

n 

12 

12 

14 

12 

28 

a 

0.9850 

0.9564 

0.9967 

1.0877 

1.5803 

d 

0.0765 

0.0768 

0.0701 

0.0875 

0.0546 

„4i(-^) 

O.99I1 

0.9596 

0.9979 

I.O9I1 

1.5822 

i(a-d)-a 

O.OO61 

0.0032 

O.OOI2 

0.0034 

O.OOI9 

Coils 

S2 

LI 

L2 

L3 

L4 

n 

28 

36 

36 

35.97 

35.97 

a 

1.5787 

2.0267 

2.027 

1.969 

1.965 

d 

0.0546 

0.0538 

0.0556 

0.051 

0.0536 

n-l<-') 

1.5805 

2.0293 

2.0277 

1.9728 

1.9662 

ii(a-d)-a 

O.OOls 

0.0026 

O.OOO7 

0.0038 

O.OOI2 
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6,  TABLE  OF  LOG  SIN  7{2Fy-(l+SEC27)Ey} 

TABLE  XXX 

Table  of  the  logarithms  to  the  base  ten  of  sin  ^{2Fy—  (l  +  sec2;')Ey}  from 
;'  =  55°  to  ;'  =  70°.  Compiled  by  means  of  the  Tables  of  Legendre 
and  of  Vega 


7 

Log 

^i 

^2 

7 

Log 

^1 

J. 

0 

55.0 

1.91989049 

517780 

-117 

59.0 

0.12673397 

518270 

157 

.1 

.92506829 

517663 

111 

.1 

.13191667 

518427 

164 

.2 

.93024492 

517552 

106 

.2 

.13710094 

518591 

173 

.3 

.93542044 

517446 

97 

.3 

.14228685 

518764 

180 

.4 

.94059490 

517349 

93 

.4 

.14747449 

518944 

187 

55.5 

.94576839 

517256 

85 

59.5 

.15266393 

519131 

196 

.6 

.95094095 

517171 

80 

.6 

.15785524 

.  519327 

203 

.7 

.95611266 

517091 

72 

.7 

.16304851 

519530 

211 

.8 

.96128357 

517019 

66 

.8 

.16824381 

519741 

219 

.9 

.96645376 

516953 

60 

.9 

.17344122 

519960 

226 

56.0 

.97162329 

516893 

53 

60.0 

.17864082 

520186 

236 

.1 

.97679222 

516840 

47 

.1 

.18384268 

520422 

243 

.2 

.98196062 

516793 

40 

.2 

.18904690 

520665  , 

252 

.3 

.98712855 

516753 

33 

.3 

.19425355 

520917 

258 

.4 

.99229608 

516720 

27 

.4 

-.19946272 

521175 

268 

56.5 

.99746328 

516693 

20 

60.5 

.20467447 

521443 

276 

.6 

0.00263021 

516673 

14 

.6 

.20988890 

521719 

284 

.7 

.00779694 

516659 

6 

.7 

.21510609 

522003 

293 

.8 

.01296353 

516653 

±  0 

.8 

.22032612 

522296 

301 

.9 

.01813006 

516653 

+  6 

.9 

.22554908 

522597 

309 

57.0 

.02329659 

516659 

14 

61.0 

.23077505 

522906 

319 

.1 

.02846318 

516673 

21 

.1 

.23600411 

523225 

327 

.2 

.03362991 

516694 

27 

.2 

.24123636 

523552 

335 

.3 

.03879685 

516721 

35 

.3 

.24647188 

523887 

345 

.4 

.04396406 

516756 

40 

.4 

.25171075 

524232 

352 

57.5 

.04913162 

516796 

49 

61.5 

.25695307 

524584 

363 

.6 

.05429958 

516845 

55 

.6 

.26219891 

524947 

371 

.7 

.05946803 

516900 

62 

.7 

.26744838 

525318 

381, 

.8 

.06463703 

516962 

69 

.8 

.27270156 

525699 

388 

.9 

.06980665 

517031 

76 

.9 

.27795855 

526087 

399 

58.0 

.07497696 

517107 

84 

62.0 

.28321942 

526486 

408 

.1 

.08014803 

517191 

91 

.1 

.28848428 

526894 

417 

.2 

.08531994 

517282 

98 

.2 

.29375322 

527311 

426 

.3 

.09049276 

517380 

104 

.3 

.29902633 

527737 

436 

.4 

.09566656 

517484 

113 

.4 

.30430370 

528173 

446 

58.5 

.10084140 

517597 

120 

62.5 

.30958543 

528619 

455 

.6 

.10601737 

517717 

127 

.6 

.31487162 

529074 

465 

.7 

.11119454 

517844 

135 

.7 

.32016236 

529539 

475 

.8 

.11637298 

517979 

141 

.8 

.32545775 

530014 

484 

.9 

.12155277 

518120 

150 

.9 

.33075789 

530498 

495 
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7 

Log 

^1 

^. 

7 

Log 

^i 

^2 

63.0 

0.33606287 

530993 

505 

o 

66.5 

0.52563052 

555378 

924 

.1 

.34137280 

531498 

515 

.6 

.53118430 

556302 

940 

.2 

.34668778 

532013 

525 

.7 

.53674732 

557242 

955 

.3 

.35200791 

532538 

535 

.8 

.54231974 

558197 

968 

.4 

.35733329 

533073 

546 

.9 

.54790171 

559165 

984 

63.5 

.36266402 

533619 

556 

67.0 

.55349336 

560149 

999 

.6 

.36800021 

534175 

568 

.1 

.55909485 

561148 

1015 

.7 

.37334196 

534743 

577 

.2 

.56470633 

562163 

1029 

.8 

.37868939 

535320 

589 

.3 

.57032796 

563192 

1046 

.9 

.38404259 

535909 

599 

.4 

.57595988 

564238 

1061 

64.0 

.38940168 

536508 

610 

67.5 

.58160226 

565299 

1077 

.1 

.39476676 

537118 
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